Notice of Simulator Solution File Review

At the request of the State Toxicologist a review of the
following simulator solution records has been accomplished. The
following file consists of simulator solution analyses performed
and completed by the State Toxicology Laboratory for a specific
batch number. The file contains the simulator solution data
entry form along with a file review record and the chromatograms
generated by the Toxicology Laboratory during the analyses of
the solutions. This file has been reviewed by Tpr. Ken Denton
and Mr. Rod Gullberg for accuracy and completeness. Where
computations regarding simulator solution values have been found
to be incorrect, the corrected values have been written in by
Mr. Rod Gullberg along with initials and date. The corrected
values were then evaluated to ensure that the solution still
conformed to those standards established by the State

Toxicologist.

Where computation values changed for a specific batch
number, the analysts employed by the State Toxicology Laboratory
were asked to review the revisions, ensure the solution complied
with the criteria established by the State Toxicologist and then
re-sign their affidavit. Their signature will appear on their
original affidavit along with a statement regarding their review
of the results.

Where a dating error occurred that analyst will have made
the correction on the original data form including their
initials and date and then re-signed their original affidavit.
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Tpr. Ken D ton Date
»Q\ QZZ&/ V-28-07

Rod G. Gullberg Date

Q\'z?(2007




Washington State Toxicology Laboratory

Simulator Solution Data Entry Review Form

Reviewer W.LW&A/MA él]%%@' Date q -l 7
Location ( @4 Uﬁ\& 56{57’77./@_— Batch Number 07 ﬁ‘BO

Form Review Criteria

Preparation date precedes all analysis dates: Okay zfl Not Okay
Data entry corresponds to all chromatograms: Okay 351 Not Okay .
All signatures present: Okay :Z§> Not Okay
Computations:
Avg. solution concentration: Correct 2{: Not Correct
Standard deviation: Correct )é: Not Correct __
Range: Correct j{: Not Correct __
Precision: Correct 2{_ Not Correct __
Equivalent vapor concent.: Correct 2{_ Not Correct

External Control Information \(
Correct

(lot # and future date) : Not Correct

Complies with accuracy and ecision requirements established by the
State Toxicologist: Yes No

Corrections Necessary:

ATIAUY RALL PREM 7o DADE. NIAAVET

Comments:

Reviewer Signature: ’%% _ Date : Q"l7—-ﬁ7

Reviewer Signature: /‘((ZZ Date: QAZZZEQU?

9/26/2007




WASHINGTON STATE TOXICOLOGY LABORATORY
FORENSIC LABORATORY SERVICES BUREAU
WASHINGTON STATE PATROL
2203 AIRPORT WAY S, SUITE 360
SEATTLE, WASHINGTON 98134-2027
(206) 262-6100 FAX (206) 262-6145

Preparation and certification of 0.08 g/210L Simulator External Standard solution
Batch number 07030 Date: 8/20/2007
Preparation:  66.5 mL of absolute ethyl alcohol diluted to 52 Liters with water

Concentration of ethanol (g/100mL) measured by gas chromatography:
Anal1 Anal2 Anal3 Anal4 Anal5 Anal6 Anal7 Anal8 Anal9 Analt0 Anal 11 Anal 12 Anal 13 Anal14 Anal 15 Anal 16
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External Control:

Statistics: . -~
Avg. solution concent.: 0.1010 g/100 mL Lot #: 2048730  Exp date: 03/2011
SD: 0.00141 Target concentration: 0.10 g/100mL
Precision CV (%): 1.4002 %
(Equivalent vapor concent.: 0.0821 g/21OL)
Analyst Name Signature Date

1 Rebecca Flaherty owd_ AN 08/20/2007
2 Brianna Peterson ﬂ;l/l‘@wt/\m OW/E-OV;:/\ 08/20/2007
3 Brittany Ball ' oroney, Ko lp 08/21/2007
4 Estuardo J. Miranda % 08/21/2007
5 Brian Capron 08/22/2007
6 Justin L Knoy \\Am ﬁf%ﬁ 08/22/2007
7 SarahMSwenson A DL A2 08/23/2007
8 Christopher S Johnston %% L jjwd 08/24/2007
9 AsaLouis = 08/28/2007
10 LisaNoble —AyAVobix_~ ) 08/28/2007
11 Brianne Akins i 08/29/2007
12 Amanda Black é{i}i/ /2 %fg\ _ 08/29/2007
18 Naziha Nuwayhid, PhD )/ 7/ /M]’?Z% 08/30/2007
14 Melissa Pemberton W, M/ ppa_ 7~ Kotooln 09/17/2007
15

16

Prepared by: Rebecca Flaherty according to the approved protocol
ver 08/07/2007




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 * Seattle, Washington 98134-2927 « (206) 262-6100 ¢ FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Rebecca Flaherty, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: BS degrees in Biochemistry and
Psychobiology and MS degree in Forensic Science.

The simulator solution, Lot Number 07030, was prepared in the Washington

State Toxicology Laboratory on 8/20/2007. I examined and tested this

solution. It was found to conform to those standards established by the state

toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
,,,La/@%? o9 acfo
Rebecca Flaherty ¢
Forensic Toxicologist
RF/jr
RFSIMSOL




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 » Seattle, Washington 98134-2927 « (206) 262-6100 * FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Brianna Peterson, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: BS degree in Chemistry, MS degree
in Forensic Science, Ph.D. degree in Toxicology, and two years of
experience in forensic toxicology.

The simulator solution, Lot Number 07030, was prepared in the Washington

State Toxicology Laboratory on 8/20/2007. I examined and tested this

solution. It was found to conform to those standards established by the state

toxicologist for the certification of simulator solution. It should not be used
- for evidential breath tests after 8/20/2008.

Seattle, WA
BN g ‘PALM\»« A 2o-sT
Brianna Peterson Date
Forensic Toxicologist

BP/jr

BPSIMSOL




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 ¢ Seattle, Washington 98134-2927 ¢ (206) 262-6100  FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

- I, Brittany Ball, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: BS degree in Biology.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
itrmy utr 97 / oF
Brittany Ball Date
Forensic Toxicologist
BB/jr
BBSIMSOL




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
. WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360  Seattle, Washington 98134-2927 » (206) 262-6100 * FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Estuardo J. Miranda, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: Bachelor of Science in Chemistry,
Master of Science in Zoology and nine years experience in Forensic
Toxicology.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
7
Estuardo J. Miranda Date
Forensic Toxicologist

EM/jr

EMSIMSOL




CHRIST!NE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 ¢ Seattle, Washington 98134-2927 ¢ (206) 262-6100 ¢ FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Brian Capron, do certify under penalty of pefjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: BS degree in Biology and eleven
years of experience in forensic toxicology.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
%f %ﬁ‘ 72707
Brian Capron ~ Date
Forensic Toxicologist

BC/jr

BCSIMSOL




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 * Seattle, Washington 98134-2927 o (206) 262-6100 * FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR L.OT 07030

I, Justin L. Knoy, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: BS degree in Biology, and MS degree
in Forensic Science.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
2/07)
Date
JLK/jr
JKSIMSOL




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 « Seattle, Washington 98134-2927 » (206) 262-6100 * FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Sarah M Swenson, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: BS degree in Chemistry and over
four years of experience in forensic toxicology.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
ML) N — a|za[or
Sarah M Swenson Date ‘
Forensic Toxicologist
SS/jr
SSSIMSOL




CHRISTINE O. GREGOIRE

JOHN R. BATISTE

Governor Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 ¢ Seattle, Washington 98134-2927 « (206) 262-6100 * FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Christopher S. Johnston, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: BS degree in Biochemistry.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
" N//;A/ 9-27.01
Christopher S/ Johnston ~ Date
Forensic Toxicologist
CSJ/jr
CISIMSOL




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 ¢ Seattle, Washington 98134-2927 = (206) 262-6100 * FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, AsaJ. Louis, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: B.S. degree in Biochemistry and
eight years of toxicology experience.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
Q ¢ é 253) Sep 26
AsaJ. Louis Date
Forensic Toxicologist
AJL/jr
AJLSIMSOL




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 o Seattle, Washington 98134-2927 * (206) 262-6100  FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Lisa Noble, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: BS degree in Biochemistry and two
years laboratory experience in formulation chemistry.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
%&Ms@u 7ha/5)
Liga Noble Date
Forensic Toxicologist

LRN/jr

LPSIMSOL




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 « Seattle, Washington 98134-2927  (206) 262-6100 ¢ FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Brianne E. Akins, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: BS degree in Biology.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state

- toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
Brianne E. Akins Date
Forensic Toxicologist

BEA/jr

BLSIMSOL




CHRISTINE O. GREGOIRE

Governor Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 » Seattle, Washington 98134-2927 ¢ (206) 262-6100 » FAX (206) 262-6145

.DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Amanda M. Black, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

- I'possess the following qualifications: BS degrees in Chemistry and
Veterinary Science.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

JOHN R. BATISTE

Seattle, WA
%@% F-27-1
Amanda M. Black Date
Forensic Toxicologist

AB/jr

ABSIMSOL




CHRISTINE O. GREGOIRE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 < Seattle, Washington 98134-2927 ¢ (206) 262-6100 » FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Naziha Nuwayhid, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions for
the DataMaster breath test instrument.

I possess the following qualifications: Bachelor and Masters Degrees in
Biology, Ph.D. degree in Basic Medical Science, ten years experience in
clinical laboratory sciences, one year in clinical toxicology and eight years in
forensic toxicology. I am also board certified by the American Board of
Clinical Chemistry.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008. '

Seattle, WA

7 Date ‘i/L’\)D']
Foreénsic Toxicologist

NN/jr

NNSIMSOL




CHRISTINE O. GREGOIRE

Governor Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY ,
2203 Airport Way South, Suite 360 * Seattle, Washington 98134-2927 ¢ (206) 262-6100 * FAX (206) 262-6145

DATAMASTER 0.08 SIMULATOR SOLUTION
CERTIFICATION FOR LOT 07030

I, Melissa L. Pemberton, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and a part
of my responsibilities includes preparing and testing the alcohol solutions
for the DataMaster breath test instrument.

I possess the following qualifications: Bachelors degree in Microbiology and
over fifteen years of experience as a forensic toxicologist.

The simulator solution, Lot Number 07030, was prepared in the Washington
State Toxicology Laboratory on 8/20/2007. I examined and tested this
solution. It was found to conform to those standards established by the state
toxicologist for the certification of simulator solution. It should not be used
for evidential breath tests after 8/20/2008.

Seattle, WA
Melissa L. Pemberton  Date
Forensic Toxicologist

MP/jr

MPSIMSOL

JOHN R. BATISTE

5 [2H -
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Batch Worksheet Checkoff
When the chromatograms print out please check, initial, and date them all.

If you re-dilute and re-run the solution, please put a single line through the pages that are not going to
be used and leave it in the folder.

Please check the data entered into the worksheet is correct and that the date to the right of your
name is the date that you tested the solution and then sign the worksheet.

Please initial below to affirm that you have:

1 — Initialed and dated your chromatograms

2 — Checked your data

3 — Checked the date to the right of your name on the worksheet
4 — Signed the worksheet.

Initials Date
Brianne Akins e o/ 9-11 6%
Brittany Ball 2% 9 peo [ 53
Amanda Black Qg S fig,oq/
Brian Capron ‘. G. 260y
Rebecca Flaherty R¥ 09. 26 0]
Ed Formoso
Christopher Johnston (,‘\\ q.-z¢ -7

Justin Knoy \\/\/\ Q2.8 ~077
Asa Louis M \ Zoo"] @Q’Zs/

Estuardo Miranda Em 47§ -0+
Christie Mitchell

LisaNoble — —fn fslo

Naziha Nuwayhid N q_725_1v7)
Melissa Pemberton W P /OLQ /(}‘1-/
Brianna Peterson %f g-15 1

Sarah Swenson NU 9 I?Ja / o)




Sequence: D:\HPCHEM\1\SEQUENCE\RFSIM.S

Sequence Parameters:

Operator: R flaherty

Data File Naming: Auto

Data Directory: D: \HPCHEM\1\DATA\

Data Subdirectory: 070820RF

Part of Methods to run: According to Runtime Checklist
Barcode Reader: not used

Shutdown Cmd/Macro: none

Sequence Comment:

Sequence Table (Front Injector):

Method and Injection Info Part:

‘Line Location SampleName Method Inj SampleType InjVolume DataFile
1 vial 1 0.20 CONTROL rf BLDALCO2 1 Ctrl Samp
2 Vial 2 BLANK BLDALCOZ 1 Sample
3 vial 3 SIM07030-1 BLDALCOZ 1 Sample
4 Vial {4 SIM07030-2 BLDALCOZ 1 Sample
5 Wvial 5 SIM0O7030~3 BLDALCO2 1 Sample F’
6 vial 6 SIM07030-4 BLDALCO2 1 Sample Q
7 Vial 7 SIM07030-5 BLDALCO2 1  Sample (o’l
8 Vvial 8 0.10 CONTROL rf BLDALCO2 1 Ctrl Samp ‘g@
9 Vial 9 BLANK BLDALCOZ 1 Sample Oﬁ

Sequence Table (Back Injector):

No entries - empty table!

- HS GC #5 8/20/2007 1:45:19 PM R flaherty Page 1 of 1




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCOZ2 .M

8/20/2007 2:04:26 PM SIM07030-1
Instrument 5 R flaherty
DB-ALC2
vial # 3
— N w R (8] D ~l
o o [=] o o (=] o -°>
T ST L SR AU G S S
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| — 1.958 - n-propano @
3 |/ g
= o
# Compound Area RT
1 ethanol 730 1.116
2 n-propanol 1492 1.958 ﬁf
Totals: @L {6/7

Correlation: 0.99998

.Area Ratio 3

Area Ratio ]

0.8 -
0.6
0.4
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Correlation: 1.00000

1.000

T T T

0.2 _ Amount Ratig

1,000

0

T T T I

Amount Ratig

ethanol 0.099 g/100ml

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO2 .M

8/20/2007 2:09:28 PM SIM07030-2
Instrument 5 R flaherty
DB-ALC2
vial # 4
.y N w B ;] [2)] ~
o o o o o o o 'g
R S SV S S S S
u
g
&L >
S
L 1.116 - ethanol S
[o2]
7/ )
(=]
b3
s
o
1.958 - n-propanol '
N"}; T
3 S
=] o
# Compound Area RT
1 ethanol 736 1.116
2 n-propanol 1486 1.958
Totals: @? O/l
o ol

Correlation: 0.99998 (9
Area Ratio Oq
1.5
1254
N
075 10.495
0.5 3 /1
0.25 j prd

o 10.100

0 0.2 . Amount Ratig

ethanol 0.100 g/100ml

Correlation: 1.00000
Area Ratio 1

1.000

n-propanol 1.000 g/100ml

1.000
R B

0 05  Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2.M

8/20/2007 2:12:55 PM SIM07030-3
Instrument 5 R flaherty
DR-ALC2
vial # 5
- N w P [42] [22] ~
o 8 g g g g g g 3
P L T R N . SR R aE
R
g
&L >
S
1 1.116 - ethanol )
r R
_ X
2
i ‘ 1.959 - n-propanol 3
[ N~ K;:,..#vA : c—ﬂ
i 3 ! 8
= (=]
# Compound Area RT
1 ethanol 774 1.116
2 n-propanol 1540 1.959

Totals: - A‘,,_..A,‘_wj Q{? i’ ( 0/]

Correlation: 0.99998 s
Area Ratio 5 5
1.25 -

14

0.75 -

0.5

0.25 -

ethanol 0.101 g/100ml

Liusd
5
=
o
=

T T v T ¥ T

o 0.2 Amount Ratig

‘ Correlation: 1.00000
‘Area Ratio ]
11.000
0.8 -

0.6

: n-propanol 1.000 g/100ml
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0.2 - :
0l 1.000
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WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO2 .M

8/20/2007 2:16:22 PM SIM07030-4
Instrument 5 R flaherty
DB-ALC2
vial # 6
3 S & ] 3 3 3 o
AT ST V. SN SN AV SV SN
1
ol

1.116 - ethano!

. 1.958 - n-propanol
N
2
=

090-1900\44028020) ‘¥ LQId

# Compound Area RT
1 ethanol 730 1.116
2 n-propanol 1461 1.958
Totals: Qu? [ ()/‘
‘ ' Correlation: 0.99998 ] IQ,U
Area Ratio 3 Oq
154
1.25 3
07; ethanol 0.101 g/100ml
05 _;0.500
0.25 | 0.101
VA N
0 02 Amount Ratio

Correlation: 1.00000

AmaRabg
11.000
0.8
0.6
0.4 -
o_:llilll"m‘ooo;
0 0.5 Amount Ratio

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO2 .M

8/20/2007 2:21:23 PM SIMO7030-5
Instrument 5 R flaherty
DB-ALCZ2
vial # 7
- N w [4;] [o2] ~
o o o o o o 2
o S o o o o ? >
, . I ; I P RPN e T L e T
E T
g
o
3 ;
S
l% 1.117 - ethanol o
0
N
o
_{ P
2
\ 1.959 - n-propanol g
N»ﬂy:— . 3
3 S
5 1 3
# Compound Area RT
1 ethanol 813 1.117
2 n-propanol 1597 1.959
Totals: @( ’0/]
, ~ Correlation: 0.99998 q '?_(0
Area Ratio D
; 1.5
; 1.25
1
: 075; ethanol 0.103 g/100ml
‘ 05+
025 | 0.103
: 0 3/ (l .

1.000

i

\moL |

i
Amount Ratio

n-propanol

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2 .M

8/20/2007 2:24:57 PM

0.10 CONTROL rf

Instrument 5 R flaherty
DB-ALC2
vial # 8
- N w o (42 [2] =~
o o o o [« 8 [=] g
.. .. 2. . . 2. .22 R B
’ i}
| g
&L >
} 1.116 - ethanol g
[m— ' ]
. S
4 )
i 3
" g
o -R.“;:"—» 1.958 - n-propanol e
3 l/ Q
E S
# Compound Area RT
1 ethanol 739 1.116
2 n-propanol 1540 1.958
o‘il
ethanol 0.097 g/100ml

Correlation: 1.00000
Area Ratio

(o]
—
(@)
o
o

O o o
o N D O @
T T WITN BT S

. : :
0.2 Amount Ratio

n-propanol 1.000 g/100ml

1.000

"IN\

¥ T T T

i
Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO2 .M

8/20/2007 2:28:30 PM BLANK
Instrument 5 R flaherty
DB~ALC2
vial # 9
3 8 ] 3 3 3 3 o
... .. . ... . .., ..., . ... .. ...

S0
|

1.958 - n-propanol

0604600\44028020) 'V LAl

# Compound Area RT
1 ethanol 0 0.000
2 n-propanol 1574 1.958

Correlation; 0.99998

Totals: Q,é “7/‘
b

‘Area Ratio
1.5—; 3
1254

14
075 2 ethanol 0.000 g/100ml
0.5 1
0.25
0

:

T T T T T

2 Amount Ratig

o il
o
Ny

Correlation: 1.00000
Area Ratio 1

11.000
0.8

n-propanol 1.000 g/100ml

0 05 Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCOZ2 .M

8/20/2007 1:57:23 PM

0.20 CONTROL rf

Instrument 5 R flaherty
DB-ALCZ2
vial # 1
— ] w B o ()] -~
o o Q (=) o o [=] o
o S =1 S <3 =} ? =} >
e v 0 T T R N T R R e e T J
u}
Q
S- >
C
1 1.116 - ethanol &
(o2
%)
o
-I :
H (=]
F 1.958 - n-propano! <
N — il
3 f’—— =
5 =)
# Compound Area RT
1 ethanol 1437 1.116
2 n-propanol 1518 1.958
Totals
: Correlation: 0.969¢8 ]
Area Ratio 7
? ethanol 0.190 g/100ml

Amount Ratio

_ Correlation: 1.00000
Area Ratio 3

1,000

11.000
0.8 4
0.6
0.4
02{ ///////
0_2
, —

Y 05

T T T I

.Amount Ratig

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCOZ2 .M

8/20/2007 2:00:55 PM
Instrument 5
DB-ALC2

BLANK
R flaherty

vial # 2

G0

1.958 - n-propanol

0204200\440280.0) 'V 1QId

1 ethanol
2 n-propanol

0 0.000
1532 1.958

Totals:

‘ Correlation: 0.99998
Area Ratio 3
‘ 1.5
1.25 5

14

0.75

0.5

0.25 5

0+

0

2. Amount Ratio

Correlation: 1.00000
11.000
0.8
0.6
0.4
02-

0-

‘Area Ratio ]

0

ethanol

n-propanol

0.000 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2 .M
8/20/2007 4:09:07 PM
Instrument 5

DB-ALC?2

SIM07030-1
Brianna Peterson

vial #

17

0
-001
—00Z

—00¢g

—00¥

005

009
—00.

S0

1.116 - ethanol

1.959 - n-propanol

0/14210\d€90280.0) ‘v LQid

1 ethanol 757 1.116
2 n-propanol 1504 1.959

Totals:

Correlation: 0.99998

Area Ratio =
' 1.5
1.25 4

13

0.75 5

0.5

10.102

0 0.2 AmountRatio

Correlation: 1.00000
Area Ratio 1

31.000
0.8

0.6 -
0.4 -

s - 1000] |

S e e
0 0.5 ~_Amount Ratig

ethanol

n-propanol

0.102 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCOZ2 .M

8/20/2007 4:12:33 PM
Instrument 5

SIM0O7030-2
Brianna Peterson

DB-ALC2

vial # 18

3 8 8 5 2 2 3 3

S G ST AT S S AU S
! u
| O
; -
&L >
| E
[ 1.116 - ethanol o
= &
e 4
{ (=]
_‘ o
3
¢ o
1.958 - n-propanol >
N ]
3 »
3 o

# Compound Area RT
1 ethanol 770 1.116
2 n~propanol 1521 1.958

Amount Ratio

Correlation: 1.00000
Area Ratio 1

11000
0.8

0.6
0.4 -
02 —

A\

1.000

05

S —

_Amount Ratio

ethanol

n-propanol

0.102 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCOZ2 .M

8/20/2007 4:17:26 PM
Instrument 5

SIM07030~3
Brianna Peterson

DB-ALC2
vial # 19
2 8 8 & 3 3 3 B
i @ =} =} =} ==} =} =} 9 >
T . . .. R SRR L T T . I |
0 -
g
O
o T >
S
| 1.116 - ethanol 3
s g
(o]
j @
3
=4
o 1.958 - n-propanol 2
3 ?/ ©
3 =
# Compound Area RT
1 ethanol 762 1.116
2 n-propanol 1501 1.958

Correlation: 0.99998

Area Ratio 3
154

Correlation: 1.00000
“Area Ratio

sty

1.000

0.8
06
0.4
0.2
O H

L

2l Loy

.02 Amount Ratid

1,000

7 T T T i

ethanol

n-propanol

0.102 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2 .M
8/20/2007 4:21:05 PM
Instrument 5

DB-ALC2

SIM07030-4
Brianna Peterson

vial # 20

S0

1.116 - ethanol

1.959 - n-propanol

0024020\dg0280.0) ‘v LdId

1 ethanol 770 1.116
2 n-propanol 1513 1.959

Correlation: 0.99998

‘Area Ratio 3
1.5

0 0.2 Amount Ratig

Correlation: 1.00000
Area Ratio 1

11.000
0.8 4

0.6
04
L 1.000

T T T 1 T T T T T 1

_....Amount Ratig

ethanol

n-propanol

0.103 g/100ml

1.000 g/100ml

QL




WASHINGTON STATE TOXICOLOGY LABORATORY

Ot \HPCHEM\ 1\METHODS\BLDALCO2 .M

8/20/2007 4:24:39 PM
Instrument 5
DB-ALC2

SIM0O7030-5
Brianna Peterson

vial # 21

—009

1.116 - ethanol

1.958 - n-propanol

0124120\:dg0280.£0) 'V LAl

1 ethanol
2 n-propanol

Totals:

Correlation: 0.99998

‘Area Ratio -
1.5

1.25

1 ]

0.75

0.5-

o
I

815 1.116
1587 1.958

Correlation: 1.00000
Area Ratio 1
%1000
0.8 :

0.6
0.4
0.2 4

_ Amount Ratio

1,000

A
0
0

_ Amount Ratio

ethanol

n-propanol

0.104 g/100ml

1.000 g/100ml

v
nv>




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO2 .M

8/20/2007 4:29:26 PM 0.10 CONTROL BP

Instrument 5 Brianna Peterson
DB-ALC2
vial # 22
} foing »N [4N] o (4] [o)] ~!
o o o o o Q [=} ©
‘ ¢ ¢ ¢ ¢ ¢ ¢ ? >

1.116 - ethanol

1.959 - n-propanol

0224220\:dg0280.0) ‘v 1Qid

1 ethanol 790 1.116
2 n-propanol 1588 1.959

Correlation: 0.99998

Area Ratio 3
15

1.25

1

0.75

i Correlation; 1.00000 7
‘Area Ratio
11.000

|

0.8-
0.4
02
o
o Y

1,000

L
Amount Ratio

ethanol

n-propanol

0.100 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCOZ2 .M
3/20/2007 4:32:58 PM
Instrument 5

D3-ALCZ2

BLANK
Brianna Peterson

vial # 23

-001

1.959 - n-propanol

0£24£20\dg90280.0) ‘Y Laid

1 ethanol 0 0.000
2 n-propanol 1628 1.959

Totals:

Correlation: 0.99998

Area Ratio
1.5

ethanol

o 02 AmountRatio
Correlation: 1.00000 T

Area Ratio
111.000

0.8-]

0.6 -

04
02- |
o 1.000

e

0 : 0.5 Amount Ratio

n-propanol

0.000 g/100ml

1.000 g/100ml




Sequence:

D:\HPCHEM\ 1\SEQUENCE\BB2. S

Sequence Parameters:

Operator:

Data
Data

Data

Part

File Naming:
Directory:

Subdirectory:

of Methods to run:

Barcode Reader:

Shutdown Cmd/Macro:

Sequence Comment:

Sequence Table

Method and Injection Info Part:

(Front Injector):

Line Location SampleName

BBALL

Auto

D: \HPCHEM\1\DATA\

070821BB

According to Runtime Checklist

WO ~Joy U &> W N

10
11
12
13
14
15
16
17
18
19
20
21
22
23
24
25
26
27
28
29
30
31
32
33
34
35
36
37
38
39
40
41

Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial
Vial

WO Joy U W

HS GC #5 8/21/2007

BLANK
0.079 CAL

0.158 CAL

0.316 CAL

BLANK

.04 MIX

.08 MIX

.79 STD

.474 STD

.02 STD

.04 CONTROL-BB
.10 CONTROL-BB
.20 CONTROL-BB
BLANK

0706365

BLANK

0706367

BLANK

0706368

BLANK

0706370

0706371

0706372

0706374

0706375

0706376

BLANK

0706378

BLANK

0.04 CONTROL-BB
0706379

0706381

0706383

0706387

BLANK

0706389

0706390

0.10 CONTROL-BB
BLANK
SIMO7030A-BB
SIMO7030B-BB

[eNoRleoNoNoNoNoNe

9;02:06 AM BBALL

not used
none
Method Inj SampleType InjVolume DataFile
BLDALCO2 1 Sanple
BLDALCO2 1 Calib
BLDALCOZ 1 Calib
BLDALCOZ2 1 Calib
BLDALCO2 1 Sample
BLDALCOZ 1 Sample )
BLDALCO2 1  Sample 2§ﬁ7 \07/
BLDALCO2 1  Sample kfo
BLDALCO2 1 Sample q
BLDALCOZ 1 Sample
BLDALCO2 1 Ctrl Samp
BLDALCO2 1 Ctrl Samp
BLDALCO2 1 Ctrl Samp
BLDALCOZ2 1 Sample
BLDALCOZ2 1 Sample
BLDALCOZ 1 Sample
BLDALCO2 1 Sample
BLDALCO2 1 Sample
BLDALCO2 1 Sample
BLDALCO2 1 Sample
BLDALCOZ 1 Sample
BLDALCO2 1 Sample
BLDALCO2 1 Sample
BLDALCO2 1 Sample
BLDALCOZ2 1 Sample
BLDALCOZ 1 Sample
BLDALCO2 1 Sample
BLDALCOZ 1 Sample
BLDALCO2 1 Sample
BLDALCOZ 1 Ctrl Samp
- BLDALCO2 1 Sample
BLDALCOZ 1 Sample
BLDALCOZ 1 Sample
BLDALCOZ 1 Sample
BLDALCO2 1 Sample
BLDALCO2 1 Sample
BLDALCO2 1 Sample
BLDALCOZ 1 Ctrl Samp
BLDALCO2 1 Sample
BLDALCO2 1  Sample
BLDALCOZ 1 Sample

Page 1 of 2




Sequence: D:\HPCHEM\1\SEQUENCE\BB2.S

Line Location SampleName Method
42 Vial 42 SIMO7030C-BB BLDALCO2
43 vVvial 43 SIM07030D-BB BLDALCO2
44 vVial 44 SIMO7030E-BB BLDALCO2
45 Vial 45 0.10 CONTROL-BB BLDALCO2
46 Vial 46 BLANK BLDALCO2

Sequence Table

(Back Injector):

No entries - empty table!

HS GC #5 8/21/2007 9:02:06 AM BBALL

Inj SampleType InjVolume DataFile

[ ) = S

Sample
Sample
Sample
Ctrl Samp
Sample

Page 2 of 2




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO2 .M
8/21/2007 9:24:05 AM
Instrument 5

DB-ALC2

vial #

BLANK
BBALL

1

S0

1.960 - n-propanol

01,04100\991280.0) ‘Y Ll

# Compound

1 ethanol 0 0.000
2 n-propanol

Totals:

Correlation: 0.99998
Area Ratio
1.5 3
1.25
1 2
0.75
0.5 1
0.25
0

i
1

ethanol

L T

Amount Ratig

| T
0 _.02

Correlation: 1.00000
Area Ratio

i

4

B
-

0.000 g/100ml

=

SR
<
RS-

0.8
0.6

04
0.2
0

11.000

- n-propanol 1.000 g/100ml

1.000

L
~Amount Ratig




WASHINGTON STATE TOXICOLOGY

D: \HPCHEM\ 1 \METHODS\BLDALCO2 .M

8/21/2007 9:27:37 AM
Instrument 5
DB-ALC2

LABORATORY

0.079 CAL

vial #

BBALL

2

~00Z

1.117 - ethanol

1.959 - n-propanol

0204200\:dd128040) 'V 1dId

1 ethanol
2 n-propanol

Totals:

Correlation: 0.99998
Area Ratio 7

1.5+
125 3
1
0.75 3
0.5
0.25 -

0

665 1.117
1706 1.959

ethanol

Correlation: 1.00000

Area Ratio A

11.000
0.8 -

0.6
0.4

o

0 0.2 .

: : !
Amount Ratig

n-propanol

1,000

1" T T T T T T

i
__Amount Ratio

0.079 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO2 .M
8/21/2007 9:31:08 AM 0.158 CAL
Instrument 5 ' BBALL
DB-ALC2

vial # 3

S0

1.117 - ethanol

1.960 - n-propanol

0€04£00\88128020) 'V 1Qid

# Compound Area RT

1 ethanol 1211 1.117
2 n-propanol 1530 1.960

Totals:

%
2

Correlation: 69999@ o T V—’

Area Ratio -

k|
. 71 30.791 ‘ ethanol 0.159 g/100ml

]

Correlation: 1.00000
Area Ratio ]

11.000
0.8

0.6
0.4 4
0.2

07-
—— ]}
0 05  AmountRatig

n-propanol 1.000 g/100ml

1.000 |




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\BPCHEM\ 1\METHODS\BLDALCOZ2 .M

8/21/2007 9:36:09 AM 0.316 CAL
Instrument 5 BBALL
DB-ALC2
vial # 4
! - N w S o » ~
o (=} o o =) =] o °
g i i S S ¢ ¢ >

1 1.118 -_ethanol

1.960 - n-propanol

0v04+00\a61280.0) 'V LQId

# Compound Area RT

1 ethanol 2379 1.118
2 n-propanol 1493 1.960

Totals: &‘b

Correlation: 0.99998 q

Area Ratio i

1.6 1,504
1.25 3
14
0.75 -
0.5 4 ! ;
0254 -~ :
ol | | | | 0.31I65

0 : 0.2 Amount Ratig

ethanol 0.316 g/100ml

Correlation: 1.00000
Area Ratio ]

1.000
O.Si

0.6 3

3

; n-propanol 1.000 g/100ml

0.4+
0.2 1

0 0.5 ...Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCOQ2 .M
8/21/2007 9:39:35 AM BLANK
Instrument 5 BBALL

DB-ALCZ2
vial # 5

'
0504500\981280.0) 'V LQId

o 1.960 - n-propanol
E
o . -

1 ethanol 0 0.000
2 n-propanol 1545 1.960

Correlation; 0.99998 1 ?0%

ﬂ\

Area Ratio -3 Yﬂ&éx
1643

ethanol 0.000 g/100ml

; . . , . .
0 0.2  Amount Ratig

Correlation: 1.00000

Area Ratio -

31.000
0.8

06 1
0.4
0.2 4

n-propanol 1.000 g/100ml

(1

1.000

T T T T T T T T T T

0 05 ... Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO2 .M

8/21/2007 9:43:03 AM 0.04 MIX
Instrument 5 BBALL
DB-ALC2
vial # 6
|
- N [ N [$4] [22] ~
i [ ] o [= [ [« o ©
o) S S S o S S o >
,,,,,,,,, i L T e 0 T I o Lo e e Lo T e T
: u
i (w]
o -
R >
o 0881 S
i e 3 =
! ‘%_:__«__ 1.117 ethan4oL4 4938 S
i | N
. %
(o]
i J — 1.960 - n-propanol 8
N — T
i3 S
= { o
# Compound Area RT
1 143 0.881
2 ethanol 293 1.117
3 1201 1.238
4 557 1.319
5 n-propanol 1515 1.960
Totals: %b \6)(
Correlation: 099998 6‘\\3”
Area Ratioj
1.5 |
1.25—%
07; ethanol 0.039 g/100ml
0.5 : L/
0254 o _
0 P Measured point: (0.039, 0.194):
‘[. s SERSEI T PP — I T T |
0 0.2  Amount Ratig
Correlation: 1.00000 : STy
Area Ratio ]
11.000
0.8
3
06 ] n-propanol 1.000 g/100ml
0.4 -
i
02 i
0 b 1.0002

e T T T T T T

| R e
0 0.5 _ Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO2 .M

8/21/2007 9:48:03 AM 0.08 MIX
Instrument 5 BBALL
DB-ALC2
vial # 7
-
— N w B [4)] [o2} ~ )
o =] o [ = [ [=] 2
AN S S . L. SN . ST
-
L 3
o
bl >
= 0.881 §
o 1.118 - ethanol =}
EC’ 4 2320 1.238 %
f "e-'}/ o
] :L. 1.961 - n-propanol §
fo AL T 3
i}
3 7/’ S
= o
# Compound Area RT
1 316 0.881
2 ethanol 649 1.118
3 2497 1.238
4 1233 1.320
5 n-propanol 1639 1.961 @%\9”\6"
Totals: O\
Correlation: 0.99998 T
Area Ratio
1.5
1.25 4
13 ethanol 0.079 g/100ml
0.75 -
0.5-30.396
025 - 10,079
03 e ‘ | . ‘
0 02  Amount Ratio
Correlation: 1.00000
Area Ratio *
31.000
0.8} }
0'6“; I n-propanol  1.000 g/100ml
0.4 ] '
1 :
0.2 ] ;
04 1000
I S L e B S
0 05 ...Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO2 .M

8/21/2007 9:51:28 AM 0.79 STD
Instrument 5 BBALL
DB-ALC2

vial # 8
|
|
: N N w N o @ o
i o =] Q [ [=] o o R
T A A S SV SR S PR S
| T
P
ife)
ton 7
,I_ 1.119 - ethanol
]

1.960 - n-propanol

0804800\9€1.280.0) 'V LaI4

N - p—
2
o §
# Compound Area RT
1 ethanol 5735 1.119
2 n-propanol 1474 1.960

=3
O
4
)
o
S%
=2
S
=

Correlation: 0.99998 . 0\

Area Ratio *
33.891
3 ]
ethanol 0.771 g/100ml

I

EN
| '
fadindtay

0.771]

o

T T T v T T T T

0 - ... .95 Amount Ratig

Correlation: 1.00000 o l

Area Ratio -
$1.000

n-propanol 1.000 g/100ml

] 1000f
oo

0 05 AmountRatio




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO?2 .M
8/21/2007 9:55:02 AM
Instrument 5

DB-ALC2

0.474 STD

vial #

BBALL

9

S0

1.118 - ethanol

. 1.960 - n-propanol

0604600\99128020) 'V LI

1 ethanol 3780 1.118
2 n-propanol 1579 1.960

Correlation: 0.99998
‘Area Ratio
12.393

-
o N
Litas

ethanol

-

0.475]
T | T - T

0.2 ... ... ..Amount Ratig

o

OWpJ”huﬂ..
-

Correlation: 1.00000

Area Ratio 3

1.000
0.8 -

0.6 4
i
0.4 —4'
0.2 ~ :
L 1.000: !
0 = R | . . . . i

0 0.5 _..Amount Ratig

n-propanol

0.475 g/100ml

1.000 g/100ml

ob

=_
E-
R




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2 .M

8/21/2007 9:59:56 AM ' 0.02 STD
Instrument 5 BBALL
DB-ALC2
vial # 10
-t N w B [6)] [02] ~
[ =] o o [=} [=} o o
? ? ? ? ¢ ? ? ? >

1.960 - n-propanol

00L4010\861280.0) 'V 1dId

# Compound Area RT
1 ethanol 168 1.116
2 n-propanol 1485 1.960
Totals:
Correlation: 0.99998 K ?jb ‘@/
Area Ratio : Ol\w
154
1 25§
14
0751 ethanol 0.023 g/100ml
0.54
0.25 -
o {/ Measured point: (0.023, 0.113)
""" T T I T T
0 ) 0.2 _Amount Ratid

Correlation: 1.00000 T [
Area Ratio 1

11.000
0.8 ~
0.6-
0.4-
0.2+

0

ey T Y T H T T T T T

H
0 0.5 ~ Amount Ratig

n-propanol 1.000 g/100ml

sada

1,000




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO2 .M
8/21/2007 10:03:23 AM
Instrument 5

DB-ALC2

0.04 CONTROL-BB
BBALL

vial # 11

g0

7 1.117 - ethanol

1.960 - n-propanol

0114110\8€1280/0) ‘v 1aid

1 ethanol 294 1.117
2 n-propanol 1528 1.960

Totals:

Correlation: 0.99998 o T

Area Ratio -3
154

1.25 4

14

0759

0.5

0253 o

0" Measured point: (0.039, 0.193)!

Jeaii

— T
0 0.2, Amount Ratid

Correlation: 1.00000

1.000

1.000
Foer et

Amount Ratig

ethanol

n-propanol

1

El?

0.039 ¢/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO2 .M

8/21/2007 10:06:58 AM 0.10 CONTROL-BB
Instrument 5 BBALL
DB-ALC2
vial # 12
i
] - N w » o @ ~
: o o S o o © [=] hd
i o o =} =} =} o o o >
: _ I o Lo T 0 T e T e T T s Ty
i o
| ]
o —
\'“‘ — >
! 3
Ff""“ 1,117 - ethanol S
: 0o
! 1 N
! w
i @
o
I 1.960 - n-propanol ey
PN _ A
El S
# Compound Area RT
1 ethanol 733 1.117
2 n-propanol 1491 1.960 e 63

Totals: | 4Yﬁ9

Correlation: 0.99998

ethanol 0.098 g/100ml

T . T . .

Correlation: 1.00000
Area Ratio 1

4 1.000
08

0.6

0.4
1

0.2 g
0 / 1000¢
N L | |
0 05 _ ___AmountRatig

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO2 .M

8/21/2007 10:11:54 AM . 0.20 CONTROL-BB
Instrument 5 BBALL
DB-ALC?Z2
vial # 13
- nN w H (4] ()] ~
[ (=] o o (= (=] [=] o
A S . SN S, . S, St

S0

] 1.117 - ethanol

1.960 - n-propanol

0£14€10\8€1280.20) 'V 1 CId

# Compound Area RT
1 ethanol 1435 1.117
2 n-propanol 1472 1.960

Totals: &

Correlation; 0.99998

Area Ratio
15

1.25

1

0.75

0.5

0.25

0

dhoads

Libins

ethanol 0.194 g/100ml

shovaboe i ol

—

1

Amount Ratio

(=}
o
HN)

Correlation: 1.00000

Area Ratio
11.000
0.8 -
0.6 -
0.4
0.2
o L L
0 0.5 _Amount Ratid

n-propanocl 1.000 g/100ml

|
.
1.000%
1




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO2 .M
8/21/2007 10:15:26 AM
Instrument 5

DB-ALC2

BLANK
BBALL

SRS

N

1.860 - n-propanol

0¥14v10\881280.0) 'V LAl

Compound

0 0.000

1 ethanol
2 n-propanol

Totals:

Correlation: 0.99998

Area Ratio 4
1.5
1.25

T T T T T

0 , 0.2 Amount Ratio

Correlation: 1.00000
Area Ratio

_{
11.000
o.si
06

E
04 =

04"

0

ethanol

n-propanol

0.000 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2 .M

8/21/2007 11:51:22 AM 0.10 CONTROL-BB
Instrument 5 BBALL
DB-ALC2

vial # 38

- N w £ [8)] [o2] ~
[« o o [=] o [ o ©
o o =} =] o ? o o >
! Toeten Lo o 0 T e T et Lo T
; ! il
ol g
. >
‘> - g
f;?__ 1.117 - ethanol o
[e:}
N
w
o
o
L. 1.959 - n-propanol 8
Ny - o (B
s g
# Compound Area RT
1 ethanol 734 1.117
2 n-propanol 1492 1.959
Totals: 427'\6 \@/
Correfation: 0.99998 T 7] 0\\1}1
Area Ratio —
153
1.25 -
3
07;5 ethanol 0.098 g/100ml
)
05 '30 492
0.25

0

T T

0.2 Amount Ratig

O‘b\ ST
] o
o
[(e)
| @

Correlation: 1.00000
Area Ratio ]

11,000
0.8 -

06-
0.4
0.2- ;

0 1.000

T T T T T T T T T T

0 05 Amount Ratio

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO2 .M

8/21/2007 11:54:56 AM BLANK
Instrument 5 . BBALL
DB-ALC2
vial # 39
-3 n [£% D [6)) [e)] ~
o o o o [ [=] [=] g
S ... 2... ... ... 2 . ... . 2. 0 7
’ u
| g
8‘5 >
| g
; 2
4 us]
! @
: o
o - 1.961 - n-propanol g
) e— «Q
3 &
oL o
# Compound Area RT
1 ethanol 0 0.000
2 n-propanol 1508 1.961

rotale T %M*

Correlation: 6.66688

;Area Ratio
1.5

-
N
- N

S FURVEPETSEITTES PREES FRUSY SPPUR TN

ethanol 0.000 g/100ml

h T T T T T T

0 .. 0.2 Amount Ratio

Correlation: 1.00000

Area Ratio ]
11,000
08
0.6 -
0.4 -
0 1,000

e . T T T T T u T

i
0 ... 05 Amount Ratio

n-propanol 1.000 ¢g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2.M
8/21/2007 11:59:44 AM
Instrument 5

DB-ALC2

SIMO7030A-BB

vial #

BBALL

40

<o

1.117 - ethanol

1.960 - n-propanol

00¥40,0\99128020) ‘V LAl

737 1.117
1470 1.960

1 ethanol
2 n-propanol

Totals:

Correlation: 0.99998

Area Ratio
1.5

1.25 =
1

0.753
0.501
0.5 1

025 -~

e
0.

0 0.2

111,

Correlation: 1.00000
Area Ratio

31,000
0.8 -

0.6

0.4

0.2 4
O,i

1,000

T T T T T

!
_Amount Ratio

ethanol 0.100 g/100ml

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY

D:\HPCHEM\1\METHODS\BLDALCO2 .M
8/21/2007 12:03:16 PM
Instrument 5

DB-ALC2

LABORATORY

SIMO7030B-BB
BBALL

vial # 41

S0

1.118 - ethanol

1.961 - n-propanol

0Lvd41+0\89128040) 'V LAl

818 1.118
1601 1.961

1 ethanol
2 n-propanol

Totals:

Correlation: 0.99998

‘Area Ratio
1.5

1.25

143

0.75 20.511

. Amount Ratio

Correlation: 1.00000
Area Ratio 1

11,000
0.8
06~
0.4 -

0.2 1 7

I PR

L

T T T T T
1

0 1.000

... Amount Ratig

ethanol 0.102 g/100ml

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2.M
8/21/2007 12:06:57 PM SIMO7030C-BB
Instrument 5 BBALL
DB-ALC2

vial # 42

S0

1.117 - ethanol

L 1.960 - n-propanol

0Zy42r0\g9128020) ‘v LAl

1 ethanol 813 1.117
2 n-propanol 1581 1.960

Totals: R i@%@m\ﬁ7

Correlation: 0.99998

Area Ratio 5

ethanol 0.103 g/100ml

T 7 T ] T T

Correlation: 1.00000 T
Area Ratio ‘

1000
0.8 -

0.6 -
0.4-

024 g
0o .1.'ooo§ |
0 0.5 . _AmountRatio

n-propanol  1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2.M
8/21/2007 12:11:50 PM SIM07030D~BB
Instrument 5 BBALL
DB-ALCZ2

vial # 43

S0

I . 1.118 - ethanol

0EVASY0N\aE128020) ‘Y LAl

) 1.961 - n-propanol
N —
3 ?
Sl
#

1 ethanol 821 1.118
2 n-propanol 1599 1.961

Totals: ?y% ©
o a*t

Correlation: 0.99998

:Area Ratio
1.5 -
1.25 7
14
0.75 4
L 0.5
0.25 3
04 . . . | . ‘
0 0.2 __ AmountRatig

L

ethanol 0.103 g/100ml

Correlation: 1.00000
"Area Ratio ]

1.000
0.8
06
0.4
0.2-

0.‘:

n-propanol 1.000 ¢g/100ml

1,000
e e ;

0 05 Amount Ratio

i
|
i




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2 .M

8/21/2007 12:15:14 PM

SIMO7030E-BB

Instrument 5 BBALL
DB-ALC2
vial # 44
- N [SN] B (o] ~
(=] (o] (o] o [wd (o]
D ... .7 R T AT I SR
n
g
&L >
S
e 1.117 - ethanol O
0
i N
i W
@
o
= 1.960 - n-propanol £
N T
3 y/ t
= (=]
# Compound Area RT
1 ethanol 754 1.117
2 n-propanol 1492 1.960
Totals

Correlation: 0.99998

AmaRabi
1.5

T T

Amount Ratio

1 Correlation: 1.00000
Area Ratio 1 -

1.000
0.8

063
0.4+
02 -

0

/

1,000

0 05

T T j i
Amount Ratig

ethanol

n-propanol

20 \GY

0.101 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2 .M
8/21/2007 12:18:51 PM

0.10 CONTROL-BB

Instrument 5 BBALL
DB-ALC2

vial # 45

- N w H o [o2] !
o g g g g g g g 3
N T S .. .. 2. .
l u
1 9
S >
3
| N— N 1.118 - ethanol o
r g
1 B
| 1.961 | é
,\,MF .961 - n-propano &
1 :
5 =)

# Compound Area RT
1 ethanol 832 1.118
2 n-propanol 1655 1.961 \6X
Totals: k}u

Correlation: 0.99998

Area Ratio
1.5
1.25

|
|
i
1
i
|

PRI
by busde e e

. Amount Ratig

Q-
1o
Ny

Correlation: 1.00000

"Area Ratio
" 31.000

0.8
0.6 -
0.4-
0.2

0 g

1.000

T T T T T T T T

[
Amount Ratig

ethanol 0.100 g/100ml

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO2 .M
8/21/2007 12:23:44 PM BLANK
Instrument 5 BBALL
C3-ALC2

vial # 46

S0

1.961 - n-propanol

09v490\g91280.0) 'V LdId

Compound Area RT

1 ethanol 0 0.000
2 n-propanol 1733 1.961

Totals: - %ﬁ&wb\gy

Correlation; 0.99998
Area Ratio
1.5

ethanol 0.000 g/100ml

1 T T T T T T

0 02 Amount Ratig

Correlation: 1.00000
Area Ratio 1

31.000
0.8~

0.6 -
0.4

n-propanol 1.000 g/100ml

0.2

ol 1.000

T Y T T T T T T T T

0. 05 Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2.M

8/21/2007 7:02:55 PM Sim Sol 07030-1
Instrument 5 Estuardo J. Miranda
DB-ALC?2
vial # 60
= S 8 5 3 3 S °
c .7 A S SN S S, S

S0

1 1.116 - ethanol

1.959 - n-propanol

D09-1090\W3128020) 'V LQIH

1 ethanol 779 1.116
2 n-propanol 1539 1.959

Correlation: 0.99996

:Area Ratio ‘
15

ethanol 0.102 g/100ml

o
a

Correlation: 1.00000 ~~ ]
.Area Ratio 1 ‘

1

31.000
0.8

06" n-propanol 1.000 g/100ml

o
n
SR AT N I

0.2+ 7 :
[ 1.000}

R ) T T T T

fo . —
0 05 Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2 .M
8/21/2007 7:06:23 PM Sim Sol 07030-2
Instrument 5 Estuardo J. Miranda
DB-ALCZ2

vial # 61l

S0
> !
|
!

1.116 - ethanol

o AT 1.959 - n-propanol
3
=2

# Compound Area RT

1 ethanol 751 1.116
2 n-propancl 1476 1.959

Totals:

DL94L90W31L280.0) ‘Y LaId

Correlation: 0.99996

Area Ratio

ethanol 0.102 g/100ml

w
o 5
01(25

, Correlation: 1.00000
'Area Ratio 1

11.000
0.8

0.6 -
0.4

o‘zi_ -

0-

n-propanol 1.000 g/100ml

1,000

— T T T T T ¥ T v T

0 0.5 . _Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2.M

8/21/2007 7:11:16 PM Sim Sol 07030-3
Instrument 5 Estuardo J. Miranda
DB-ALCZ2
vial # 62
- N w PN [$:] =] ~
g g g g 8 g g 3
R S R SRR PR o SR A
I
9
5. >
3
1 1.116 - ethanol =
- 3
m
£
o
ro AT 1.959 - n-propanol $
3 &
h i (o]
# Compound Area RT
1 ethanol 756 1.116
2 n-propanol 1490 1.959
Totals

Correlation: 0.99996 ]

'AmaRmmé
1.5 45

ethanol 0.102 g/100ml1 ,}
e O

C‘/\//Z-5

0‘102! | | | & 9%

0 ' 02 Amount Ratio

Correlation: 1.00000

“Area Ratio 1

11.000
0.8

0.6
0.4 -

02 :
- 1,000

0.

n-propanol 1.000 g/100ml

i
0.5 ...Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCOZ2 .M

8/21/2007 7:14:53 PM
Instrument 5

Sim Sol 07030-4
Estuardo J. Miranda

DB-ALC2
vial # 63
- N [ S 44 [o2] -~
o o o o =) [=] [=] 9
T N N SN SN o L S S S
oL
g
o
o Tl P
3
M 1.117 - ethanol 3
. R
] m
=
1.960 - n-propanol &
N : C_aln_')
3 2]
= (]
# Compound Area RT
1 ethanol 816 1.117
2 n-propanol 1573 1.960
Totals:

Correlation: 0.99996

AmaRamé

Correlation: 1.00000
Area Ratio ]

11,000
0.8 4

0.6
0.4 -
024

o]

0.2 Amount Ratio

. ; .
|

1.000

0 .08

T T T T T

_._..Amount Ratio

ethanol 0.104 g/100ml

o

o712

n-propanol 1.000 g/100ml

/0

Al




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCOZ2 .M

8/21/2007 7:18:29 PM Sim Sol 07030-5
Instrument 5 Estuardo J. Miranda
DB~ALC2
vial # 64
- N w i (4] [+ ~
o 8 8 8 38 8 8 8 4
A A S SN S I I IV
| T
| g
o
fo T >
‘ 8
1¥ . 1.116 - ethanol S
o R
1‘ m
! =
Ai‘g‘;’ 1.959 - n-propanol §
i 3
5 3
# Compound Area RT
1 ethanol 790 1.116
2 n-propanol 1534 1.959
Totals

Correlation: 0.99996

ethanol 0.103 g/100ml
v

! = 5
; o\/l
T ¥ T ¥ T T T i é/oj\

0 02 AmountRatig

Correlation: 1.00000
:Area Ratio ]

11,000
0.8
0.6-
0.4-
0.2
0-
0

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCOZ2 .M

8/21/2007 7:23:17 PM
Instrument 5
DB-ALC2

0.100 EM Control
Estuardo J. Miranda

vial # 65

-001

1.117 - ethanol

1.960 - n-propanol

DS94590WWTL28020) 'V LQId

Compound

772 1.117
1559 1.960

1 ethanol
2 n-propanol

Correlation: 0.99996

.Area Ratio 3
1.5

1.254

1 |

0.754

0.5~

0.25

0

i

0

Correlation: 1.00000
‘Area Ratio ]

11.000
0.8 3

0.6
0.4

0.2
0_"

f

02

v T

Amount Ratio

1.000

T

T

0 05 ..

...Amount Ratio

T T T

ethanol

n-propanol

0.099 g/100ml

/ OA(
.
A Qbﬂkf\

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCOZ .M

8/21/2007 7:26:50 PM
Instrument 5
DB-ALC2

BLANK
Estuardo J. Miranda

vial # 66

1.961 - n-propanol

P994990\W31280.0) 'V LAl

1 ethanol
2 n-propanol

0 0.000

Totals:

Correlation: 0.99996

Area Ratio 3
1.5

1.25

14

0.75 -

ethanol

Correlation: 1.00000
:Area Ratio
11.000
0.8 -
0.6 -
04

1
K

0.2 4
1
0%

. Amount Ratig

1,000

0 05

i I

' i
_Amount Ratig

n-propanol

0.000 g/100ml \N\
A’//,%ﬁ
o\

1.000 g/100ml

N
0




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 2\METHODS\BLDALCO3 .M
8/22/2007 10:05:56 AM 07030
Instrument 3 bcapron

db-alc2
vial # 14

—004

°
>
T N |

—-004
002

-

g0
I

1.822 - n-PROPANOL

$ 1.063 - ETHANOL
|
1
|

#10019I1S\v2280.0) 'V Laid

# Compound Area RT

1 ETHANOL 757 1.063
2 n-PROPANOL 1656 1.822

Totals:

Correlation: 0.89993
Area Ratio :

1.25 3

ETHANOL 0.099 g/100ml

o

3

3
il
N

g : ; : | : i

! 0 0.2 Amount Ratio

Area Ratio 3 -

0.8+

Lt

o
[+
1

n-PROPANOL 1.000 g/100ml

o
=N
[
\

e
[N

1.000
e
0.5 Amount Ratig

o

o

ﬁCf

20




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 2\METHODS\BLDALCO3 .M
8/22/2007 10:09:03 AM 07030
Instrument 3 bcapron
db-alc2
vial # 15
- [ w B [&2) (o)} ~
o o Q o (@) (] (o] °
< .. .7 A SN ST S o Z
n
g
o
o 7L ; >
1= : 1.063 - ETHANOL : %
N
P
_ 2
L - 1.822 - n-PROPANOL <
— \ T o
2 :
# Compound Area RT
1 ETHANOL 760 1.063
2 n-PROPANOL : 1648 1.822
Totals:
; Correlation: 0.99993
| Area Ratio ] :
: ;é'/
1.25 5 7
14 y i _
0.75 | A ETHANOL 0.100 g/100ml
05—0461 ,,,,, J-/
0259 7 ;o 100
0 : 0.2 Amount Ratig
Correlation: 1.00000
Area Ratio _ ________________________________________________ o
11.000 -3
0.8 P
0.6 // . | n-PROPANOL 1.000 g/100ml
0.4 7 '
4 // L
0.2+ 7
T
%(,
q. 26" ")




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 2 \METHODS\BLDALCO3 .M

8/22/2007 10:12:11 AM 07030
Instrument 3 bcapron
db-alc2

1.064 - ETHANOL

1.823 - n-PROPANOL

{
i

Pt iy s

e
|
9100491S\v2280.20) 'V LQid

Uy
K

1 ETHANOL 758 1.064
2 n-PROPANOL 1665 1.823

Totals:

Correlation: 0.99993
Area Ratio

b

E 7 43/

1.25 L

1 ‘i . ,/"/

0.75 ,i“/

0.510455 . 1o

0254
S (

0 0.2 Amount Ratio

ETHANOL 0.098 g/100ml

! Correlation: 1.00000
%Area Ratio 1 ]

n-PROPANOL 1.000 g/100ml

o o o
> o @
P P O

@
o
|

L

1.000
T T T T l T ¥ T T r

f
0.5 Amount Ratig

o
|

o




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 2\METHODS\BLDALCO3 .M

8/22/2007 10:15:18 AM 07030
Instrument 3 ’ bcapron
db-alc2
vial # 17
- N (4N Eoy [4;] D ~
= o Q o o o o o
. ... 7% N A . SN S, SR, S
I
9
(o]
oL >
3
] 1.064 - ETHANOL =)
¥ S
2
- (2]
L. 1823- n-PROPANOL 2
3 1y =
= 1 3
# Compound Area  RT
1 ETHANOL 757 1.064
2 n-PROPANOL 1663 1.823
Totals:
Correlation: 0.99993
' Area Ratio 3 e
1.25 g
14 )
0.75 7 ETHANOL 0.098 g/100ml
30.455
0259 7 oo
03 P
. : . K . ,
0 0.2 Amount Ratio
{ Correlation: 1.00000
Area Ratio 7 ‘
B DR e R TR =
11.000 3
0.8 L - ;
0.6 | | n-PROPANOL 1.000 g/100ml
0.4 P ;
B 7 :
0.2+ <// ‘
0 0.5 Amount Ratio
4
b W
1/(:




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 2\METHODS\BLDALCO3 .M

8/22/2007 10:18:25 AM 07030
Instrument 3 bcapron
db-alc2

g0
|

-
}
~F: 1.064 - ETHANOL

1.823 - n-PROPANOL

8100191S\v2Z280.20) 'V LAl

i
|

1 ETHANOL 785 1.064
2 n-PROPANOL 1702 1.823

Totals:

Correlation: 0.99993
Area Ratio

-
N
[&) B 1]

ETHANOL 0.100 g/100ml

C o
N e
()]

(=)
[ lNe s}

IUSRRA TWREE RNURE INUTI IEURE INUT FSTEY

T . :
Amount Ratio

(=}
o
[N}

Area Ratio ]
11.000 P
0.8 e :
0.6 T .| n-PROPANOL 1.000 g/100ml
0.4 - -

024 !

| 0_~,.»“i ‘ ' | | | | | 1.?00;

| 0 0.5 Amount Ratig

A |




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 2\METHODS\BLDALCO3 .M
8/22/2007 10:21:32 AM 0.10 control bc
Instrument 3 bcapron

db-alc2
vial # 19

—00¢
—009

G0

1.064 - ETHANOL

- _1.822 - n-PROPANOL

[6L00LDIS\VZZ80.0) ‘Y LI

uiw
{
+= i
|

1 ETHANOL 757 1.064
2 n-PROPANOL 1702 1.822

Correlation: 0.99993
Area Ratio

1.25- -
1 .
2 ETHANOL 0.096 g/100ml

0.75 ¥
050444 4

T
\

0254 -
0=~ . ‘ ‘
0 0.2 Amount Ratio

e
@
i

n-PROPANOL 1.000 g/100ml
04

0.2

T T

1,000

o
1

T
Amount Ratio

(=}
bt
3




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 2\METHODS\BLDALCO3 .M

8/22/2007 10:24:39 AM blank
Instrument 3 bcapron
db-alc2
vial # 20
—_ [ w B [62] [223 ~
o o (=) o o o (=) ke
R LA . ST ST S S
I
<
o
oL &
(=
<
4 [
(o]
N
[\
=
1 @
o 1823- n-PROPANOL 3
o S
Rl :
# Compound Area RT
1 ETHANOL 0 0.000
2 n-PROPANOL 1746 1.823
Totals
Correlation: 0.99993
Area Ratiog L A
125 ’ 3
14 X
0.75 2- ETHANOL 0.000 g/100ml
0.5 1 B
0255
O_E’J/ T T T I T T
0 0.2 Amount Ratio
Correlation: 1.00000
Area Ratio_f ________________________________________________ -
11.000 P //3
0.8*_ e -7
0.6 T n- PROPANOL 1.000 g/100ml
0.4 )
024 :
0 0.5 Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

8/22/2007 12:53:35 PM
Instrument 4

07030-1
Justin Knoy

Ca\ Jenon
'ﬂé%ﬂ%chA
w) OToMb !

% G\f(/é‘ ()‘7

DB-ALC1
vial # 60
- N [\ o (4] [o] ~

o S o =3 =] o = g
N S N N SIS AU S
o
Q
&L >
=)
i 1.012 - Ethanol S
— @
e
] =
1.671 - n-Propanol =1
' T
2] g
5 =]

# Compound Area RT

1 Ethanol 686 1.012

2 n-Propanol 1561 1.671

Totals

Correlation: 0.99997

Area Ratio
1.25

1

0.75

Amount Ratio

Correlation: 1.00000
Area Ratio ]

11,000
0.8

0.6
0.4
0.2

0

1.000

i
Amount Ratig

Ethanol 0.099 g/100ml

n-Propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

8/22/2007 12:56:46 PM
Instrument 4

07030-2
Justin Knoy

DB-ALC1l
vial # 61
—_ %] w D (4] [223 ~

o o =] o o (=1 8 -°>

.. .. 2. . ... 2. .. T . N S a
n

9

S - >
3

| 1.012 - Ethanol S
8

e

. 2
1.671 - n-Propanol S

3

3“ -
5 (=]
# Compound Area RT \gl

1 Ethanol 701 1.012 \

2 n-Propanol 1563 1.671
Totals

Correlation: 0.99997

T T T
0.2 Amount Ratio

Area Ratio ]

11.000
0.8

0.6-
04-
0.2

04

1

1.000

T T T T i

Amount Ratig

Ethanol

n-Propanol

Ars~077

0.101 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY
D:\HPCHEM\ 1\METHODS\BLDALCO.M
8/22/2007 1:00:06 PM 07030-3
Instrument 4 Justin Knoy
DB-ALC1
vial # 62
- N w B (6.3 o2} ~
o o =] Q =} [=] [=] g
T N AL A SN . S S
arl
Q
& >
3
| 1.012 - Ethanol a
[en]
N
&
. 2
1.671 - n-Propanol S
&
8
# Compound Area RT \\Z‘
1 Ethanol 699 1.012
2 n-Propanol 1558 1.671
------------------------------------ 4180
Totals: —7

Correlation: 0.99997

Area Ratio
1.25

1

0.75

Ethanol

Amount Ratio

Correlation: 1.00000

Area Ratio ]
11.000
0.8
0.6-
0.4
0.2-

04

n-Propanol

1,000

T
0 0.5

—
Amount Ratio

0.101 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M
8/22/2007 1:03:25 PM 07030-4
Instrument 4 Justin Knoy
DB-ALC1
vial # 63
- N w H [$2] [o}] =~
o o =] [=} =} [= [=] 'g
. . ..., .22 2R
il
Q
bl >
=]
| 1.012 - Ethanol S
R
&
. 2
1.671 - n-Propanol 4
a
2 8
# Compound Area RT \<\
1 Ethanol 734 1.012
2 n-Propanol 1604 1.671 ﬂ/Z‘S“O‘]

Totals:

Correlation: 0.99997
Area Ratio

1.25

T
0 0.2 Amount Ratio

Area Ratio ]

1.0001

i
Amount Ratio

Ethanol 0.103 g/100ml

n-Propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

8/22/2007 1:06:42 PM
Instrument 4

07030-5
Justin Knoy

DB-ALC1
vial # 64
- N w H (3] [o)] ~
g g g 8 g g B 3
RN ST N P S S S S
ul
Q
& >
)
] 1.012 - Ethanol S
[e2]
N
e
1 ]
1.672 - n-Propanol =
3
s
# Compound Area RT
1 Ethanol 724 1.012
______ 2 nPropanol 1584 1.672 q-1567
Totals:

Correlation: 0.99997

Area Ratio
1.25

1
0.75

Ethanol 0.103 g/100ml

Correlation: 1.00000
Area Ratio ]

11.000
0.8

0.6

0.4

0.2
0_'

n-Propanol 1.000 g/100ml

1,000

Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO.M
8/22/2007 1:09:59 PM 0.10 CTRL JK
Instrument 4 Justin Knoy

DB-ALC1l
vial # 65

S0

1.012 - Ethanol

1 1.671 - n-Propanol

G94590WIrzze0.0) ‘v Lald

U
!

# Compound Area RT

1 Ethanol 706 1.012
2 n-Propanol 1622 1.671

Totals:

\éc( 8 ,07

Correlation: 0.99997

Area Ratio
1.25

-

el

Ethanol 0.098 g/100ml

T
0 0.2 Amount Ratio

Correlation: 1.00000

Area Ratio ]
11.000

0.8
0.6
0.4
0.2

0 L
0 0.5 Amount Ratig

n-Propanol 1.000 g/100ml

1.000




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO.M

8/22/2007 1:13:17 PM blank
Instrument 4 Justin Knoy
DB-ALC1

vial # 66

1.671 - n-Propanol

# Compound Area RT ) %,

1 Ethanol 0 0.000 {
2 n-Propanol 1656 1.671 C\J*z/ ,ij?

Totals:

0994990Wirz280.0) 'V 1QId

Correlation: 0.99997
Area Ratio

1.25 3
1
0.75 2 Ethanol 0.000 g/100ml
0.5 1
0.25
0

} T T T
0 0.2 Amount Ratig

Correlation: 1.00000

Area Ratio ]

11.000
0.8 4

0.6-

0.4

0.2
0 T Y T T T T T T T ]

0 0.5 Amount Ratig

n-Propanol 1.000 g/100ml

1.000




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M
8/23/2007 1:15:02 PM

Instrument 4
DB-ALC1

07030-1
Sarah Swenson

vial # 61

1.011 - Ethanol

1.670 - n-Propanol

0194190\SS€28020) ‘Y LI

uiw
}
RS ——~T

Compound

1 Ethanol
2 n-Propanol

Totals:

699 1.011
1699 1.670

L Correlation:
| Area Ratio
| 12
1
i 0.8
; 0.6
: 0.4
‘ 0.2

0.99995

Amount Ratio

| Area Ratio ]

11.000
0.8

0.6
0.4
0.2

0

1,000

Amount Ratio

(AU -

ON

CASE HiLE

Ethanol 0.098 g/100ml

n-Propanol 1.000 g/100ml

S
60\\(\}”\0

0105 2b.




WASHINGTON STATE TOXICOLOGY LABORATORY

o030 -2

D: \HPCHEM\1\METHODS\BLDALCO.M L300 NVEN
8/23/2007 1:18:17 PM DI
Instrument 4 Sarah Swenson {Q’]
DB-ALC1 %l/L%
vial # 62
- N w B (5] N ~
[= o o [=] [=] o o 'g
., . . .. . .., 22T
-
g
oL >
=)
| 1.012 - Ethanol S
— &
N
W
7]
i 0
1.671 - n-Propanol =]
— ]
L
3 2
5 o
# Compound Area RT
1 Ethanol 713 1.012
2 n-Propanol 1692 1.671
Totals:

Correlation; 0.99995

Area Ratio

Ethanol

[ T T T T

Amount Ratio

T
0 0.2

Area Ratio ] )

31.000
0.8 4

0.6
0.4
0.2-

04

n-Propanol
1.000

i
Amount Ratio

0.100 g/100ml

1.000 g/100ml

gj\ia\of\
0\




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCQ.M

8/23/2007 1:21:36 PM
Instrument 4
DB-ALC1

07030-3
Sarah Swenson

vial # 63

S0

1.011 - Ethanol

U
|

1.670 - n-Propanol

0E£94€90\SSE28020) ‘V LA

# Compound

1 Ethanol
2 n-Propanol

697 1.011
1664 1.670

Correlation: 0.99995
Area Ratio 3

15
0.8
960,419

0.4 2

Amount Ratio

Correlation: 1.00000
Area Ratio ]

11,000
0.8

06-
0.4
0.2

0

1
1
1
i

1.000

i
Amount Ratio

Ethanol

n-Propanol

0.099 g/100ml

1.000 g/100ml

g\)\% -~

O

G




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO.M
8/23/2007 1:24:54 PM 07030-4
Instrument 4 Sarah Swenson
DB-ALC1

vial # 64

S0

1.012 - Ethanol

1.671 - n-Propanol

0v94P90\SSE280.0) ‘Y LAl

T
L

# Compound Area RT

1 Ethanol 701 1.012
2 n-Propanol 1671 1.671

Totals:

Correlation: 0.99995
Area Ratio

Ethanol 0.100 g/100ml

0 0.2 Amount Ratig

Area Ratio _ ________________________________________________
11.000
0.8
0.6
0.4
0.2
R e
0 0.5 Amount Ratig

n-Propanol 1.000 g/100ml

1.000

oS
%0\ q/\o\of\




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO.M
8/23/2007 1:28:11 PM 07030-5
Instrument 4 Sarah Swenson

DB~ALC1
vial # 65

1.011 - Ethanol

1.670 - n-Propanol

0$94590\SS€28020) 'V 1QId

# Compound Area RT

1 Ethanol ' 719 1.011
2 n-Propanol 1714 1.670

Correlation: 0.99995
Area Ratio

1.2

1
0.8
0.6
04
0.2

Ethanol 0.099 g/100ml

. . .
0 0.2 Amount Ratio

Correlation: 1.00000
Area Ratio ]
11.000

0.8
0.6 4
0.4

n-Propanol 1.000 g/100ml

1.000

i
0 0.5 Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

8/23/2007 1:31:28 PM
Instrument 4
DB-ALC1

0.10 CTL-SS
Sarah Swenson

vial % 66

S0

1.013 - Ethanol

1.672 - n-Propanol

T
|

0994990\SS€28020) 'V LI

# Compound

1 Ethanol
2 n-Propanol

Totals:

721 1.013
1727 1.672

Correlation: 0.99995

Area Ratio ]

T T :
0.2 Amount Ratio

Area Ratio ]
11.000
0.8
0.6
0.4
0.2

0

1.000

T T T T T

Amount Ratio

Ethanol

n-Propanol

0.099 g/100ml

1.000 g/100ml

S\

A\




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M

8/23/2007 1:34:44 PM
Instrument 4
DB~-ALC1

BLANK
Sarah Swenson

vial #

67

1.671 - n-Propanol

0/94/90\8S£28020) 'V 1QId

# Compound

1 Ethanol
2 n-Propanol

Totals:

0 0.000

Correlation: 0.99995
Area Ratio

1.2
1
0.8 2
0.6
0.4
0.2
0

—_

I
0

T T

Amount Ratio

Correlation: 1.00000
Area Ratio ]

11.000

0.8

0.6

0.4
0.2
0 -

1.000

0 0.5

———]
Amount Ratig

Ethanol 0.000 g/100ml

n-Propanol 1.000 g/100ml

S 2
60\\“}0\




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO2 .M
8/24/2007 6:28:16 PM
Instrument 5

07030 sim-cj
Chris Johnston

DB-ALCZ2
vial # 34
= N w B (413 ] ~
g 8 g g g g g 3
T N S T R S R GRS G
| L
| g
o
o 7L >
3
| — 1.116 - ethanol S
- (S
£
O
[
=t
1.958 - n-propanol ?
3
o
(=)
1 ethanol 747 1.116
2 n-propanol 1590 1.958
Totals:
Correlation: 1.00000 !
‘Area Ratio ;
1.25 -
ethanol 0.100 g/100ml

T [

0 0.2

Correlation: 1.00000
'Area Ratio v
11.000
08 -
06
s P
0.2 e

1,000

: Amg,un,t_Batié

-

n-propanol 1.000 ¢g/100ml

T T T T T

0

.05 .. . AmountRatig

i
|

() 926797




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCOZ2.M

8/24/2007 6:33:07 PM
Instrument 5
DB-ALC2

07030 sim-cj
Chris Johnston

vial #

35

0

i

S0

S R
11 F
i
1
!
i

1.116 - ethanol

1.958 - n-propanol

05£4SE0\"OYZ28040) 'Y LAl

1 ethanol
2 n-propanol

Totals:

Correlation: 1.00000

’AmaRmm_

ESTEY)

1.25

wdarsndicn

-

0.75 -
0.5 -
0.25 -
oy

FUREEOTE

SERENNRR)

752 1.116
1575 1.958

Correlation: 1.00000
Area Ratio -

21.000
0.8 -

0.6 -
0.4 -
0.2 - -

T T

0.2 Amount Ratig

i

1,000

¥ T T T T ‘
d

Amount Ratic

ethanol 0.102 g/100ml

n-propanol 1.000 g/100ml

(}J q9.26-07




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\RPCHEM\1\METHODS\BLDALCOZ2 .M

3/24/2007 6:36:49 PM
Instrument 5

07030 sim-cj
Chris Johnston

DB-ALCZ2
vial # 36
- N w E-S [4)] [22] =~

o =] o o o =) o o g

AT S ¢ R S S S S G
)
| g
o >
(6] % r
} c
M 1.117 - ethanol S
. g
S
9}
[
! 8
— 1.959 - n-propanot &
N = il
3 &
=3 (=]

# Compound Area RT
1 ethanol 806 1.117
2 n-propanol 1663 1.959

Totals:

Correlation: 1.00000

‘Area Ratio -

ethanol

Correlation: 1.00000
Area Ratio !

T

0z

v ¥

Amount Ratio

n-propanol

0.104 g/100ml

1.000 g/100ml

GJ 7,26«07




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCOZ2 .M
8/24/2007 6:40:16 PM

() 4-26-¢7

07030 sim-cj

Instrument 5 Chris Johnston

DB-ALCZ2
vial # 37
- N [ Y 4.3 [92} ~
o o o [=) =] o o '§’>
T S . S . S-S
: il
i 0
[e] | -
St >
1 s
T 1.116 - ethanol S
- R
1 £
i L 1.958 - n-propanol ‘3
I\J\ T ! 3
# Compound Area RT
1 ethanol 754 1.116
2 n-preopanol 1578 1.958

Correlation: 1.00000

‘Area Ratio

1.25 4
13

0.75 - ethanol

0.102 g/100ml

Correlation: 1.00000
-Area Ratio ]

11.000
0.8 -

0.6 -
0.4 =

024 -~ :

0 0.5 Amount Ratig

n-propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO2 .M cq q. .
8/24/2007 6:45:09 PM 07030 sim-cj VAR
Instrument 5 Chris Johnston
DB-ALCZ2
vial # 38
- Ny w N [4)] [o] ~
=3 Qo [=} o =) o o °
i ... .. 2 ... 2. 0 ..
n
9
2 >
=
e 1.116 - ethanol S
s (]
! E
i O
| o
! S
L 1.958 - n-propanol &
~ B
33 i [0
=) L=
# Compound Area RT
1 ethanol 769 1.116
2 n-propanol 1611 1.958
Totals

‘ Correlation: 1.00000
Area Ratio 3
1

ethanol 0.102 g/100ml

T T T T T T Y

0 . .....02 _ Amount Ratig

n-propanol 1.000 g/100ml

ol 1,000

B A 3 T T T

. ]
0 05 . Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCOZ2 .M
8/24/2007 6:48:49 PM
Instrument 5

0.10 Control CJ
Chris Johnston

DBR-ALC2
vial # 39
- N w Y [$)] [2)] ~
o (=] =] [ (o] [} o R
o S o =} <]:~ =] o o pd
oo Lo v v T Ty TR ST T v v o T Ty
n
g
g L >
f .
b 1.115 - ethanol S
g
il X
: o
| S
&F 1.958 - n-propanol 8
N - m
3 &
5 { [=]
# Compound Area RT
1 ethanol 745 1.115
2 n-propanocl 1600 1.958

Correlation: 1.00000 T i

>
=
®
®
Py
o
<)

1.25

ethanol

SRSPRUFTRES SRTNY PURE)

0.75
05 _;50.466

0.25
0 al/

0 N -

ERSRY

-

n
o
-
o

R =

Amount Ratio

Correlation: 1.00000
_‘Area Ratio

11.000
0.8 -

0.6
0.4

n-propanol

0.2~ - '
0 7 1.000:

i T T T T T T ]

__Amount Ratio

0.100 g/100ml

1.000 g/100ml

(i 4.26-¢7




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO2 .M

8/24/2007 6:52:23 PM
Instrument 5
DB-ALC2

blank
Chris Johnston

vial # 40

go.__“

1.958 - n-propanol

00¥40¥0\OP280.0) 'V LdId

1 ethanol

2 n-propanol

Totals:
Correlation: 1.00000
Area Ratio

1.25

o
3

o
N @
[STE SIS T RN

0 0.000

i

o ﬁK T N O T

Correlation: 1.00000
Area Ratio |

11.000

0.8 -

0.6
0.4 4
0.2

0_4

T
0.2

T T

Amount Ratig

1,000

0 08

—t
__Amount Ratio

ethanol

n-propanol

0.000 g/100ml

1.000 g/100ml

G 9267




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M

8/28/2007 10:08:46 AM 0.10 con al
Instrument 1 alouis
DB ALC 1
vial # 10
- N W B (931 [¢)] ~
o Q [ o (@} o o °
< N . . ... . 7. . . .
o
Q
& >
[ 3
s 1.077 - Ethanol Q
b S
| >
P
.'[ 6
| v 1.767 - n-Propanol 5
I - 1
3 5
) I o
# Compound Area RT
1 Ethanol 1349 1.077
2 n-Propancl 3054 1.767
Tot
Correlation: 0.99997
{Area Ratio 2
3 A
1.25 § 3
14 e
0.75 3 2
: 40 442 A Ethanol 0.098 g/100ml
0.53%.774 . 1e
+
0254 7
0 10.098
b T r T 7 T T
0 0.2Amount Ratio
Correlation: 1.00000
A io 7 A
(Area Ratxot ____________________________________ e
i 711.000 3
0.8 e -
0.6 ; _
04 n-Propanol 1.000 g/100ml -
0.2 e B ' ’

’ 1
0 Amount Ratio M

e
2N




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M )
8/28/2007 1:16:58 PM 07030a
Instrument 1 alouis

DB ALC 1
vial # 19

S0

1.077 - Ethanol

TﬁAw* 1.768 - n-Propanol

0614610\2v8280.0) 'V LI

LI
!
4

1 Ethanol 1231 1.077
2 n-Propanol 2728 1.768

L
N

0.755 F ' Ethanol 0.101 g/100ml

; . . .
0 0.2 Amount Ratig

Correlation: 1.00000

] J,/'ﬁ i n-Propanol 1.000 g/100ml

- 1.000

T T

0 Amount Ratio z

&5

SR




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M
8/28/2007 1:20:03 PM
Instrument 1

DB ALC 1

07030b
alouis

20

—00€

1.077 - Ethanol

1.769 - n-Propanol

0024020\2v8280.0) 'V LAl

1 Ethanol
2 n-Propanol

Correlation: 0.99997

Area Ratioi /+//

1.25 73
14
0.75 P

Q5€0455 P

0254 -~
03 el B
0 0.2Amount Ratio

Correlation: 1.00000
Area Ratio -

1.000'

i " T T
0 Amount Ratio

1269 1.077
2790 1.769

Ethanol

n-Propanol

M

4

25

3

0.101

1.000

£

g/100ml

g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO .M
8/28/2007 1:23:08 PM 07030c¢
Instrument 1 alouils

DB ALC 1
vial # 21

00}
-002
-00€
;0017
008G
—009

S0
|

0124120\2v8280.40) 'V idld

{
|
i
5{ 1.077 - Ethanol
( 1.769 - n-Propanol
f
I

# Compound Area RT

1 Ethanol 1292 1.077
2 n-Propanol 2843 1.769

Correlation: 0.99997
Area Ratio 3
1,253 3
1 B

"0 2-0;4,55.,1 - A Ethanol 0.101 g/100ml

0254
ol oo o
0 0.2 Amount Ratio

N

Correlation: 1.00000

| Area Ratio ] A

] o n-Propanol 1.000 g/100ml .

17 1.000'

T T i i
0] Amount Ratio)




WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\1\METHODS\BLDALCO .M
8/28/2007 1:26:12 PM 070304
Instrument 1 alouis

DB ALC 1
vial # 22

S0

L 1.077 - Ethanol

— 1.769 - n-Propanol

0224220\2v8¢80.0) 'V 1aid

i
!

1 Ethanol 1296 1.077
2 n-Propanol 2851 1.769

Correlation: 0.99997
Area Ratio
1.25 L
1 . -

0.75 Ethanol 0.101 g/100ml

Area Ratio _ P
31.000 2
0.8 4 7

0.6- - :
0.4 T g n-Propanol 1.000 g/100ml

024
04"

| T T T T

i
0 Amount Ratio

1.000'




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M
8/28/2007 1:29:17 PM
Instrument 1

DB ALC 1

07030e
alouis

vial # 23

1.077 - Ethanol

1.768 - n-Propanol

i
|
=

0£24£20\2v8280.20) 'V LQld

# Compound

1 Ethanol 1330 1.077
2 n-Propanol 2923 1.768

Correlation: 0.99997

Area Ratio =
1.25 3

1

0.75 AT Ethanol

Wk

. , : .
0 0.2 Amount Ratio

Correlation: 1.00000
Area Ratio J -

31.000
0.8 -

0.6 -

0.4 T

0.2
O _:.// ' ‘ i ‘ [

0 Amount Ratig

n-Propanol

-~ 1.000'

M-

UGV

/)D

0.101 g/100ml

1.000 g/100ml

/,
H
<?7>




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO.M
8/28/2007 3:10:22 PM 07030-1
Instrument 4 Lisa Noble

DB-ALCL
vial # 57

Mo
cTOo106bSY

1.007 - Ethanol

| 1.663 - n-Propanol

0/54250\N1828020) 'V 1LQid

# Compound Area RT

1 Ethanol 685 1.007
2 n-Propanol 1646 1.663

Totals:

Correlation; 0.99999

Area Ratio ]

Ethanol 0.099 g/100ml

i %\ 9 (23[9

0 0.2 Amount Ratig

Area Ratio ]

11.000
0.8

0.6

0.4 4

0.2
or L

0 0.5 Amount Ratig

n-Propanol 1.000 g/100ml

1,000 |




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M

8/28/2007 3:13:38 PM 07030-2
Instrument 4 Lisa Noble
DB-ALC1
vial # 58
- [N [ ] E-N [4;] [o2] ~
o (=] o o [} o o o g
A S P S ST SIS ST S
|
g
& >
=)
L 1.008 - Ethanol S
0
N
[0}
-
) 1.664 - n-Propanol g
— ' §
3 &
5 o
# Compound Area RT
1 Ethanol 725 1.008
2 n-Propanocl 1693 1.664
Totals

Correlation: 0.99999

Area Ratio 3
1.2

1

064y,
0.4
0.2

T
0 0.2

Amount Ratig

Area Ratio ]

11.000
0.8

0.6
0.4

02+

1.000

I
Amount Ratiog

Ethanol

n-Propanol

0.102 g/100ml

//[. g(25]07

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M
8/28/2007 3:16:49 PM 07030-3
Instrument 4 Lisa Noble

DB-ALC1
vial # 59

1.008 - Ethanol

1.664 - n-Propanol

0654650\N1828020) 'V QI

# Compound Area RT

1 Ethanol 734 1.008
2 n-Propanol 1712 1.664

Totals:

! Correlation: 0.99999
Area Ratio E

Ethanol 0.102 g/100ml

0_ 20.102 % a(25107)

0 0.2 Amount Ratio

Area Ratio ]

11,000
0.8 4
0.6

n-Propanol 1.000 g/100ml

0.4 -

024
o T T T

0 0.5 Amount Ratig

1.000 |




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

8/28/2007 3:20:02 PM 07030-4
Instrument 4 Lisa Noble
DB-ALC1
vial # 60
- N w B [$,] )] ~
o g g g 2 g g 8 3
T S er % v o 2T
|
g
2 >
g
= 1.008 - Ethanol §
[+
-
i pd
1.663 - n-Propanol 2
- %
3 3
= o
# Compound Area RT
1 Ethanol 715 1.008
2 n-Propanol 1694 1.663
Totals:

Correlation: 0.99999

Area Ratio
1.2

13
0.8

Ethanol

Amount Ratig

Area Ratio ]
11.000
0.8 -
0.6
0.4
0.2

0

n-Propanol

1.000

e
Amount Ratig

0.100 g/100ml

1.000 g/100ml

% 0{/1(/°7




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M

8/28/2007 3:23:14 PM 07030-5
Instrument 4 Lisa Noble
DB~ALC1l
vial # 61
—- N w H [4)] (2] ~
[ [«] o o (= =] [=] ’g
e . ... ... .. ... .. T
T
9
s >
=]
] 1.007 - Ethanol )
= o
[o2]
| -y
] <
1.663 - n-Propanol 2
— 2
3 o
3 o
# Compound Area RT
1 Ethanol 696 1.007
2 n-Propanol 1654 1.663
Totals:
Correlation: 0.99999
Area Ratio

1.2

1
0.8
0.6
0.4
0.2

Ethanol 0.100 g/100ml

zsz Qsz/W7

T . T
0 0.2 Amount Ratio

Area Ratio ]

11.000
0.8 1

0.6

0.4

0.2 4
o L

0 0.5 Amount Ratio

n-Propanol 1.000 g/100ml

1.000




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

8/28/2007 3:28:48 PM BLANK
Instrument 4 Lisa Noble
DB-ALC1
vial # 62
=} S 8 5 3 3 S °
. S S . S, SR SN SN

S0
I

) 1.663 - n-Propanol

0294280\N1828020) 'V LQId

# Compound Area RT
1 Ethanol 0 0.000
2 n-Propanol 1698 1.663
Totals

Correlation: 0.99999
Area Ratio
1.2 3
1

g-g 2 Ethanol 0.000 g/100ml

0.4 1

o2 %’ﬁ{zf/07
0 " 02 Amow '

Amount Ratio

Correlation: 1.00000
Area Ratio ]
11.000

0.8
0.6-
0.4-
0.2

0 T v ' ' 1 T T T T |
0 0.5 Amount Ratig

n-Propanol 1.000 g/100ml

¢
¢

1,000 |




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M
8/28/2007 3:32:02 PM 0.10 CONTROL LN
Instrument 4 . Lisa Noble

DB-ALCL
vial # 63

1.008 - Ethanol

1.664 - n-Propanol

0€94E90\N18280.0) 'V LAl

# Compound Area RT

1 Ethanol 672 1.008
2 n-Propanol 1645 1.664

'Totals:

Correlation: 0.99999
Area Ratio

Ethanol 0.097 g/100ml

%. 6]/7_'7/°7

T T T

0 0.2 Amount Ratig

Correlation: 1.00000
Area Ratio ]

n-Propanol 1.000 g/100ml

1.000

0 0.5 Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO.M
8/29/2007 12:55:03 PM SIM 07030 A
Instrument 4 Brianne E. Akins
DB-ALC1

vial # 61

G0

1.010 - Ethanol

1.667 - n-Propanol

0194190\¥g96280.0) 'V Lald

uw
i

# Compound Area RT

1 Ethanol 741 1.010
2 n-Propanol 1722 1.667

Totals:

Correlation: 0.99998
Area Ratio

1.2

1
0.8
0.6
0.4
0.2

Ethanol 0.099 g/100ml

0 0.2 Amount Ratio

Correlation: 1.00000
AreaRatio § -

n-Propanol 1.000 g/100ml

1.000

T ¥ T T T T T T T

i
0 0.5 Amount Ratig

(Mibvation dadacin
(oce E\\c ST U706590 -

o~




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

8/29/2007 12:58:23 PM
Instrument 4

SIM 07030 B
Brianne E. Akins

DB~ALC1l
vial % 62
— N (&3] B (4] [o23 ~
(= [« o [=) o o o g
.. ..., . ... ... .. . .2 . 2, 2T
|
g
g__ P
S
] 1.010 - Ethanol S
o0
N
©
@
] >
1.667 - n-Propanol 2
N
i
3 0
5 [s)
# Compound Area RT
1 Ethanol 746 1.010
2 n-Propanol 1713 1.667
Totals:

Correlation: 0.99998
Area Ratio

Ethanol

0.2 Amount Ratig

Area Ratio ]
11.000
0.8
0.6
0.4
0.2

0

n~-Propanol

1.000

0 . 0.5

Amount Ratio

0.101 g/100ml

1.000 g/100ml



WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M

8/29/2007 1:01:44 PM
Instrument 4

SIM 07030 C
Brianne E. Akins

DB-ALC1
vial # 63
= N (5] H [4;] [o)] ~
o =] o [=] o o o 'g
LT S o N ST SR SR SR SIS
-n
g
o - >
3
| 1.010 - Ethanol S
[+:]
N
[{e}
m
J >
1.667 - n-Propanol =]
w
i)
3 *
3 o
# Compound Area RT
1 Ethanol 718 1.010
2 n-Propanol 1664 1.667
Totals:

Correlation: 0.99998

Area Ratio

I P

Y
Do -~ N

Py
IS ITER P IS AT AT Y

O O oo

onN

Ethanol 0.100 g/100ml

o
o
N

Amount Ratio

Area Ratio ]

11.000
0.8

0.6
0.4
0.2

0]

n-Propanol 1.000 g/100ml

1.000

0 0.5

Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M
8/29/2007 1:05:03 PM SIM 07030 D
Instrument 4 Brianne E. Akins

DB-ALCL
vial # 64

S0

1.010 - Ethanol

1.667 - n-Propanol

0v94+90\vg6280.0) ‘Y LAl

U
|

# Compound Area RT

1 Ethanol 741 1.010
2 n-Propanol 1707 1.667

Totals:

Correlation: 0.99998

Area Ratio

-

Ethanol 0.100 g/100ml

D o N
P Y TR P P Y T PR

ocooo
NS

oN

Amount Ratio

o
©
[N}

Area Ratio ]

31.000
0.8

0.6

0.4

0.2-
0 T v v ’ f ¥ 7 T v i

0 0.5 Amount Ratig

n-Propanol 1.000 g/100ml

1.000

g9/




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO.M
8/29/2007 1:08:22 PM
Instrument 4

SIM 07030 E
Brianne E. Akins

DB-ALC1
vial # 65
—_ N [$] P [4)] [2] ~!
o o o o o (=] o o t)’>
T SR S SR o AT T S SR
I
g
& >
S
] 1.010 - Ethanol S
0
0
o
N >
1.667 - n-Propanol g
(3,
il
E &
= o
# Compound Area RT
1 Ethanol 738 1.010
2 n-Propanol 1713 1.667
Totals:
Correlation: 0.99998
Area Ratio
12
1
0.8 Ethanol 0.100 g/100ml
0.6
0.4

Area Ratio ]

11.000
0.8 -

0.6
0.4
0.2

04

1.000
T T T T ' T T T T T

i
Amount Ratig

n-Propanol 1.000 g/100ml

o\




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M
8/29/2007 1:11:45 PM 0.10 CONROL-BA
Instrument 4 Brianne E. Akins

DB-ALC1
vial # 66

1.009 - Ethanol

1.667 - n-Propanol

0994990\v€6280.0) ‘v L QI

# Compound Area RT

1 Ethanol 720 1.009
2 n-Propanol 1715 1.667

Correlation: 0.99998
Area Ratio

1.2

0.8 Ethanol 0.097 g/100ml

0 0.2 Amount Ratio

Area Ratio ]

q1000
0.8 -
0.6
0.4

0.2

n-Propanol 1.000 g/100ml

1,000

T
0 0.5 Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO.M
8/29/2007 1:20:27 PM BLANK
Instrument 4 Brianne E. Akins

DB-ALC1l
vial # 67

S0

1 1.668 - n-Propanol

0294/90\vg96280£0) ‘¥ LAl

uw
i

# Compound Area RT

1 Ethanol 0 0.000
2 n-Propanol 1720 1.668

Totals:

Correlation: 0.99998

Area Ratio 3
1.2

14

0.8 7 2 Ethanol 0.000 g/100ml

0.6

0.4 1

0.2

0 —E T T T [ T T

0 0.2 Amount Ratio

Correlation: 1.00000

Area Ratio ]

11.000
0.8 1

0.6
0.4

02 ,
o T

0 0.5 Amount Ratio

§ n-Propancl  1.000 g/100ml

'
'
'
'
'
'
'
)




Sequence: C:\HPCHEM\ 1\ SEQUENCE\ABCAL. S

Sequence Parameters:

Operator: A. Black
Data File Naming: Prefix/Counter
Signal 1 Prefix: SIG1

Counter: 0001
Signal 2 Prefix: SIG2

Counter: 0001
Data Directory: C:\HPCHEM\ 1\DATA\
Data Subdirectory: 070829AB
Part of Methods to run: According to Runtime Checklist
Barcode Reader: not used
Shutdown Cmd/Macro: none

Sequence Comment:

Sequence Table (Front Injector):

Method and Injection Info Part:

Line Location SampleName Method Inj SampleType InjVolume DataFile

1 Vvial 1 BLANK BILDALCO 1 Sample

2 Vial 2 0.079 CAL BLDALCO 1 Calib

3 Vvial 3 0.158 CAL BLDALCO 1 Calib

4 Vial 4 0.316 CAL BLDALCO 1 Calib

5 Vvial 5 BLANK BLDALCO 1 Sample

6 Vial 6 0.02 STD BLDALCO 1 Sample

7 Vial 7 0.04 MIX VOL 1 Calib

8 Vial 8 0.08 MIX VOL 1 Calib

9 Vvial 9 0.04 CONTROL-AB BLDALCO 1 Ctrl Samp
10 Vvial 10 0.10 CONTROL-AB BLDALCO 1 Ctrl Samp
11 vVvial 11 0.20 CONTROL-AB BLDALCO 1 Ctrl Samp
12 Vvial 12 BLANK BLDALCO 1 Sample

13 Vvial 13 SIM 07030-1 BLDALCO 1 Sample

14 vVvial 14 SIM 07030-2 BLDALCO 1 Sample

15 Vvial 15 SIM 07030-3 BLDALCO 1 Sample

16 Vvial 16 SIM 07030-4 BLDALCO 1 Sample

17 vVvial 17 SIM 07030-5 BLDALCO 1 Sample

18 Vial 18 0.10 CONTROL-AB BLDALCO 1 Ctrl Samp
19 Vial 19 BLANK BLDALCO 1 Sample
20 Vial 20 SIM 07031-1 BLDALCO 1 Sample
21 Vial 21 SIM 07031-2 BLDALCO 1 Sample
22 Vial 22 SIM 07031-3 BLDALCO 1 Sample
23 Vvial 23 SIM 07031-4 BLDALCO 1 Sample

24 Vial 24 SIM 07031-5 BLDALCO 1 Sample

25 Vvial 25 0.10 CONTROL-AB BLDALCO 1 Ctrl Samp
26 . Vial 26 BLANK BLDALCO 1 Sample

27 Vial 27 SIM 07032-1 BLDALCO 1 Sample
28 Vial 28 SIM 07032-2 BLDALCO 1 Sample
29 Vvial 29 SIM 07032-3 BLDALCO 1 Sample

30 Vial 30 SIM 07032-4 BLDALCO 1 Sample

31 Vvial 31 SIM 07032-5 BLDALCO 1 Sample 0“%
32 Vial 32 0.10 CONTROL-AB BLDALCO 1 Ctrl Samp ‘ L™ /
33 Vial 33 BLANK BLDALCO 1 Sample :

Sequence Table (Back Injector):

Instrument 1 8/29/2007 1:47:32 PM A. Black




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ l\METHODS\BLDALCO .M

8/29/2007 2:03:18 PM BLANK

Instrument 1 A. Black
DB ALC 1

S0
i

’ - 1.768 - n-Propanol

0001915\av6280.0) 'V LAl

Ui
|
—

1 Ethanol 0 0.000
2 n-Propanol 2814 1.768

i Correlation: 0.99997
‘Area Ratio =
{ 1.25 -

FEEENUE Y
w

-
vdieeda

S
~
o

)
PN

Ethanol 0.000 g/100ml

o

o 9t
(S0 ]
[
e

[e]
o

T ; :
0.2 Amount Ratio

o

Correlation: 1.00000
Area Ratio ]

0.8
0.6-
0.4 7

Co02d T §
0 | ]1.0005
0 Amount Ratio

n-Propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M

8/29/2007 2:06:23 PM
Instrument 1
DB ALC 1

0.079 CAL
A. Black

vial #

2

—001

1.077 - Ethanol

1.768 - n-Propanol

0001915\dv6280£0) ‘v LAl

'l Ethanol
2 n-Propanol

953 1.077
2680 1.768

: Correlation: 0.99997
‘Area Ratio
1.25

sodinndas

-
t

Ethanol

T . T T T
0 0.2Amount Ratio

Correlation: 1.00000

Area Ratio 3

11.000
0.8-

0.6-
0.4-
0.2

0

n-Propanol

1.000°

0

T

|
Amount Ratio

0.079

1.000

g/100ml

g/l00ml




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M
8/29/2007 2:09:28 PM
Instrument 1

DB ALC 1

0.158 CAL
A. Black

vial # 3

1.077 - Ethanol

1.768 - n-Propanol

000191$\aVv6280.0) 'V LGl

1 Ethanol 1933 1.077
2 n-Propanol 2697 1.768

! Correlation: 0.99997

|
iArea Ratio 5
L 1254 73
; 1
‘ 0.75 501,7,1,,7. ........... %
0.5 _
0.254
03~ ( ‘ ] . .
0 0.2Amount Ratig

Ethanol

10.160

Correlation: 1.00000

Area Ratio ] -

31.000
0.8 L

0.6
0.4
024
o4~
0 Amount Ratio

n-Propanol

1.000:

0.160 g/100ml

1.000 g/l00ml




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCOC .M

8/29/2007 2:12:33 PM
Instrument 1
DB ALC 1

0.316 CAL
A. Black

vial # 4

—-001
—00¢

—00€

~009

—004
d

1.077 - _Ethanol

1.768 - n-Propanol

0001915\aV6280.0) 'V LAl

1 Ethanol
2 n-Propanol

3848 1.077
2720 1.768

%Area Ratog
1.25 ~ 1415 //,/
? 0.75- 2
; 0.5 1.~
0.25 -
0=,

0.315!

Ethanol

i

‘ : ‘ :
0 0.2Amount Ratio

Correlation: 1.00000
Area Ratio ]

0.8-
0.6
0.4
024
0

1.000'

n-Propanol

T T T

‘ T
0 Amount Ratio

0.315 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO .M
8/29/2007 2:15:37 PM
Instrument 1

DB ALC 1

BLANK
A. Black

vial # 5

~001

S0

1.768 - n-Propanol

0001915\8Vv6280.0) ‘v 1Al

1 Ethanol 0 0.000
2 n-Propanol

Correlation: 0.99997

2 .-
075 A Ethanol

dhradaaali

T : .
0.2Amount Ratig

o

Correlation: 1.00000
Area Ratio 3 -
Tiooo T 1
0.8 /
; 0.6- -
| 0.4
0.2-

n-Propanol

1.000

; 0+~

! 0

? I
Amount Ratig

0.000 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO .M
8/29/2007 2:18:42 PM
Instrument 1

DB ALC 1

0.02 STD
A. Black

vial # 6

—~00.
yd

1.768 - n-Propanol

0001 91S\8V628020) 'V 1AId

1 Ethanol 245 1.076
2 n-Propanol 2714 1.768

Correlation: 0.89997

Area Ratio 4
1.25

1

0.75

2
A Ethanol

0.5
0.25
0

vl b b b liald

_*

-+ Measured point: (0.020, 0.090)

I
0.2 Amount Ratio)

Correlation: 1.00000

g n-Propanol

17 1.000!

i T T g T
0 Amount Ratio

0.020

g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY
C:\HPCHEM\ 1\METHODS\VOL .M
8/29/2007 2:21:54 PM 0.04 MIX
Instrument 1 A. Black
DB ALC 1
vial # 7
[N N w B (4] D ~
o [} (o] o (e} Q o o
T N T S T N L. )
} o
g
o -L >
JE _____ _0.854 - METHANOL 3
. r:—: ________1.075- ETHANOL Qe
Jr 1.312 - ISOPROPANOL §
1.579 - ACETONE @
; — 1.767 - n-PROPANOL 5
3 - 8
> | o
# Compound Area RT
1 METHANOL 242 0.854
2 ETHANOL 495 1.075
3 ISOPROPANOL 921 1.312
4 ACETONE 1955 1.579
5 n-PROPANOL 2800 1.767
Tot
Correlation; 0.99998
‘rArea Ratio T
} 0.15- 2
o b P
| 0.1-0.086 1
i oo ¥ METHANOL 39.686 mg/dL
0.05 oo
ot 5.39'?86 o
0 50 Amount Ratig
‘ Correlation: 0.99999
;Area Ratio ] ;5 .
0.3
0.2 40.177 1 -
E B ¢ ETHANOL 39.753 mg/dL
014 T
i 39
0 50 Amount Ratig
: Correlation: 0.99998
{Area Ratio ] -
0.6 2
0.4-0.329 1.
Jror ISOPROPANOL 39.687 mg/dL
027
0 _—_/" - ‘:'39.?87 o
0 50 Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\VOL .M
: Correlation: 0.99976
Area Ratio -

1.25- -5

07530698 7

0.5 P
0254
0 —f"/‘ L '141.]016‘ L
0 50 Amount Ratio

Correlation: 1.00000
Area Ratio ]

1,ooo§

T !
Amount Ratig

ACETONE

n-PROPANOL

41.016

1.000

mg/dL

mg/dL




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\VOL.M

8/29/2007 2:24:59 PM 0.08 MIX
Instrument 1 A. Black
DB ALC 1
vial # 8
[
—_ N w B (&) [22] ~
Q o Q o o (@] [ ©
ha ? .. T AT . ST
‘ o
| g
o
o —} >
L _0.854 - METHANOL E
) 1.074 - ETHANOL =
v _ R
— 1.311 - ISOPROPANOL ©
= 1.578 - ACETONE @
‘lr_:_’- 1.767 - n-PROPANOL o
3/ 3
=1 i o
# Compound Area RT
1 METHANOL 485 0.854
2 ETHANOL . 989 1.074
3 ISOPROPANOL 1874 1.311
4 ACETONE 3878 1.578
5 n-PROPANOL 2819 1.767
Tot
Correlation: 1.00000
{AreaRato § e
0.1540.172 T2
0.1 1.7
k A : METHANOL 79.929 mg/dL
0.05 - ;
04 | .79'.929§
0 50 Amount Ratig
Correlation: 0.99999
Area Rato3 .
0.3 _:0.351 3
0.2 1 §
1 ey ; ETHANOL 79.896 mg/dL
0.1 s ;
ol 79.896
—————————
0 50 Amount Ratio
: Correlation: 0.99998
‘AreaRato{ .
0.6 -10.665 : 2
0.4 - 1.7 :
; o ; ISOPROPANOL 80.144 mg/dL
‘ 0.2+ :
S Sl
| 0 50 Amount Ratio




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\VOL .M

Correlation: 0.99996

| Area Ratio .

1.2541.375 2
13 S

0.75 3

05+

0.25-
o4~ T

0 50 Amount Ratio

4o

ACETONE 79.793 mg/dL

79.793!

: Correlation: 1.00000
Area Ratio ] e

11.000 2
0.8 T

0.6
0.4- e
024
o-~

0 Amount Ratio

n- PROPANOL 1.000 mg/dL

1.000:




WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO .M
8/29/2007 2:28:11 PM 0.04 CONTROL-AB
Instrument 1 A. Black
DB ALC 1

vial # 9

~001
002
-00€
-009
o0
»

S0

e 1.077 - Ethanol

')‘r»-- 1.768 - n-Propanol
|
4

0001915\8Vv6280.0) 'V LAl

1 Ethanol 506 1.077
2 n-Propanol 2854 1.768

Correlation: 0.99997
lArea Ratio 3

e
1.25- .

-
bl
\
\
W

. 0754 2.
I . A Ethanol 0.039 g/100ml

1

_.f/l"f/l\/leasured point: (0.039, 0.177)

vl

@

e
o & wm
;

L :
I 0 0.2 Amount Ratio
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M

8/29/2007 2:31:16 PM 0.10 CONTROL-AB
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M

8/29/2007 2:34:21 PM 0.20 CONTROL-AB
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vial # 11
- N w B w [22] ~
o [=] &) [«3 (=] o [«3 °
. ... Y P T 7. LT 2
! hus}
| o
o | >
o >
r S
pel <
1L 1.076 - Ethanol
| R
4 (o]
l $
Iy to
qr - 1.768 - n-Propanol %
1y T é‘
5 =
# Compound Area RT
1 Ethanol 2405 1.076
2 n-Propanol 2708 1.768
Tot

Correlation: 0.99997

Area Ratio 3 -
1.25

15
0'07:’20'888 A Ethanol 0.198 g/100ml
0255

047 S

0 0.2Amount Ratio

Area Ratio ] -

e R

0.8
0.6
0.4
024 7 §
0l | | ‘1Aooo;
0 AmountRéﬁQ

n-Propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS \BLDALCO .M

8/29/2007 2:37:26 PM ) BLANK
Instrument 1 A. Black
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS \BLDALCO.M
8/29/2007 2:40:30 PM SIM 07030-1
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M

8/29/2007 2:43:35 PM
Instrument 1
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SIM 07030-2
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WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO.M
8/29/2007 2:46:40 PM SIM 07030-3
Instrument 1 A. Black
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WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO.M

8/29/2007 2:49:45 PM SIM 07030-4
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M

8/29/2007 2:52:50 PM SIM 07030-5
Instrument 1 A. Black
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M
8/29/2007 2:55:55 PM 0.10 CONTROL-AB
Instrument 1 A. Black

DB ALC 1
vial # 18
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WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO .M

8/29/2007 2:58:59 PM BLANK
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WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO .M
8/30/2007 7:16:21 AM . BLANK
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M
8/30/2007 7:19:26 AM ' 0.079 CAL1
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M

8/30/2007 7:22:31 AM
Instrument 1
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M
8/30/2007 7:25:35 AM
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WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO .M
8/30/2007 7:44:19 AM 0.100 CTRL-NN
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M

8/30/2007 10:16:59 AM Sim 07030-1
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M

8/30/2007 10:20:04 AM Sim 07030-2
Instrument 1 N Nuwayhid, PhD
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M

8/30/2007 10:23:09 AM Sim 07030-3
Instrument 1 N Nuwayhid, PhD
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M

8/30/2007 10:26:14 AM Sim 07030-4
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO .M
8/30/2007 10:29:18 AM
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WASHINGTON STATE TOXICOLOGY LABORATORY

C:\HPCHEM\ 1\METHODS\BLDALCO.M

8/30/2007 10:32:23 AM 0.10 Ctrl-NN
Instrument 1 N Nuwayhid, PhD
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WASHINGTON STATE TOXICOLOGY LABORATORY

C: \HPCHEM\ 1\METHODS\BLDALCO .M
8/30/2007 10:35:28 AM Blank
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WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO.M
9/17/2007 9:55:08 AM 07030 SIM SOLN
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WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

9/17/2007 10:07:28 AM 07030 SIM SOLN
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WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M
9/17/2007 10:11:02 AM
Instrument 4
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WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO.M
9/17/2007 10:14:29 AM 07030 SIM SOLN
Instrument 4 ' m pemberton
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WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M

9/17/2007 10:18:02 AM
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- N w B 142 [02] ~
[= 8 [} 8 [=3 (= [=] g
e, . ... .. 2 ... .. 2 .. ... 2 .7
n
g
o
pra P
] 1.013 - Ethanol 3
o
<
~
| =
1.673 - n-Propanol 3
8
~ 2
3 X
= o
# Compound Area RT
1 Ethanol 651 1.013
2 n-Propanol 1486 1.673
Totals:

Correlation: 0.99999
Area Ratio

i

; 12

Ethanol 0.101 g/100ml

Amount Ratig

Correlation: 1.00000

Area Ratio ]

11.000
0.8
0.6
0.4
0.2

0 _:

n-Propanol 1.000 g/100ml

1,000

T T T

f
Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M

9/17/2007 10:21:34 AM 0.10COnmpa048730

Instrument 4

m pemberton

DB-ALC1 .
vial # 25
- [he] w P [¢)] [22] =~
g g g g g g g 3
S SN 4 ... .. . ... ... T
a
g
& >
] 1.014 - Ethanol 3
o
L
=
l 1.673 - n-Propanol T
I
> &
3 &
= o
# Compound Area RT
1 Ethanol 674 1.014
2 n-Propanol 1573 1.673
Totals:

Correlation: 0.99999
Area Ratio

Amount Ratig

Area Ratio 1

11,000
0.8

0.6
0.4
0.2

0]

1.000

T T

i
Amount Ratio

Ethanol

n-Propanol

0.099 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO.M
9/17/2007 10:25:04 AM BLK
Instrument 4 m pemberton

DB-ALC1
vial # 26

1.673 - n-Propanol

D9Z49Z0\dW.16020) 'V LQId

# Compound

1 Ethanol 0 0.000
2 n-Propanol

Totals:

g Correlation: 0.99999
Area Ratio 3

1.2

14
0.8 2
0.6
0.4 ]
0.2

0 ‘ ’ . : : ‘
0 0.2 Amount Ratig

Ethanol 0.000 g/100ml

Correlation: 1.00000

Area Ratio ]

11.000
0.8+

0.6

0.4
0.2

n-Propanol 1.000 g/100ml

0~

1.000

05

i
Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

9/17/2007 8:29:49 AM
Instrument 4

BLANK

m pemberton

DB-ALC1
vial # 1
— N w H w [22] ~
[= [=] =1 [=) o [=} o ©
S S P S o L A SN S
o
g
o
(LI >
=
N ~!
o
<L
~
1 =
1.674 - n-Propanol T
}ff <3
=4
N = T
E 2
3 o
# Compound Area RT
1 Ethanol 0 0.000
2 n-Propanol 1538 1.674

Amount Ratig

Correlation: 1.00000
Area Ratio ]

11.000
0.8+

0.6
0.4
0.2

04

1.000

T T T

Amount Ratig

Ethanol 0.000 g/100ml

n-Propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCC.M

9/17/2007 8:33:22 AM 0.079 CAL
Instrument 4 m pemberton
DB-ALC1
vial # 2
3 S & 8 3 3 3 ©
(=} =} (=) o o =) =] [=) >
e o T T R S o T T T ol
il
Q
5L >
1.014 - Ethanol g
'\_},ﬁ Q
e
~
4 =
1.674 - n-Propanol T
- g
o S
El 2
3 o
# Compound Area RT
1 Ethanol 507 1.014
2 n-Propanol 1486 1.674

Amount Ratig

Area Ratio ]

0.8
0.6
0.4
0.2

04

1.000

1.000'

T T T T T

T T T

Amount Ratig

Ethanol

n-Propanol

0.078 g/100ml

1.000 g/100ml

Al




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO .M
9/17/2007 8:36:54 AM 0.158 CAL
Instrument 4 m pemberton

DB-ALC1
vial # 3

1.014 - Ethanol

i 1.674 - n-Propanol

DEOAEO0NINZ L60.20) 'V LA

# Compound Area RT

1 Ethanol 1000 1.014
2 n~Propanol 1462 1.674

Totals:

Correlation: 0.99998

Area Ratio

Ethanol 0.157 g/100ml

10.157

| T T T T T

T
0 0.2 Amount Ratio

Correlation: 1.00000

Area Ratio ]
31.000

0.8 H
0.6

0.4

n-Propanol 1.000 g/100ml

1,000 |

T T T T T T T T T

i
0 0.5 Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M
9/17/2007 8:40:23 AM : 0.316 CAL
Instrument 4 m pemberton

DB-ALC1
vial # 4

1.014 - Ethanol

1 1.674 - n-Propanol

DPO3r00\dIN.1L60.0) ‘Y LGId

# Compound Area RT

1 Ethanol 2138 1.014
2 n-Propanol 1555 1.674

Totals:

Correlation: 0.89999

Area Ratio

1.375

Ethanol 0.316 g/100ml

0.3161
I ' - T T ; —

0 0.2 Amount Ratig

n-Propanol 1.000 g/100ml

1,000

i
0 0.5 Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\1\METHODS\BLDALCO.M
9/17/2007 B:43:50 AM
Instrument 4

BLKmp
m pemberton

DB-~ALC1
vial # 5
— N w & (3.3 [o)] ~
o =3 o o [=} [« [« hd
. . ... ... .. . . .2 0 . . .
|
Q
(]
o L >
G
i ~
(o]
<
~
i =2
1.674 - n-Propanol )
— <]
Q
> 2
3 5
=1 o
# Compound Area RT
1 Ethanol 0 0.000
2 n-Propanol 1519 1.674
Totals:

Correlation: 0.99999
Area Ratio

Ethanol 0.000 g/100ml

I T T T T T T

Amount Ratig

Area Ratio

11.000
0.8

0.6
0.4

0.2 :
1.000 |

0]
— T T

n-Propanol 1.000 g/100ml

0 0.5

T
Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

.D: \HPCHEM\ 1\METHODS\BLDALCO.M

9/17/2007 8:47:16 AM . 0.02 std
Instrument 4 m pemberton
DB-ALC1
vial # 6
- N w E-S [$,] [o2] ~
o Q [=3 o [®] o (o] ©
AN S SV ST ST AR AL A
ul
Q
o
o L >
3
1k 1.014 - Ethanol §
3
) : 1.674 - n-Propanol %
— ’ =
N 2
3 &
= o
# Compound Area RT
1 Ethanol 132 1.014
2 n-Propanol 1535 1.674
Totals

Ethanol 0.020 g/100ml

Measured point: (0.020, 0.086)

T
0 0.2 Amount Ratig

Correlation: 1.00000

Area Ratio ]

31,000
0.8

0.6-
0.4
0.2

o
0 S 0.5 Amount Ratio

n-Propanol 1.000 g/100ml

1.000'




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

9/17/2007 8:59:39 AM 0.04 mix std
Instrument 4 m pemberton
DB~ALC1
vial # 7
-t N w H [$)] [+)] =
° g 8 g g g g 8 3
PR SRR G SR < SN cE GRS
o
g
b >
0.808 —
j 1.014 - Ethanol §
1.238 o
| 1.492 2
1.674 - n-Propanol T
]
™ o 3
] 3
3 o
# Compound Area RT
1 124 0.808
2 Ethanol 264 1,014
3 502 1.238
4 1046 1.492
5 n-Propanol 1532 1.674
Totals:
Correlation: 0.99999
Area Ratio
1.2
1
0.8 Ethanol 0.040 g/100ml
0.6
0.4
0.2 .
0 Measured point: (0.040, 0.172)
| : ; . | . .
0 0.2 Amount Ratig
Correlation: 1.00000
Area Ratio
0.8
06 n-Propanol 1.000 g/100ml
0.4
0.2 |
0 - 1.9005
0 0.5 - Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO .M

9/17/2007 9:
Instrument 4

03:03 AM

0.08 mix std
m pemberton

DB-ALC1
vial # 8
—a N w EN [4;] [o2] ~
o o o o =) o 8 'g
LT SR AL R G .. ... N SN
ul
g
& >
0.807 —_
_ 1.014 - Ethanol g
1.238 ©
1.491 3
) 1.674 - n-Propanol 3
8
v 2
2 8
= [ ]
# Compound Area RT
1 247 0.807
2 Ethanol 524 1.014
3 1012 1.238
4 2084 1.491
5 n~Propanol 1515 1.674
Totals:

Area Ratio

Correlation: 0.99999

0.2 Amount Ratio

Area Ratio ]
31.000

0.8
0.6
0.4

0.2 5

r Correlation: 1.00000

1,000

0.5

T T T

i
Amount Ratio

Ethanol

n-Propanol

0.080 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\ 1\METHODS\BLDALCO.M

9/17/2007 9:06:37 AM
Instrument 4

0.04conmpa048153
m pemberton

DB-ALC1
vial # 9
- N w H [4)] [+)] ~
Q Q S Q = o [=3 -
SO SN . SR L AN SR
T
9
o >
| 1.014 - Ethanol §
(=]
<
2
| 1.674 - n-Propanol T
3
5] p
5 | 2
# Compound Area RT
1 Ethanol 274 1.014
2 n-Propanol 1581 1.674
Totals:

Correlation: 0.99999

Area Ratio

Measured point: (0.040, 0.174)

T
0.2 Amount Ratio

Correlation: 1.00000

Area Ratio ]

11.000
0.8 4

0.6
0.4
0.2

0]

1,000

Lma— T T T

Amount Ratig

Ethanol

n-Propanol

0.040 g/100ml

1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M
9/17/2007 9:10:10 AM 0.10COnmpa048730
Instrument 4 m pemberton

DB-ALC1
vial # 10

S0

1.014 - Ethanol

] 1.674 - n-Propanol

DO1L40L0\dNZL6020) ‘Y LAl

# Compound Area RT

1 Ethanol 668 1.014
2 n-Propanol 1552 1.674

Totals:

Correlation: 0.99999
Area Ratio

Ethanol 0.099 ¢g/100ml

, . . y , , :
0 . . 0.2 Amount Rati

n-Propanol 1.000 g/100ml

1,000 |

T T T T T T T T T

l
0 0.5 Amount Ratig




WASHINGTON STATE TOXICOLOGY LABORATORY

D: \HPCHEM\1\METHODS\BLDALCO.M

9/17/2007 9:13:43 AM
Instrument 4

0.20conmpal50527
m pemberton

PB-ALC1
vial # 11
- N w » [$.] [o}] ~ -
o o (o] (=} o o [=]
o =] S o =] [=] o ? >
T I s T T e o T 0 T -
1
g
[=)
o P
| 1.014 - Ethanol S
[=]
L
~
i =
1.673 - n-Propanol T
=4
N 3
3 >
3 (o]
# Compound Area RT
1 Ethanol 1415 1.014
2 n-Propanol 1626 1.673
Totals:
Correlation: 0.99999
Area Ratio
1.2
1
0.8 Ethanol 0.200 g/100ml
0.6
0.4
0.2
0

T T

Amount Ratiol

Area Ratio ]
11.000
0.8 1
0.6
0.4

1.000

——
Amount Ratio

n-Propanol 1.000 g/100ml




WASHINGTON STATE TOXICOLOGY LABORATORY

D:\HPCHEM\ 1\METHODS\BLDALCO.M
9/17/2007 9:17:17 AM BLK
Instrument 4 m pemberton

DB-ALC1
vial # 12

) : 1.674 - n-Propanol

PZL4ZL0\dNZE6020) 'Y LAl

# Compound Area  RT

1 Ethanol 0 0.000
2 n-Propanol 1591 1.674

Correlation: 0.99999

Area Ratio 3

-

Ethanol 0.000 g/100ml

cooo -
O N B OO ~N
e et e by feaada e

T T T T T T

o
o
Mo

P
3
Is}
foed
3
=
A
&
=
o

Correlation: 1.00000
Area Ratio. ]

11,000
0.8

0.6
0.4
0.2

R L R A |
0 0.5 Amount Ratio

n-Propanol 1.000 g/100ml

1,000
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