ANASCLINLAR Inteenationa
ACCREDITED LABCRATORY

%&m WASHINGTON STATE PATROL - TOXICOLOGY LABORATORY DIVISION
U 2203 Airport Way S, Suite 360 SEATTLE, WA 98134

EXTERNAL STANDARD SOLUTION TEST REPORT

BATCH REPORT: 15024 CUSTOMER INFORMATION
Washington State Patrol — Breath Test Program
811 East Roanoke SEATTLE, WA 98102

TESTING PROCEDURE USED: TLD Technical Manual, Chapter 4.0 Certification of Simulator Solutions;
Headspace-Gas Chromatography.

TESTING ITEM INFORMATION
TARGET VAPOR CONCENTRATION: 0.08 g/210L IDENTITY: External Standard Solution
DATE PREPARED: 03/20/2015 PREPARED BY: Lyndsey Lowe

BATCH UNITS: g/100mL

LL JLK KH EW CM RF CcsJ AJL
0.100 0.101 | 0.099 0.100 0.100 0.101 0.101 0.100
0.101 0.101 0.099 0.100 0.101 0.102 0.100 0.100
0.101 0.101 0.099 0.101 0.101 0.102 0.101 0.100
0.101 0.101 0.099 0.100 0.101 0.101 0.103 0.101
0.101 0.101 0.100 0.101 0.101 0.101 0.101 0.100
0.100 0.100 0.098 0.101 0.100 0.100 0.101 0.101

OGN -

ETHANOL CONTROL INFORMATION
LOT NUMBER:  FN08051301 EXPIRATION: 10/2018 CONCENTRATION: 0.10 g/100mL

RESULTS OF TESTING
AVERAGE SOLUTION CONCENTRATION: 0.1006 g/100mL PRECISION CV (%): 0.83
STANDARD DEVIATION: 0.00084 NUMBER OF TESTS: 40

EQUIVALENT VAPOR CONCENTRATION: 0.0818 a/210L
EXPANDED UNCERTAINTY: % 0.0028 (k=2, 95.45% confidence interval)

WASHINGTON STATE PATROL - TOXICOLOGY LABORATORY DIVISION

Aradsit JJ2ifis

Lisa Nobleﬁ Forensic Scientist Supervisor DATE REPORT ISSUED
THIS TESTING WAS PERFORM%ID/B¥7
ANALYST NAME SIGNAT, DATE TESTED

LL Lyndsey Lowe %’WV/(M yfz Q  03/20/2015
JLK Justin L. Knoy \ W 03/23/2015
KH Katie Harris oKG\.:ELp W 03/24/2015

EW Elizabeth Wehner 03/26/2015
cM Christie Mitchell-Mata 03/31/2015
RF Rebecca Flaherty 03/31/2015
. _ @]
CcsJ Christopher S. Johnston U // 2 - 04/06/2015
-y ‘
AJL Asa J. Louis s /:,jf - 04/10/2015

This report applies only to the item being tested and shall not be reproduced exéépt in full, without the written approval of
the WSP Toxicology Laboratory Division. Page 1 of 1

ESS_TR Revision: 4 Approved by the State Toxicologist Effective Date: 09/22/14



Washington State Patrol - Toxicology Laboratory Division
ESS Test Report Calculation Record

External Standard Solution Batch #: 15024 Date Prepared: 3/20/2015
Analyst: LL JLK KH EW CM RF csJ AJL
Date Tested: 3/20/2015 312372015 3/24/2015 3/26/2015 3/131/2015 3/31/2015 4/6/2015 4/10/2015
Instrument: HSGC #1 HSGC #1 HSGC #1 HSGC #1 HSGC #1 HSGC #1 HSGC #1 HSGC #1
1 0.100 0:101 0.099 0.100 0.100 0.101 0.101 0.100
2 0.101 . 0.101 0.099 0.100 0.101 0.102 0.100 0.100
3 0.101 B 0.101 0.099 0.101 0.101 0.102 0.101 0.100
4 0.101 0.101 0.099 +-0.100 0.101 0.101 0.103 0.101
5 0.101 0.101 0.100 0.101 0.101 0.101 0.101 0.100
C 0.100 0.100 0.098 0.101 0.100 0.100 0.101 0.101
. CVZCOA CVZExt Solution CVZControl CV2Part Coef . Ethanol Control Lot#  FN08051301
"1570.0000084100  0.0000693231 0.0000979692 0.0001016326 Control Uncertainty {%): 0.29
Average Solution Concentration: 0.1006 g/100mL
Standard Deviation: 0.00084 g/100mL
Precision CV (%): 0.83
- Equivalent Vapor Concentration: 0.0818 g/210L
Combined Standard Uncertainty (£): 0.0014 g/210L
e _ Expanded Uncertainty (): 0.0028 coverage factor (k) =2 (95.45% level of confidence)

Calculations performed by: ‘L(ﬁgv NA“?Q %fﬂbm "7‘/14/' s

Name : Signature i Date
Calculations verified by: A‘y\,\;\(\ S&C\ )"\ @]L\(‘\— /%Z% Lf’/ Y- ( Method: H&u\Q\ LOJW( ag‘il"\:O«’)
.4 L3 \.—dv\\

Name Sigriature 7 Date
Technical review of batch file performed by:
Lisa. Noble %&M TEAR_ ¢[ise/is
Name Signature ) Date

4

ESSTRCalc Revision: 2 Approved by the State Toxicologist Effective Date: 09/22/14



Washington State Patrol Toxicology Laboratory Division

SIMULATOR SOLUTION DATA ENTRY REVIEW

T

Reviewer/s: ,A’Y"\f*f\&&. M. @LLU‘?_/ Date: Y-13 - /S/
Location: \QS'&Q’” LS5 Se cv'\’\’\(.f wA—  Solution Batch Number: /S.O 9“'{

YES / NO N/A

Analysis dates do not precede preparation date:

Declarations signed and properly dated:

0L
10L

Data entry corresponds to all chromatograms:

All signatures present on Test Report:

Average solution concentration correct:

1L
1L

Standard deviation correct:

CV (%) correct:

Equivalent vapor concentration correct:

All chromatograms and sequences included in file:

Ethanol control information present:
" (lot # present & used within expiration)

\ 0800EANAHE

1 O00C
1 000

Complies with accuracy and precision requirements
established by the State Toxicologist:

Comments:

Reviewer Signature: O Date: Y- 17¥ - ){

}6\/

TLD_SSDERev . Revision 2 Approved by the State Toxicologist Effective Date: 11/10/2014



Washington State Patrol Toxicology Laboratory Division

SOLUTION CERTIFICATE REVIEW

Please check that the data on your chromatograms is the data entered into the Test Report, that the date
to the right of your name is the date that you tested the solution, and then sign the Test Report.

Please initial and date below to affirm that you have:
1) Checked your data

2) Checked the date to the right of your name on the Test Report
3) Signed the Test Report _ v

Initials Date

Amanda Chandler
Andrew Gingras
Asa Louis C “LOS0 ‘//‘/
Brittany Thomas
Christie Mitchell-Mata (A il

. , v
Christopher Johnston O . L(//g,(//;

David Nguyen

Dawn Sklerov

Elizabeth Wehner . W OL[/M /[5
Justin Knoy JC 41415
e

Lyndsey Lowe A VA Es)

T t

Katie Harris

Naziha Nuwayhid
Rebecca Flaherty R Y [[L{- l 1%
' {

patcn# 1702 B vlitls

o{;v‘

TLD_SoiCert_Rev Revision: 12 =~ Approved by the-State Toxicologist Effective Date; 1/1/15



JOHN R. BATISTE
Chief

JAY INSLEE
Governor

STATE OF WASHINGTON
WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 o Seattle, Washington 98134-2927 ¢ (206) 262-6100 ¢ FAX (206) 262-6145

0.08 g/210 L EXTERNAL STANDARD SOLUTION
CERTIFICATION FOR LOT 15024

|, Lyndsey Lowe, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and my responsibilities include
the preparation and certification of alcohol solutions for use with evidential breath test
instruments.

I possess the following qualifications: BS degree in Chemistry.

The external standard solution (ESS), Lot Number 15024, was prepared in the Washington
State Toxicology Laboratory on 3/20/2015. | tested this solution and it was found to conform to
those standards established by the State Toxicologist for the certification of simulator solution.
It shall not be used for evidential breath tests after 3/20/2016.

Seattle, WA

Lyr[dsey Lowj/ g Date
Forensic Scigntist




JAY INSLEE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 ¢ Seattle, Washington 98134-2927 = (206) 262-6700 = FAX (206) 262-6145

0.08 g/210 L EXTERNAL STANDARD SOLUTION
CERTIFICATION FOR LOT 15024

I, Justin L. Knoy, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and my responsibilities include
the preparation and certification of alcohol solutions for use with evidential breath test
instruments.

| possess the following qualifications: BS degree in Biology, and MS degree in Forensic
Science.

The external standard solution (ESS), Lot Number 15024, was prepared in the Washington
State Toxicology Laboratory on 3/20/2015. | tested this solution and it was found to conform to
those standards established by the State Toxicologist for the certification of simulator solution.
It shall not be used for evidential breath tests after 3/20/2016.

Seattle, WA

I‘JS?HA\ /Br\% Y-14-)5

Justin L. Knoy Date

Forensic Scientist

o< 4



JAY INSLEE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL

WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 = Seattle, Washington 98134-2927 « (206) 262-6100  FAX (206) 262-6145

0.08 g/210 L EXTERNAL STANDARD SOLUTION
CERTIFICATION FOR LOT 15024

|, Katie Harris, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and my responsibilities include
the preparation and certification of alcohol solutions for use with evidential breath test
instruments.

I possess the following qualifications: BS in Biochemistry and MS degree in Forensic Science.

The external standard solution (ESS), Lot Number 15024, was prepared in the Washington
State Toxicology Laboratory on 3/20/2015. 1 tested this solution and it was found to conform to
those standards established by the State Toxicologist for the certification of simulator solution.
it shall not be used for evidential breath tests after 3/20/20186.

Seattle, WA

Koty Yamin  iglis

Katie Harris Date

Forensic Scientist




JOHN R. BATISTE
Chief

JAY INSLEE
Governor

STATE OF WASHINGTON

WASHINGTON STATE PATROL

WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 ¢ Seaitle, Washington 98134-2927 « (206) 262-6100 = FAX (206) 262-6145

0.08 g/210 L EXTERNAL STANDARD SOLUTION
CERTIFICATION FOR LOT 15024

I, Elizabeth Wehner, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and my responsibilities include
the preparation and certification of alcohol solutions for use with evidential breath test
instruments.

| possess the following qualifications: BS degree in Biochemistry.

The external standard solution (ESS), Lot Number 15024, was prepared in the Washington
State Toxicology Laboratory on 3/20/2015. | tested this solution and it was found to conform to
those standards established by the State Toxicologist for the certification of simulator solution.
It shall not be used for evidential breath tests after 3/20/2016.

Seattle, WA

Elizabéth Wehner Date

Forensic Scientist




JOHN R. BATISTE
Chief

JAY INSLEE
Governor

STATE OF WASHINGTON
WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 « Seattle, Washington 98134-2927 » (206) 262-6100 » FAX (206) 262-6145

0.08 g/210 L EXTERNAL STANDARD SOLUTION
CERTIFICATION FOR LOT 15024

I, Christie Mitchell-Mata, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and my responsibilities include
the preparation and certification of alcohol solutions for use with evidential breath test
instruments.

I possess the following qualifications: BA degree in Chemistry, MFS degree in Forensic
Science, and over four years experience in forensic toxicology.

The external standard solution (ESS), Lot Number 15024, was prepared in the Washington
State Toxicology Laboratory on 3/20/2015. | tested this solution and it was found to conform to
those standards established by the State Toxicologist for the certification of simulator solution.
It shall not be used for evidential breath tests after 3/20/2016.

Seattle, WA

[ttt e s
Christie Mitchell-Mata Date

Forensic Scientist




JAY INSLEE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON
WASHINGTON STATE PATROL
WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360 « Seattle, Washington 98134-2927 & (206) 262-6100 ¢ FAX (206) 262-6145

0.08 g/210 L EXTERNAL STANDARD SOLUTION
CERTIFICATION FOR LOT 15024

I, Rebecca Flaherty, do certify under penalty of perjury that:

| am employed by the Washington State Toxicology Laboratory, and my responsibilities include
the preparation and certification of alcohol solutions for use with evidential breath test
instruments.

I possess the following qualifications: BS degrees in Biochemistry and Psychobiology and MS
degree in Forensic Science.

The external standard solution (ESS), Lot Number 15024, was prepared in the Washington
State Toxicology Laboratory on 3/20/2015. | tested this solution and it was found to conform to
those standards established by the State Toxicologist for the certification of simulator solution.
it shall not be used for evidential breath tests after 3/20/2016.

Seattle, WA

/\Nl Qﬁ?@ )it [15

Rebecca Flaherty Date

Forensic Scientist




JAY INSLEE

Governor Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL

WASHINGTON STATE TOXICOLOGY LABORATORY
2203 Airport Way South, Suite 360  Seattle, Washington 98134-2927 = (206) 262-6100 ¢ FAX (206) 262-6145

0.08 g/210 L EXTERNAL STANDARD SOLUTION
CERTIFICATION FOR LOT 15024

I, Christopher S. Johnston, do certify under penalty of perjury that:

I am employed by the Washington State Toxicology Laboratory, and my responsibilities include
the preparation and certification of alcohol solutions for use with evidential breath test
instruments.

| possess the following qualifications: BS degree in Biochemistry.

The external standard solution (ESS), Lot Number 15024, was prepared in the Washington
State Toxicology Laboratory on 3/20/2015. | tested this solution and it was found to conform to
those standards established by the State Toxicologist for the certification of simulator solution.
It shall not be used for evidential breath tests after 3/20/2016.

Seattle, WA

/4 fyefemrs

Chnstopher S. Johnston Date

Forensic Scientist

JOHN R. BATISTE



JAY INSLEE
Governor

JOHN R. BATISTE
Chief

STATE OF WASHINGTON

WASHINGTON STATE PATROL

WASHINGTON STATE TOXICOLOGY LABORATORY
2202 Airport Way South, Suite 360 « Seattle, Washington 98134-2927 « (206) 262-6100 = FAX (206) 262-6145

0.08 g/210 L EXTERNAL STANDARD SOLUTION
CERTIFICATION FOR LOT 15024

I, Asa J. Louis, do certify under penalty of perjury that:

| am employed by the Washington State Toxicology Laboratory, and my responsibilities include
the preparation and certification of alcohol solutions for use with evidential breath test
instruments.

| possess the following qualifications: B.S. degree in Biochemistry and over ten years of
toxicology experience.

The external standard solution (ESS), Lot Number 15024, was prepared in the Washington
State Toxicology Laboratory on 3/20/2015. | tested this solution and it was found to conform to
those standards established by the State Toxicologist for the certification of simulator solution.
It shall not be used for evidential breath tests after 3/20/2016.

Seattle, WA

20 vorsont

Asa J. Louis Date

Forensic Scientist ‘




P

FILE A COPY IN THE BATCH FILE FOR EACH SOLUTION LISTED ON THE WORKSHEET

Preparation Date: % '7/0 ‘16 Expiration Date: ’%‘7/0 ' Hl? Initials of Preparer: S{Z

Lot # of 200-proof Ethanol used in preparation: 2D C, OZO %

Date the 200-proof Ethanol bottle was opened: “A4- 10 | S

After opening, each bottle of 200-proof Ethanol is approved for use for 6 months unless an extension is approved by the State
Toxicologist. This timeframe applies to the 200-proof Ethanol only, not to simulator solutions ?ich have a 1 year expiration.

Environmental conditions verified as acceptable:

Simulator Volume of Volume of Batch
Solution Ethanol (mL) Deionized Water (L) Number
QAP 0.04 11.2 18 ]
QAP 0.08 22.4 18 ]
QAP 0.10 28.1 18 ]
QAP 0.15 42.1 18 ]
QAP 0.20 56.1 18 ]
ESS 66.5 52 [:SZ/ § 5014{
_Stir bar is rotating

Stirred for minimum 30 minutes; 2 hours for ESS [j
Spigot purged v

Aliquot taken [3{

Batch labeled, packaged and sealed d %7‘ 2/() : l 5
Date -

If different ethanol lot numbers are used in the preparation of solutions, record them and the corresponding
solution batch numbers in the comments section.

Comments:

JA/WQM{/Q QZ/Q ' 20

Aﬂalyit Signatur. Date

CSSPWS Approved by the State Toxicologist Page 1 of 1 Effective Date: 10/01/14



Sequence: C:\HPCHEM\1\SEQUENCE\LLESS.S

Sequence Parameters:

Operator:

Data File Naming:

Signal 1

Prefix:

Counter:

Signal 2

Prefix:

Counter:
Data Directory:

Data Subdirectory:

Part of Methods to run:

Barcode Reader:

Shutdown Cmd/Macro:

Sequence Comment:
Ethanol Calibrator 1,
Ethanol Calibrator 2,
Ethanol Calibrator 3,
CTRL1 (0.04g/100mL),
CTRL2 (0.10g/100mL),
CTRL3 (0.20g/100mL),
Internal Standard Lot#P0115 -

Lyndsey Lowe

Prefix/Counter

SIGL
0001
SIG2
0001

C: \HPCHEM\ 1\DATA\

150320LL
According to Runtime Checklist

not used

none

E0315-01 - Exp.
E0315-02 - Exp.
E0315-03 - Exp.
Lot # FNO5011301
Lot # FNO0O8051301
Lot # FN03211401
Exp. 04/27/15

09/13/2015
09/13/2015
09/13/2015

Calibration vials 1-9 filed with 15024.

Sequence Table

(Front Inj

ector) :

Method and Injection Info Part:

Line Location SampleName

<

(=

]

H
HO o0 0w R
o

11 vial 11
12 vial 12
13 vial 13
14 vial 14
15 vial 15
16 Vial 16
17 Vvial 17
18 Vial 18
19 vVvial 19
20 Vvial 20
21 Vvial 21
22 Vvial 22
23 vVvial 23

BLANK
0.079 CAL
0.158 CAL
0.316 CAL
NEG CTRL
0.04 CTRL
0.10 CTRL
0.20 CTRL
NEG CTRL
15024 #1
15024 #2
15024 #3
15024 #4
15024 #5
0.10 CTRL
NEG CTRL
15023 #1
15023 #2
15023 #3
15023 #4
15023 #5
0.10 CTRL
NEG CTRL

Calibration Part:

1
2
3

Method

SIMALC1
SIMALC1
SIMALC1
SIMALC1
SIMALC1
SIMALC1L
SIMALC1
SIMALC1
SIMALCL
SIMALC1
SIMALC1
SIMALCL
SIMALC1
SIMALCL
SIMALCL
SIMALCL
SIMALC1
SIMALC1
SIMALC1
SIMALC1
SIMALCL
SIMALC1
SIMALC1

HSGC#1 3/20/2015 10:04:55 AM Lyndsey Lowe

Exp. 05/2018
Exp. 10/2018
Exp. 06/2019

Inj SampleType InjVolume DataFile

FPRRRRBRRPRPRRPREPRPRREREPRRPRRRRERERR

Sample
Ctrl Samp
Ctrl Samp
Sample
Sample
Sample
Sample
Sample
Ctrl Samp
Ctrl Samp

oy

%hhqh3vs

Page 1 of 2



Sequence: C:\HPCHEM\1\SEQUENCE\LLESS.S

Line Location SampleName Method CallLev Update RF Update RT Interval
2 Vvial 2 0.079 CAL 1 SIMALC1L 1 Replace Replace
3 Vvial 3 0.158 CAL 2 SIMALCL 2 Replace Replace
4 Vial 4 0.316 CAL 3 SIMALCL 3 Replace Replace

Sequence Table (Back Injector):

No entries - empty table!

foms,
<
L)
&
R

ém\i"i‘s

HSGC#1 3/20/2015 10:04:55 AM Lyndsey Lowe Page 2 of 2



Method C:\HPCHEM\1\METHODS\SIMALC1.M

Calib. Data Modified : Friday, Marxrch 20, 2015 10:29:39 AM
Calculate : Internal Standard
Based on : Peak Area

Rel. Reference Window 5.000 %

Abs. Reference Window 0.050 min

Rel. Non-ref. Window 5.000 %

Abs. Non-ref. Window 0.050 min
Multiplier 1.0000

Dilution : 1.0000

Sample Amount 0.00000

Use Multiplier & Dllutlon Factor with ISTDs
Uncalibrated Peaks : not reported

Partial Calibration No recalibration 1if peaks missing

Curve Type : Linear
Origin : Included
Weight : Equal
Recalibration Settings:

Average Response : No Update
Average Retention Tlme No Update

Calibration Report Options
Printout of recalibrations within a sequence:
Normal Report after Recalibration

Sample ISTD Information:
ISTD ISTD Amount Name
# {g/100mL]
1 1.20000e-2 n-Propanol

Signal 1: FID1 A,

RetTime Lvl Amount Area Amt /Area Ref Grp Name
[min] Sig [g/100mL]
——————— R Dt Pl T B Lt EPOREEEE
1.036 1 1 7.94500e-2 878.88593 9.03985e-5 1 Ethanol
2 1.57190e-1 1723.83069 9.11864e-5
3 3.12390e-1 3444.72437 9.06865e-5
1.700 1 1 1.20000e-2 2468.53198 4.8611%e-6 Il n-Propanol
2 1.20000e-2 2463.53979 4.87104e-6
3 1.20000e-2 2440.04956 4.91793e-6

ISGCH#1 3/20/2015 11:58:19 AM Lyndsey Lowe

Page 1 of 2



Method C:\HPCHEM\1\METHODS\SIMALC1l.M

Area Ratio

12;

1
08€
06;
0.4

0.2

0
0

¥ T T T

T
10

Amount Ratio

Area Ratio -

0.8
0.6 -
0.4

0.2-

T T T T

!
0.5
Amount Ratio

T

Ethanol at exp. RT: 1.036

FID1 A,
Correlation: 0.99997
| Residual std. Dev.: 0.00615
Formula: y = mx + b
m: 5.42215e~-2

-3.31345e-3

b:
x: Amount Ratio
y: Area Ratio

n-Propanol at exp. RT:

FID1 A,

Correlation:

Regidual Std. Dev.:

Formula: y = mx + b
m: 1.00000
b: 0.00000
x: Amount Ratio
v: Area Ratio

1.700

1.00000
0.00000

HSGCH#1 3/20/2015 11:58:19 AM Lyndsey Lowe

sk
G
el
RO
[InN

%V\&\\ s

Page 2 of 2



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:17:34 AM Sample Name: BLANK
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALC1 Location: vial 1

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024

- N w N o [e2] ~
(=] o Q Q o (=] [=3 B
o =] o1 S (=} =] =] o g
o LT T e e T e 0 T T T T
! n
| 8
| >
e g
i (8
[
[=)
—
| o,
% 7]
Q
[en}
o
<
} o
3
A
Peak RT
# Compound Area (min)
1 Ethanol 0 0.000
2 n-Propanol 0 0.000
Correlation: 0.89997 o Ethanol 0.000 g/100mL
Area Ratio
1.25-
'] =
075 -
0.5-
0.25 -
O{ T T T T [
0 . Amount Ratio
Correlation: 1.00000 ‘ n-Propanol 0.000 g/100mL
Area Ratio
3
0.8 -
0.6 -
0.4 -
0.2
0- S —
o 05 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150320LL\SIG10001.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:20:55 AM Sample Name: 0.079 CAL 1
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALC1L Location: vial 2

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info: 15024

; - N W D w <D ~
o Q o o Q o [ o
; o o S S o S =] o >
o oo oo T T T b T T NI S
‘ n
=
>
| =
L_) 0
E Q
W
[
(o]
- — _____1.036- Ethanol c
s &
| Q
! o
| S
| S
Tﬁ.. - 1.700 - n-Propanol 39
3 r
(=10 TR R
Peak RT
# Compound Area (min)
1 Ethanol 879 1.036
2 n-Propanol 2469 1.700
Ethanol 0.080 g/100mL
" Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio
11.000
0.8 -
0.6
0.4 -
0.2 :
o
o 0.5 ... .Amount Ratio

Data File: C:\HPCHEM\1\DATA\150320LL\SIG10002.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:24:08 AM Sample Name: 0.158 CAL 2
Instrument: HSGCH#L . Operator: Lyndsey Lowe
Column: DB-ALCL Location: Vial 3

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024

| P N w D w [¢)] ~
; o o Q [« (e} o o T°
| o (=} o S =] =] =} o >
. ; P b T e e T e T e T T T
a
g
>
5 @
(=)
(9N
i [
§ o
N I S . 1.036 - Ethanol E
! | %)
f o
(=)
o
&
I 1.700 - n-Propanol o
| ir <<<<<<<<<<<<<<<< . et
PRl
5 1|
Peak RT
# Compound Area (min)
1 Ethanol 1724 1.036
2 n-Propanol 2464 1.700
" Correlation: 0.99997 Ethanol 0.156 g/100mL
Area Ratio -
125 -
1
0.75
0.5
0.25 -
0- [
o Amount Ratio
* Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio 1 '
11.000
0.8
0.6~
0.4~
0.2~ §
0 1,000%
¥ T T T H T ¥ T T ~1
o 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150320LL\SIG10003.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:27:25 AM Sample Name: 0.316 CAL 3
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALC1 Location: Vial 4

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024

;’ - N [ N o @ ~
| o o o o o o o °
i o ) o o =] =] =] =] >
"o i T 0 T et Lo e T e T T e T T
i i -
i O
! =
| >
1L g
| @
el N
o
N [y S— 1.036 - Ethanol &
L 7
- ®
| =
i o
®
: +_UV«ﬁAwMM 1.700 - n-Propanol e,
V/‘ AAAAAAAAAAAA ~
3|
3 i
Peak RT
# Compound Area (min)
1 Ethanol 3445 1.036
2 n-Propanol 2440 1.700
" Correlation: 0.99997 Ethanol 0.313 g/100mL
Area Ratio
1.25 V 1.412
-
0.75
0.5
0.25 - ;
ot | | | | 26.09[85
9 e __...___AmountRatio
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:30:38 AM Sample Name: NEG CTRL
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALCL Location: Vvial 5

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:33:52 AM Sample Name: 0.04 CTRL
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALCL Location: VvVial 6

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info: 15024
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:37:05 AM Sample Name: 0.10 CTRL
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALCL Location: Vvial 7

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024

i oy N w B a [¢2] ~
H o o o o o o o ©
| o o S o o o =} o >
‘o - oo L T T e T e T T T T
| m
g
>
5 g
w
N
o
o 1.036 - Ethanol c
B 2]
Q
[=)
Q
| S
. meij—tti"“ 1.700 - n-Propanol 32
ER ;r
] i
bPeak RT
# Compound Area (min)
1 Ethanol 1106 1.036
2 n-Propanol 2475 1.700
Correlation: 0.89887 ] Ethanol 0.100 g/100mL
Area Ratio
1.25 -
1
0.75
0.5
0.25 -
o ' T T T T x
0 Amount Ratio
~Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio
11.000
0.8~ i
0.6~
0.4 —
0.2 - :
o 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150320LL\SIG10007.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:40:19 AM Sample Name: 0.20 CTRL
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALCL Location: vial 8

Method: C:\HPCHEM\1\METHODS\SIMALCLl.M
Sample Info: 15024
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:43:32 AM Sample Name: NEG CTRL
Instrument: HSGCH#I Operator: Lyndsey Lowe
Column: DB-ALC1L Location: Vvial 9

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024
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Washington State Patrol Toxicology Laboratory

2203 Airport Way S Seattle,

WA 98134

3/20/2015 10:46:45 AM

Sample Name:

15024 #1

Inj. Date:

Instrument: HSGCH#1
Column: DB-ALC1
Method:

Operator:

Lyndsey Lowe

Location: Vial 10

C:\HPCHEM\1\METHODS\SIMALC1 .M

Sample Info:
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Data File: C:\HPCHEM\1\DATA\150320LL\SIG10010.D

Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:49:58 AM Sample Name: 15024 #2
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALCL Location: Vvial 11

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info:
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:53:12 AM Sample Name: 15024 #3
Instrument: HSGCH#IL Operator: Lyndsey Lowe
Column: DB-ALC1 Location: Vvial 12
Method: C:\HPCHEM\1\METHODS\SIMALCl.M

Sample Info:
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:56:25 AM Sample Name: 15024 #4
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALCL Location: Vial 13

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info:
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 10:59:38 AM

Instrument: HSGC#1
Column: DR-ALC1

Sample Name: 15024 #5

Operator: Lyndsey Lowe
Location: Vial 14

Method: C:\HPCHEM\1l\METHODS\SIMALCL.M

Sample Info:
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 11:02:51 AM Sample Name: 0.10 CTRL
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB-ALC1 Location: vial 15

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/20/2015 11:06:05 AM . Sample Name: NEG CTRL
Instrument: HSGCH#1 Operator: Lyndsey Lowe
Column: DB~ALCL Location: Vial 16

Method: C:\HPCHEM\1\METHODS\SIMALC1l.M
Sample Info: 15024
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Sequence: C:\HPCHEM\1\SEQUENCE\JKESS1.S

Sequence Parameters:

Operator: Justin Knoy
Data File Naming: Prefix/Counter
Signal 1 Prefix: SIGL

Counter: 0001
Signal 2 Prefix: SIG2

Counter: 0001
Data Directory: C:\HPCHEM\ 1\DATA\
Data Subdirectory: 150323JK
Part of Methods to run: According to Runtime Checklist
Barcode Reader: not used
Shutdown Cmd/Macro: none

Sequence Comment:

Ethanol Calibrator 1, E0315-01 - Exp. 09/13/2015
Ethanol Calibrator 2, E0315-02 - Exp. 09/13/2015
Ethanol Calibratoxr 3, E0315-03 - Exp. 09/13/2015
CTRL1 (0.04g/lOOmL), Lot # FN05011301 - Exp. 05/2018
CTRL2 (0.10g/100mL), Lot # FN08051301 - Exp. 10/2018
CTRL3 (0.20g/100mL), Lot # FN03211401 - Exp. 06/2019
Internal Standard Lot#PO01ll5 - Exp. 04/27/2015

Calibration vials 1-9 filed with 15023.

Sequence Table (Front Injector):

Method and Injection Info Part:

Line Location SampleName Method Inj SampleType InjVolume DataFile

1 vial 1 BLANK SIMALC1 1 Sample

2 Vial 2 0.079 CAL 1 SIMALC1 1 Calib

3 Vvial 3 0.158 CAL 2 SIMALC1 1 Calib

4 Vvial 4 0.316 CAL 3 SIMALC1L 1 Calib

5 vial 5 NEG CTRL SIMALC1 1 Ctrl Samp

6 Vial 6 0.04 CTRL SIMALC1 1 Ctrl Samp

7 Vvial 7 0.10 CTRL SIMALC1 1 Ctrl Samp

8 Vial 8 0.20 CTRL SIMALCL 1 Ctrl Samp

9 vial 9 NEG CTRL SIMALC1 1 Ctrl Samp

10 vial 10 15023-1 SIMALCLT 1 Sample
11 Vvial 11 15023-2 SIMALC1 1 Sample
12 Vvial 12 15023-3 SIMALC1 1 Sample

13 Vial 13 15023-4 SIMALCL 1 Sample i 5 6 2 4
14 Vial 14 15023-5 SIMALC1 1 Sample . =
15 Vvial 15 0.10 CTRL SIMALCI 1 Ctrl Samp \6
le Vial 16 NEG CTRL SIMALCL 1 Ctxrl Samp 1&““\3
17 Vial 17 15024-1 SIMALC1 1 Sample

18 Vial 18 15024-2 SIMALC1 1 Sample

19 Vvial 19 15024-3 SIMALC1 1 Sample

20 Vial 20 15024-4 SIMALC1 1 Sample
21 vVial 21 15024-5 SIMALCL 1 Sample

22 Vial 22 0.10 CTRL SIMALCL 1 Ctxrl Samp

23 Vial 23 NEG CTRL SIMALCL 1 Ctxrl Samp

Calibration Part: . :j&

HSGC#1 3/23/2015 2:54:44 PM Justin Knoy Page 1 of 2



Sequence: C:\HPCHEM\1\SEQUENCE\JKESS1.S

Line Location SampleName Method CalLev Update RF Update RT Interval
2 Vial 2 0.079 CAL 1 SIMALCL 1 Replace Replace
3 Vvial 3 0.158 CAL 2 SIMALC1 2 Replace Replace
4 Vial 4 0.316 CAL 3 SIMALCL 3 Replace Replace

Sequence Table (Back Injector):

No entries - empty table!

15624

havlss

NS

HSGCH#1 3/23/2015 2:54:44 PM Justin Knoy Page 2 of 2



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/23/2015 3:59:35 PM Sample Name: 15024-1
Instrument: HSGCH#1 ' Operator: Justin Knoy
Column: DB-ALC1 Location: vial 17

Method: C:\HPCHEM\1\METHODS\SIMALC1.M

Sample Info:
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2 n-Propanol 2506 1.700
Correlation: 1.00000 B Ethanol 0.101 g/100mL
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Data File: C:\HPCHEM\1\DATA\150323JK\SIG10017.D
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Washington State Patrol Toxicology Laboratory

2203 Airport Way S Seattle,

WA 98134

Inj. Date: 3/23/20
Instrument: HSGCH1
Column: DB-ALC1

15 4:02:48 PM Sample Name: 15024-2
Operator: Justin Knoy
Location: Vial 18

Method: C:\HPCHEM\1\METHODS\SIMALC1l.M

Sample Info:
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Data File: C:\HPCHEM
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle,

WA 98134

Inj. Date: 3/23/2015 4:06:02 PM Sample Name: 15024-3
Instrument: HSGCH#1 Operator: Justin Knoy
Column: DB-ALCL Location: Vvial 19
Method: C:\HPCHEM\1\METHODS\SIMALCIL.M
Sample Info:
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Data File: C:\HPCHEM\1\DATA\150323JK\SIG10019.D
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/23/2015 4:09:15 PM Sample Name: 15024-4
Instrument: HSGCH#1 Operator: Justin Knoy
Column: DB-ALCL Location: Vvial 20

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info:
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/23/2015 4:12:30 PM Sample Name: 15024-5
Instrument: HSGCH#L Operator: Justin Knoy
Column: DB-ALCL Location: Vial 21

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info: :
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Sample Name: 0.10 CTRL

Inj. Date: 3/23/2015 4:15:41 PM
Instrument: HSGCH#1 Operator: Justin Knoy
Column: DB-ALC1 Location: Vial 22
Method: C:\HPCHEM\1\METHODS\SIMALC1l.M
Sample Info: 15024
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/23/2015 4:18:55 PM Sample Name: NEG CTRL
Instrument: HSGC#1 Operator: Justin Knoy
Column: DB-ALC1 Location: Vial 23

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info: 15024

- ] w B [32] [o2] ~
o =] o [=] [@] @] o ©
o =} S =} S =} S =} >
o e T Lo Do 0 T T T SRR
o
9
>
2 o
(@]
W
N
&
- 2
(2]
@
o
Q
{ 5
mew,4m___”_ 1.700 - n-PropanoIS;
i 1‘/“’ o
]
3
g i —
Peak RT
# Compound Area (min)
1 Ethanol 0 0.000
2 n-Propanol 2565 1.700
Correlation: 1.00000 ! Ethanol 0.000 g/100mlL
Area Ratio -
1.25 -
1
0.75 -
0.5-
0.25 -
o ;'W" T T
0. . . AmountRatio
Correlation: 1.00000 N ; n-Propanol 0.012 g/100mL
Area Ratio
11.000
0.8 -
0.6 -
0.4
0.2- :
0] 1000

R e —
0. 0.5 Amount Ratio J%\/

o)

Data File: C:\HPCHEM\1\DATA\150323JK\SIG10023.D Page 1 of 1



Sequence: C:\HPCHEM\1\SEQUENCE\KKESS.

Sequence Parameters:
Operator:
Data File Naming:
Signal 1 Prefix:
Counter:
Signal 2 Prefix:
Counter:
Data Directory:
Data Subdirectory:
Part of Methods to run:
Barcode Reader:

Shutdown Cmd/Macro:

Sequence Comment:

S

Katie Harris

Prefix/Counter

SIGL
0001
SIG2
0001

C: \HPCHEM\ 1\DATA\

150324KH

According to Runtime Checklist

Ethanol Calibrator 1, E0315-01 - Exp.

Ethanol Calibrator 2, E0315-02 - ExXp.
Ethanol Calibrator 3, E0315-03 - Exp.
CTRL1 (0.04g/100mL), Lot # FN05011301
CTRL2 (0.10g/100mL), Lot # FN08051301
CTRL3 (0.20g/100mL), Lot # FN03211401 - Exp. 06/2019
Exp. 04/27/15

Internal Standard Lot#P0115 -

not used

none
09/13/2015
09/13/2015
09/13/2015

- Exp. 05/2018
- Exp. 10/2018

Calibration vials 1-9 filed with 15024.

Sequence Table (Front Injector):
Method and Injection Info Part:

Line Location SampleName

1 Vvial 1 BLANK
2 Vial 2 0.079 CAL 1
3 vial 3 0.158 CAL 2
4 Vial 4 0.316 CAL 3
5 Vial 5 NEG CTRL
6 Vial 6 0.04 CTRL
7 Vial 7 0.10 CTRL
8 Vial 8 0.20 CTRL
9 Vial 9 NEG CTRL
10 Vvial 10 15024-1
11 Vvial 11 15024-2
12 vVvial 12 15024-3
13 Vvial 13 15024-4
14 Vvial 14 15024-5
15 Vvial 15 0.10 CTRL
16 Vial 16 NEG CTRL

Calibration Part:
Line Location SampleName
2 Vial 2 0.079 CAL 1

3 vial 3 0.158 CAL 2
4 Vial 4 0.316 CAL 3

Method

SIMALCL
SIMALC1
SIMALCL
SIMALCL
SIMALCL
SIMALCL
SIMALC1
SIMALC1
SIMALC1
SIMALCL
SIMALCL
SIMALCL
SIMALC1
SIMALCL
SIMALCI
SIMALC1

Method

SIMALC1
SIMALCL
SIMALCL

HSGCH#1 3/24/2015 3:28:13 PM Katie Harris

Inj SampleType InjVolume DataFile

Sample
Ctrl Samp
Ctrl Samp

e I e R R = R el = e
N
ot
[t
}_J
0
%)
'S

CalLev Update RF Update RT Interval

1 Replace Replace
2 Replace Replace
3 Replace Replace

Page 1 of 2



Sequence: C:\HPCHEM\1\SEQUENCE\KKESS.S

Sequence Table (Back Injector):

No entries - empty table!

1502

heuldles

I

Fit

HSGCH#1 3/24/2015 3:28:13 PM Katie Harris Page 2 of 2



Method C:\HPCHEM\1\METHODS\SIMALC1.M

Calib. Data Modified

Calculate

Bagsed on

Rel. Reference Window
Abs. Reference Window
Rel. Non-ref. Window
Abs. Non-ref. Window
Multiplier

Dilution

Sample Amount
Use Multiplier & Dllutlon Factor with ISTDs
Uncalibrated Peaks

Partial Calibration

Curve Type
Origin
Weight

Recalibration Settings:
Average Response :
Average Retention Tlme

Calibration Report Options
Printout of recalibrations within a sequence:
Normal Report after Recalibration

Sample ISTD Information:

ISTD

ISTD Amount Name
(g/100mL]

1.20000e-2 n-Propanol

Signal 1: FID1 A,

RetTime Lvl Amount
[min] Sig [g/100mL]

7.94500e-2
1.57190e-1
3.12390e-1
1.20000e-2
1.20000e-2
1.20000e-2

Tuesday, March 24,

Internal Standard
Peak Area

.000
.050 min
.000
.050 min
.0000
.0000
0.00000

o\°

o

PP OUIOoWwm

not reported

2015 3:52:54 PM

No recalibration if peaks missing

Linear
Included
Equal

No Update
No Update

Ref Grp Name

1 Ethanol

I1 n-Propanol

Area Amt/Area
928.91425 8.55300e-5
1762.21277 8.92004e-5
3490.67065 8.94928e-5
2539.07642 4.72613e-6
2494 .00586 4.81154e-6
2461.69385 4.87469%e-6
Peak Sum Table

HSGCH#1 3/25/2015 7:01:10 AM Katie Harris

Page 1 of 2



Method C:\HPCHEM\1\METHODS\SIMALC1.M

Area Ratio - ’ Ethanol at exp. RT: 1.036
B 3 FID1 A,
12 Correlation: 0.99997
1 Residual Std. Dev.: 0.00595
17 Formula: v = mx + b
OSE 2 m: 5.43712e-2
; b: 7.01057e-4
0.6 x: Amount Ratio
04£ 1 y: Area Ratio
0.2
0 e
0 10 20
Amount Ratio
‘Area Ratio | n-Propanol at exp. RT: 1.701
B 2 FID1 A,
Correlation: 1.00000
0.8~ Residual Std. Dev.: 0.00000
. Formula: vy = mx + b
0.6 ~ m: 1.00000
_ b: 0.00000
0.4 - x: Amount Ratio
: y: Area Ratio
02-
0 e HLPL
0 0.5 1

Amount Ratio

HSGCH#1 3/25/2015 7:01:10 AM Katie Harris

15024

%\Pqit‘}h{

&y
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 3:40:50 PM Sample Name: BLANK
Instrument: HSGCH1 Operator: Katie Harris
Column: DB-ALCL Location: Vial 1

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024

—_ N (&3] B [62] 2] ~
o o Q o o (=] [« o
o o o o ] o () =] >
o - Lo T o T T - R S Ml
I
g
>
. 2
W
N
o
- X
=
@
Q
o
Q
2
g
3
e
Peak RT
# Compound Area (min)
1 Ethanol 0 0.000
2 n-Propanol 0 0.000
" Correlation: 0.99997 B Ethanol 0.000 g/100mL
Area Ratio |
1.25 -
1
0.75
0.5
0.25
O M::’ T T T ¥ [
0 Amount Ratio
~ Correlation: 1.00000 n-Propanol 0.000 g/100mL
{Area Ratio ]
0.8 -
0.6 -
0.4 -
0.2
o : T T T T I 1 T T T !
0 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIG10001.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 3:44:07 PM Sample Name: 0.079 CAL 1
Instrument: HSGCH#L Operator: Katie Harris
Column: DB-ALCL Location: Vial 2
Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024
- N W B [8;] (o)) ~
Q o o o o Q Q o
o S o o o S (=] =} >
o b ] i T T T T e T e T T
! M
| E
1 >
! =
s 3
1 b
| n
! I
G ) S 1.036 - Ethanol §
!/"“‘ — =
i @
| o)
i S
o
L g
| .:j::: ,,,,,, - 1.701 - n-Propanol 52
3
=
Peak RT
# Compound Area (min)
1 Ethanol 929 1.036
2 n-Propanol 2539 1.701
Correlation: 0.99997 Ethanol 0.081 g/100mL
Area Ratio
125+
14
0.75
0.5
025+ »:
0 Amount Ratio
" Correlation: 1.00000 | n-Propanol 0.012 g/100mL
Area Ratio 1
11.000
0.8
0.6
0.4 -
0.2 - Co
o
0 o 0.5 _Amount Ratio
Data File: C:\HPCHEM\1\DATA\150324KH\SIG10002.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 3:47:24 PM Sample Name: 0.158 CAL 2
Instrument: HSGC#1 Operator: Katie Harris
Column: DB-ALC1 Location: vial 3

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info: 15024

! = N w N o @ ~
] o o Q o (& Q o o
H o S o o o (=} o o >
o i s - Lo 0 T T T N S SR
E m
| 9
1 >
&
(@]
w
N
-
UG g S 1.036 - Ethanol §
v 7
| @
{ >
| S
I — 1.700 - n-Propanol g
| e o =
r/
=l
o’} I
Peak RT
f Compound Area (min)
1 Ethanol 1762 1.036
2 n-Propanol 2494 1.700
Ethanol 0.156 g/100mL
Area Ratio
1.25
1-
0.75 -
0.5
0.25 -
oy; T T T i
o Amount Ratio -
~ Correlation: 1.00000 ~ n-Propanol 0.012 g/100mL
“Area Ratio -
11.000
0.8 -
0.6
0.4 -
0.2 - E
0 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIG10003.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 3:50:41 PM Sample Name: 0.316 CAL 3
Instrument: HSGCH#1 Operator: Katie Harris
Column: DB-ALCL Location: Vial 4

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024

> N W B [$2] <D ~
(o] o o o o o o ©
o =} S S S o o S >
. i L T T e T e o T T e f T
n
g
>
> g
w
- N
=
JEN O S 1.036 - Ethanol T
| l»/i @
| Q
o
o
®
uu«t::i;k 1.701 - n-Propanol 52
r/,
ENE
=1
Peak RT
# Compound Area {(min)
1 Ethanol 3491 1.036
2 n-Propanol 2462 1.701
- Correlation: 0.99997 Ethanol 0.313 g/100mL
Area Ratio -
1251418
1
0.75 -
0.5
0.25- §
0 26.067E
. : : : ;
0 Amount Ratio
" Correlation: 1.00000 o n-Propanol 0.012 g/100mL
Area Ratio |
11.000
0.8
0.6- _J
0.4 KV
0.2 - g
o

0 0.5 ___Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIG10004.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 3:53:54 PM Sample Name: NEG CTRL
Instrument: HSGCHI - Operator: Katie Harris
Column: DB-ALC1 Location: Vial 5

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024

- N w B (4] [e2] ~
o Q o o o Q o o
. (=] o o o o =] o o >
‘o Lot PR SR u R P I ST S
; m
Q
P
p g
w
N
N
. =
L
(2
Q
(o]
Q
o
] 1\ ~~~~~ 1.700 - n-Propanol g
- }/l—’"“"" ~
3 1
!
Peak RT
# Compound Area (min)
1 Ethanol 0 0.000
2 n-Propanol 2518 1.700
Correlation: 0.99997 Ethanol 0.000 g/100mL
Area Ratio -
1.25
1
0.75 -
0.5~
0.25 -
O{ T T T ‘
L B Amount Ratio
Correlation: 1.00000 B n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8
0.6 -
0.4 -
0.2 ;
o
0 05 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\STIG10005.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 3:57:07 PM Sample Name: 0.04 CTRL
Instrument: HSGC#1 Operator: Katie Harris
Column: DB-ALCL Location: vial 6

Method: C:\HPCHEM\1\METHODS\SIMALC1l.M
Sample Info: 15024

H - N w £ [$\] [*)] ~
; Q [ [ o o (o] [} °
; (o S S =1 =} S ) S >
Lo T o T e T - e Do T e Ty T
i
9
»
1y g
w
N
=
. “”:::::::::::::.1036" Ethanol 2
: 2]
Q
11 3
L 3
R 1.701 - n-Propanol 8
L y/awA/~A~ =
‘g'"j
o B
Peak RT
# Compound Area (min)
1 Ethanol 449 1.036
2 n-Propanol 2485 1.701
Correlation: 0.99997 Ethanol 0.040 g/100mL
Area Ratio -
1.25 -
15
0.75
0.5~
0.25
0- Measured point: (3.309, 0.181)
T T T T T I
0 o Amount Ratio
Correlation: 1.00000 ] n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8
0.6 -
0.4 -
0.2 :
: 1.000;
I S

0 05 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIGL0006.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 4:00:21 PM Sample Name: 0.10 CTRL
Instrument: HSGCH#1 Operator: Katie Harris
Column: DB-ALC1L Location: vial 7

Method: C: \HPCHEM\ 1 \METHODS\SIMALCL .M
Sample Info: 15024

=y %] w B ()] [22] ~
o Q [&] [ o Q [} ©
o o o o o o o o >
o NI S Lo T T SR T SR S|
n
Q
>
@
(]
w
‘ N
D
[N s S 1.037 - Ethanol 3
IV 7]
' Q
(]
(]
(=]
gl — 1.701 - n-Propanol B‘
- ‘/A """ T ~
3
=
Peak RT
# Compound Area (min)
1 Ethanol 1118 1.037
2 n-Propanol 2500 1.701
Ethanol 0.099 g/100mL
: . : I
0 Amount Ratio
~ Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8 ~
0.6 -
0.4-
02 s 7;‘/
0 § 05 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIGLl0007.D Page 1 of 1 éH



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 4:03:34 PM Sample Name: 0.20 CTRL
Instrument: HSGCH#1 Operator: Katie Harris
Column: DB-ALCL Location: Vial 8

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info: 15024

- N w B W [e2] -~
o o o o [=} o [=} B
o &) o o o =} o =} >
o N Lo v 0 Loy [ L T e T T LT
n
9
P
L o
(@)
w
[N
=
- 1.036 - Ethanol T
(’ 2]
| Q
(o)
o
| - &
; T 1.700 - n-Propanal g
=) |
Peak RT
# Compound Area (nin)
1 Ethanol 2259 1.036
2 n-Propanol 2533 1.700
"~ Correlation: 0.99997 Ethanol 0.197 g/100mL
“Area Ratio ]
1.25 <
L TR
0.75 -
0.5 -
0.25 - ;
04 [ 163%73 | |
0 . _ Amount Ratio
~ Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio |
11.000
0.8+
0.6 -
0.4 -
0.2 |
0o . 05 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIG10008.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 4:06:47 PM
Instrument: HSGCH#1
Column: DB-ALCL

Sample Name: NEG CTRL
Operator: Katie Harris
Location: Vvial 9

Method: C:\HPCHEM\1\METHODS\SIMALC1.M

Sample Info: 15024

| o o o [=) Q =] [=] B
‘ o =] =} =) S =) =} S x>
o 1 z L T e T b T PR [T SR
T
Q
>
s g
w
[N
B
N =X
- I
7
Q
(o]
Q
3
1.700 - n-Propanol g
2
3
Peak RT
# Compound Area (min)
1 Ethanol 0 0.000
2 n-Propanol 2482 1.700
Correlation: 0.99897 Ethanol 0.000 g/100mL
Area Ratio |
1.25 -
1-
0.75 -
0.5
0.25 -
0 : ey : . d
0 Amount Ratig
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio ]
11.000
0.8
0.6 -
0.4 -
0.2 - E
o ) 05 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIG10009.D
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Washington State Patrol Toxicology Laboratory
- 2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 4:10:00 PM Sample Name: 15024-1
Instrument: HSGCH#1 - Operator: Katie Harris
Column: DB-ALCL Location: Vvial 10

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info:

— N w P (&) [22] ~
o o o o o < o °
o I S o o I S =] >
o L ] o e e o e T e T T T T
o
Q
>
s 2
w
: [
EN
SN S 1.036 - Ethanol z
T 7
Q
Q
2
- n- e
1.701 - n-Propanol o
3
s R
Peak RT
# Compound Area (min)
1 Ethanol 1183 1.036
2 n-Propanol 2644 1.701
“Correlation: 0.99997 Ethanol 0.099 g/100mL
Area Ratio |
1.25-
E
0.75
0.5
0.25 -
0 : ‘ ‘ !
0 B Amount Ratio
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8~
06 -
0.4 -
0.2 :
] 1.000:
o
o 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIG10010.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 4:13:14 PM
Instrument: HSGCH#1
Column: DB-ALC1l
Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info:

Sample Name: 15024-2

Operator: Katie Harris
Location: Vial 11

s 18] w $ (4. [e)] ~
Q [ [«} [=) o o] o) T
: [ () S o =) =) =) ) pd
‘o bttt T - Lot - e T . L oo T T
|
Q
>
s g
w
[
poS
N S 1.036 - Ethano! Z
P — 7
Q
| o
{ <
| - Tsw_:j:j 1.701 - n—PropanoI EQ
o
Rl
(= O A
Peak RT
# Compound Area (min)
1 Ethanol 1118 1.036
2 n-Propanol 2481 1.701
Correlation: 0.89997 - Ethanol 0.099 g/100mL
Area Ratio -
1.25 -
1
0.75 -
0.5
0.25-
o ‘E - T T T I
o Amount Ratio
Correlation: 1.00000 - n~Propanol 0.012 g/L00mL
Area Ratio -
11.000
0.8~
0.6
0.4
0.2 4
o
Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIG10011.D
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Washington State Patrol Toxicology Laboratory

2203 Airport Way S Seattle,

WA 98134

Sample Name:
Operator:
Location: Vvial 12

Inj. Date: 3/24/2015 4:16:27 PM
Instrument: HSGC#1

Column: DB-ALC1L

Method: C:\HPCHEM\1\METHODS\SIMALC1l.M

Sample Info:

15024-3

Katie Harris

— N (93] S [$24 [2)] ~
o] =] o [ [ & o O
i o S o o o o o o >
© Tt L . T S S I R R | ]
| o
1 5]
] L >
3 Z
| [
y R
B — 1.036 - Ethanol =
S 7
| Q
| (o]
i 2
S [ 1.700 - n-Propanol D
o =
i
3
5 1
Peak RT
# Compound Area (min)
1 Ethanol 1113 1.036
2 n-Propanol 2472 1.700
"~ Correlation: 0.99997 Ethanol 0.099 g/100mL
Area Ratio
1.25
14
0.75 -
0.5
0.25 - :
0 o7 |
0 Amount Ratio
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8
0.6
0.4-
0.2~ 5
] 1.000:
0- — — -
0 0.5 Amount Ratio

Data File:

C:\HPCHEM\1\DATA\150324KH\SIG10012.D
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Washington State Patrol Toxicology Laboratory

2203 Ailrport Way S Seattle,

WA 98134

Inij.

Date:

3/24/2015 4:19:40 PM
HSGCH#1

Sample Name:
Operator:

15024-4
Katie Harris

Instrument:
Column:
Method:

Sample Info:

DB-ALC1

Location: Vvial 13

C:\HPCHEM\ 1\METHODS\SIMALC1 .M

= N w B 8,1 ()] ~
(=] o = o o) Q [=] s
o = o S =} o o o p
o L. T , a o T T T Lo T T
o
=
>
14 g
w
[ S]
2
e | S —— 1.036 - Ethanol z
4 o
@
Q
2
A b o - n- w
; ) — 1.700 - n-Propanol B
i
3
Foodid.
Peak RT
# Compound Area (min)
1 Ethanol 1103 1.036
2 n-Propanol 2464 1.700
Correlation: 0.99987 Ethanol 0.099 g/100mL
Area Ratio .
1.25 3
r
0.75 - 2
050448 4
0255//////X/
0 | ; 8.219 ‘ ‘ |
o Amount Ratio
~ Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8 -
0.6~
0.4-
0.2 - ;
o St

i
__Amount Ratio

Data File:

C:\HPCHEM\1\DATA\150324KH\SIG10013.D

Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 4:22:53 PM Sample Name: 15024-5
Instrument: HSGCHL Operator: Katie Harris
Column: DB-ALC1 Location: Vial 14

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info:

- N W B (633 [o)] ~
(@] Q (@] [ [ Q o °
o ) S o = =] o =) >
T e T . T PR SR - [N SRS S
: 1 il
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R P _______1.036- Ethanol 2
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0
| 2
?m“w' S 1.701 - n-Propanol g
k/( o =
3
2 b —
Peak RT
i Compound Area (min)
1 Ethanol 1139 1.036
2 n-Propanol 2516 1.701
~ Correlation: 0.99887 Ethanol 0.100 g/100mL
Area Ratio
1.25
1-
0.75 -
0510483 4
0.25-
0- . T T T T H
0 e Amount Ratio
Correlation: 1.00000 o n-Propanol 0.012 g/100mL
Area Ratio
11.000
0.8 -
0.6 -
0.4
0.2 3
b 1.000 !
S S— e — 90 :
0 0.5  Amount Ratio

Data File: C:\HPCHEM\1\DATA\150324KH\SIG10014.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 4:26:06 PM Sample Name: 0.10 CTRL
Instrument: HSGC#1 Operator: Katie Harris
Column: DB-ALC1 Location: Vvial 15
Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info: 15024
: - N W B [3)] [22] ~
; o o Q o [=] Q [=] v
! o o o o o o =] (=} >
o ] P T P SR SRS WP S
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[ ~
T
(=]
=
Peak RT
# Compound Area (min)
1 Ethanol 1107 1.036
2 n-Propanol 2489 1.700
~ Correlation: 0.98997 Ethanol 0.098 g/100mL
Area Ratio -
1.25 -
1
0.75 -
0.5
0.25 -
O : T T [
0 Amount Ratio
Correlation: 1.00000 B n-Propanol 0.012 g/100mL
Area Ratio -
11.000 /5/
0.8
0.6 -
0.4 -
0.2 - ;
: 1.000:
o
0 0.5 Amount Ratio

Data File: C
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/24/2015 4:29:20 PM Sample Name: NEG CTRL
Instrument: HSGCH#1 Operator: Katie Harris
Column: DB-ALC1 Location: Vial 16

Method: C:\HPCHEM\1\METHODS\SIMALCl.M
Sample Info: 15024

- N W S o1 [#)] ~
(o] o o [ [ [&] o o
o o =} =} o o o =] >
Lo i el e 0 T e o T T T e e T T T
| } -
0 S
>
P 2
| &
| ]
| i
| =
- Z
| 7]
| Q
| 2
R 1.700 - n-Propanol g
T
Ent
. |
Peak RT
# Compound Area (min)
1 Ethanol 0 0.000
2 n-Propanol 2525 1.700
Correlation: 0.99997 ] Ethanol 0.000 g/100mL
Area Ratio
1.25-
-
0.75
0.5 -
0.25-
O; T T T T l
U Amount Ratio
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio |
11.000
0.8 -
0.6 -
0.4 -
0.2 - E
0 1.000 ;

T T s [ T T T T i
0 0.5 Amount Ratio %V

Data File: C:\HPCHEM\1\DATA\150324KH\SIG10016.D - Page 1 of 1 \Oé(\



Sequence: C:\HPCHEM\1\SEQUENCE\EW-ESS.S

Sequence Parameters:
Operator:

Data File Naming:
Signal 1 Prefix:
Counter:
Prefix:
Counter:
Data Directory:

Signal 2

Data Subdirectory:
Part of Methods to run:

Barcode Reader:

Shutdown Cmd/Macro:

Sequence Comment:
Ethanol Calibrator 1, E0315-01
Ethanol Calibrator 2, E0315-02
Ethanol Calibrator 3, E0315-03
CTRL1 (0.04g/lOOmL), Lot # FNOS
CTRL2 (O.lOg/lOOmL), Lot # FNOS8
CTRL3 (0‘20g/lOOmL), Lot # FNO3
Internal Standard Lot#P0115 - E

Calibratien vials 1-9 filed wit

Sequence Table (Front Injector):

Method and Injection Info Part:

Elizabeth Wehner

Prefix/Counter
SIGL

0001

SIG2

0001

C:\HPCHEM\ 1\DATA\

150326EW

According to Runtime Checklist
not used

none

09/13/2015

09/13/2015
09/13/2015

- EXp.
Exp.

Exp.

011301
051301
211401

05/2018
10/2018
06/2019

ExXp.
Exp.
Exp.

Xp. 04/27/2015

h 15023.

Line Location SampleName Method Inj SampleType InjVolume DataFile

1 vial 1 BLANK SIMALC1 1 Sample

2 Vvial 2 0.079 CAL 1 SIMALCLTL 1 Calib

3 Vvial 3 0.158 CAL 2 SIMALC1 1 Calib

4 Vvial 4 0.316 CAL 3 SIMALCL 1 Calib

5 Vvial 5 NEG CTRL SIMALCL 1 Ctrl Samp

6 Vial 6 0.04 CTRL SIMALC1L 1 Ctrl Samp

7 Vial 7 0.10 CTRL SIMALC1L 1 Ctrl Samp

8 Vial 8 0.20 CTRL SIMALCL 1 Ctrl Samp

9 vial 9 NEG CTRL SIMALC1 1 Ctrl Samp
10 vial 10 15023-1 SIMALCL 1 Sample

11 Vvial 11 15023-2 SIMALC1L 1 Sample

12 vial 12 15023-3 SIMALC1I 1 Sample 15024
13 vial 13 15023-4 SIMALCL 1 Sample
14 Vial 14 15023-5 SIMALC1 1 Sample -'h\“\\",\\s
15 Vvial 15 0.10 CTRL SIMALCL 1 Ctrl Samp

16 Vial 16 NEG CTRL SIMALCL 1 Ctrl Samp

17 vial 17 15024-1 SIMALC1 1 Sample
18 vial 18 15024-2 SIMALC1L 1 Sample
19 vVvial 19 15024-3 SIMALC1I 1 Sample vy
20 Vial 20 15024-4 SIMALCL 1 Sample %ﬁ$v
21 Vial 21 15024-5 SIMALCL 1 Sample

22 Vial 22 0.10 CTRL SIMALCL 1 Ctrl Samp
23 Vial 23 NEG CTRL SIMALCLI 1 Ctrl Samp EEWG

HSGCH#1 3/26/2015 9:37:43 AM Elizabeth W

ehner Page 1 of 2



Sequence: C:\HPCHEM\1\SEQUENCE\EW-ESS.S

Calibration Part:

Line Location SampleName Method CallLev Update RF Update RT Interval
2 vial 2 0.079 CAL 1 SIMALCL 1 Replace Replace
3 vial 3 0.158 CAL 2 STMALCL 2 Replace Replace
4 Vvial 4 0.316 CAL 3 STMALCL 3 Replace Replace

Sequence Table (Back Injector):

No entries - empty table!

sl
[ven]
<>
B
b

«gmq\&3\‘5

W
=YY

HSGCH#1 3/26/2015 9:37:43 AM Elizabeth Wehner Page 2 of 2



Washington State Patrol Toxicology Laboratory

2203 Alrport Way S Seattle,

WA 98134

Inj. Date:
Instrument:
Column:
Method:

HSGC#1
DB-ALCL

Sample Info:

3/26/2015°10:42:38 AM

Sample Name:
Operator:

15024-1

Elizabeth Wehner
Location: Vvial 17

C:\HPCHEM\ 1\METHODS\SIMALC1l.M

- N w 1N [$)] [+1] ~
o =] [ [ o Q [=] ©
| o o =] o o =] =] o >
o It T b Lo T - - I [ T
| sl
| g
>
5 3
w
[
[o)]
- S 1.036 - Ethanol m
T g
/ @
Q
Q
2
P 1.700 - n-Propanol 6‘
,Vf ~~~~~~~~~~~ — N~
iy
=
F= T B
Peak RT
# Compound Area (min)
1 Ethanol 1082 1.036
2 n-Propanol 2443 1.700
" Correlation: 0.99998 Ethanol 0.100 g/100mL
Area Ratio |
12
1
0.8
0.6 -
0.4 -
0.2
0 7:' T T T !
0 Amount Ratio
~ Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio :
11.000
0.8 -
0.6 -
0.4 -
0.2 ;
S
0 0.5 Amount Ratio

o

Jata File:

C:\HPCHEM\1\DATA\150326EW\SIG10017.D
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/26/2015 10:45:51 AM Sample Name: 15024-2
Instrument: HSGCH#1 Operator: Elizabeth Wehner
Column: DB-ALC1 Location: Vial 18
Method: C:\HPCHEM\1\METHODS\SIMALCl.M
Sample Info:
- N w S [5)] )] ~
Q o o o o o [« T
o o o =} o o =} o >
o L x b Lo T L o Lo T A TR
A
=
>
> @
Q
i w
| N
i =)
I — _1.036 - Ethano! %
| ) 7]
| Q
H (o]
| 2
! P 1.701 - n-Propanol ®
— g
|
3
= |
Peak RT
# Compound Area (min)
1 Ethanol 1100 1.036
2 n-Propanol 2474 1.701
~ Correlation: 0.99998 Ethanol 0.100 g/100mL
Area Ratio
1.2 1
1=
0.8
0.6 -
0.4 -
0.2 4
0-
0
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8 -
0.6 -
0.4 -
0.2 :
0 05 Amount Ratio

Data File:

C: \HPCHEM\ 1\DATA\150326EW\SIG10018.D
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/26/2015 10:49:04 AM Sample Name: 15024-3
Instrument: HSGC#1 Operator: Elizabeth Wehner
Column: DB-ALC1L Location: vial 19

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info:

— N w o [$.) D ~
Q o Q o Q o o °
o S [ S =} o =} o >
‘o : | bt T T e T T T
! sl
g
>
5 &
Q
w
3
N 1.036 - Ethanol m
- =
@
Q
i Q
| 2
&\w,_-_,_,, 1.701 - n-Propanol ©
e )
ENl
|
Peak RT
# Compound Area (min)
1 Ethanol 1099 1.036
2 n-Propanol 2454 1.701
Correlation: 0.99998 Ethanol 0.101 g/100mL
Area Ratio -
1.2
12
0.8
0.6-10.448
045
0.2 - :
o- , 58.‘411 X 1 |
0 Amount Ratio
~ Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio
11.000
0.8 -
0.6 - :
04 - :
02 :
o e

0 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150326EW\SIG10019.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/26/2015 10:52:18 AM Sample Name: 15024-4
Instrument: HSGC#1 Operator: Elizabeth Wehner
Column: DB-ALCL Location: Vial 20

Method: C:\HPCHEM\1\METHODS\SIMALCl.M
Sample Info:

- N w £ w 223 ~
Q Q Q Q Q Q Q °
o (=} (=} o o (=} (=} o >
o i e T e e T e T e T e e T e e T T
n
9
>
@
Q
w
- N
@
I 1.036 - Ethanol m
‘ T T T - §
@
Q
Q
Q
N
b 1.701 - n-Propanol o
. ;f» — e
3
10 I
Peak RT
# Compound Area (min)
1 Ethanol 1084 1.036
2 n-Propanol 2440 1.701
- Correlation: 0.89998 Ethanol 0.100 g/100mL
AreaRatioﬂi
1.2~
1-
0.8~
0.6 -
0.4 -
0.2
0~
0.
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio
11.000
0.8 -
0.6~
0.4 -
0.2 -
; 1.000;
0 ;

——— e
0 - 0.5 Amount Ratio ] &\/

Data File: C:\HPCHEM\1\DATA\150326EW\SIG10020.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/26/2015 10:55:32 AM Sample Name: 15024-5
Instrument: HSGC#1 Operator: Elizabeth Wehner
Column: DB-ALC1 Location: vial 21
Method: C:\HPCHEM\1\METHODS\SIMALC1l.M
Sample Info:
e N W Bl (2] (222 ~
(o] [=] [ o o o o 9
: [) o =] o o =] o o >
o x b Lo T i ] TR T S
n
Q
>
L &
o
w
N
»
O 1.036 - Ethanol g
- 5
Q
IS
1.701 - n-Propanol -
3
o3 :
Peak RT
# Compound Area (min)
1 Ethanol 1105 1.036
2 n-Propanol 2470 1.701
~ Correlation: 0.99998 Ethanol 0.101 g/100mL
Area Ratio
12- 3
=
0.8 -
06-
0.4~
0.2
O ) ‘ {
0 o Amount Ratio
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio
11.000
0.8 -
0.6
0.4
0.2 :
1.000:
Of,,,.,‘li,og
0 - 0.5 Amount Ratio /&\/\
—————————————————————————————————————————————————————————————————————————————— N
Data File: C:\HPCHEM\1\DATA\150326EW\SIG10021.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/26/2015 10:58:44 AM Sample Name: 0.10 CTRL
Instrument: HSGCH#1 Operator: Elizabeth Wehner
Column: DB-ALCL Location: Vial 22
Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info: 15024
- N w P [#4) (o] ~!
o o [=) Q o o o o
, (=] =] o o S [ o =] >
o [ P el e T T T T T
| T
1 >
| [#]
; N
! (o]
G S 1.037 - Ethanol g
W 2
(o]
| 2
| Q
{ N
s 1.701 - n-Propanol ™
g 2
:/
—
5L —
Peak RT
# Compound Area (min)
1 Ethanol 1142 1.037
2 n-Propanol 2549 1.701
Correlation: 0.99998 Ethanol 0.101 g/100mL
Area Ratio
1.2~
=
0.8 ]
0.6 -
0.4 -
0.2 - ;
: 18.4
0 :8108 ' | |
0 Amount Ratio
- Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio - /
11.000 -3
0.8 :
0.6~
0.4 -
0.2 - E
i s
0 0.5 Amount Ratio

Data File: C:

<
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Washington State Patrol Toxicology Laboratory

2203 Airport Way S Seattle,

WA 98134

Inj. Date: 3/26/2015 11:01:58 AM

Instrument: HSGCH#1

Column: DB-ALCLl

Sample Name: NEG CTRL

Operator: Elizabeth Wehner

Method: C:\HPCHEM\1\METHODS\SIMALCL1.M

Sample Info: 15024

Location: Vvial 23

Y N w B w [e)] ~
o [=] Q [ (o] o Q °
i [« =1 S S S S =1 S >
o < N R [T ORI S S | e T T
i o
g
P
. 3
o
W
¢ N
N <xN
O g
| 7
@
Qo
]
S 1.701 - n-Propanol
r/
=N
Peak RT
# Compound Area (min)
1 Ethanol 0 0.000
2 n-Propanol 2523 1.701
Correlation: 0.99998 Ethanol 0.000 g/100mL
Area Ratio :
1.2~
1=
0.8 -
0.6 7
0.4
0.2
o N; T T T i
o Amount Ratio
" Correlation: 1.00000 ) n-Propanol 0.012 g/100mL
Area Ratio ]
11.000
0.8 -
0.6
0.4 -
0.2 - :
0 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150326EW\SIG10023.D
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Sequence:

Sequence Parameters:

Operator:

Data File Naming:
Signal 1 Prefix:
Counter:
Signal 2 Prefix:
Counter:
Data Directory:

Data Subdirectory:

C:\HPCHEM\ 1\ SEQUENCE\CMESS.S

Christie Mitchell-Mata

Prefix/Counter
SIGL

0001

SIG2

0001
C:\HPCHEM\I\DATA\

150331CM

Part of Methods to run:

Barcode Readex:

According to Runtime Checklist

not used

Shutdown Cmd/Macro: none

Sequence Comment:
Ethanol Calibrator 1, E0315-01 - Exp. 09/13/2015
Ethanol Calibratoxr 2, E0315-02 - Exp. 09/13/2015
Ethanol Calibrator 3, E0315-03 - Exp. 09/13/2015

CTRL1 (0O
CTRL2 (0
CTRL3 (0
Internal

.04g/100mL), Lot # FN05011301

Exp. 05/2018

.lOg/lOOmL),_Lot # FN08051301 - Exp. 10/2018

.20g/100mL), Lot # FN03211401

Exp. 06/2019

Standard Lot#P0115 - Exp. 04/27/2015

Calibration vials 1-9 filed with 15023.

Sequence Table (Front Injector) :

Method and Injection Info Part:

Line Location SampleName

W oo~ U0 WP

10

12
13
14
15
16
17
18
19
20
21
22
23

HSGECH#1 3/31/2015 10:

Method
BLANK SIMALC1 1 Sample
0.079 CAL 1 SIMALCL 1 Calib
0.158 CAL 2 SIMALC1 1 Calib
0.316 CAL 3 SIMALCL 1 Calib
NEG CTRL SIMALCLI 1 Ctrl Samp
0.04 CTRL SIMALCL 1 Ctrl Samp
0.10 CTIRL SIMALC1I 1 Ctrl Samp
0.20 CTRL SIMALC1I 1 Ctrl Samp
NEG CTRL SIMALCL 1 Ctrl Samp
15023-1 SIMALCI 1 Sample
15023-2 SIMALCL 1 Sample
15023-3 SIMALC1L 1 Sample
15023-4 SIMALC1L 1 Sample
15023-5 SIMALCL 1 Sample
0.10 CTRL SIMALC1 1 Ctrl Samp
NEG CTRL SIMALC1 1 Ctrl Samp
15024-1 SIMALC1L 1 Sample
15024-2 SIMALC1 1 Sample
15024-3 SIMALCL 1 Sample
15024-4 SIMALC1L 1 Sample
15024-5 SIMALC1 1 Sample
0.10 CTRL SIMALCL 1 Ctrl Samp
NEG CTRL SIMALCLI 1 Ctrl Samp

59:29 AM Christie Mitchell-Mata

Inj SampleType InjvVolume DataFile

15624
L&\»‘{\\?\\c’

(jf\/\
AN
W

Page 1 of 2



Sequence: C:\HPCHEM\1\SEQUENCE\CMESS.S

Calibration Part:

Line Location SampleName Method CalLev Update RF Update RT Interval
2 vial 2 0.079 CAL 1 SIMALC1L 1 Replace Replace
3 vial 3 0.158 CAL 2 SIMALC1 2 Replace Replace

4 Vvial 4 0.316 CAL 3 SIMALCL 3 Replace Replace

Sequence Table (Back Injector):

No entries - empty table!

15024

f\,\q\\’%\\‘s

(N

A

]
U
L

A

¥

I O
HSGC#1 3/31/2015 10:59:29 AM Christie Mitchell-Mata /5”05%1647 m Page 2 of 2



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/31/2015 12:04:12 PM Sample Name: 15024-1
Instrument: HSGCH#1L Operator: Christie Mitchell-Mata
Column: DB-ALCL Location: Vial 17

Method: C:\HPCHEM\1\METHODS\SIMALC1 .M
Sample Info:

. Ny w o )] (o2} ~!
] (=} o [o} (o} o o o
o S S S S S o =] >
o - . T e T e T oo v T T T
o
=
>
S @
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w
9
o e+ e e . - Q
P — - _______1.036 - Ethanol 2
%
| Q
[}
<
S 1.700 - n-Propanol
! R (=)
Ve ~
f
3]
=
Peak RT
# Compound Area (min)
1 Ethanol 1114 1.036
2 n-Propanol 2506 1.700
Correlation: 0.98996 Ethanol 0.100 g/L00mL
Area Ratio
1.2~
1 -
0.8
0.6~
0.4 -
0.2
0 T
i : . : .
0 e Amount Ratio
~ Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio - 1
11000 - """'*3//
0.8 - :
06- P
0.4- §
02+ ! “%r
1 1.000:
SR - —
0 05 AnpuntRaﬁd

. ’f
Data File: C:\HPCHEM\1\DATA\150331CM\SIG10017.D Page 1 of 1 Lj/4



Washington State Patrol Toxicology Laboratory

2203 Airport Way S Seattle,

WA 98134

Inj. Date: 3/31/2015 12:07:25 PM
Instrument: HSGCH#1
Column: DB-ALC1

Method:

Sample Info:

Sample Name: 15024-2
Operator: Christie Mitchell-Mata
Location: -Vial 18

C:\HPCHEM\ 1\METHODS\SIMALCL.M

—t N w [9)] (o2} ~
o o o Q Q o °
o o o o o o o >
o L ] T oo A . . [ S
il
g
>
@
(o]
I
2
PR I S . - E (@]
- - _1.036 - Ethanol g
®
| Q
o
2
P 1.700 - n-Propanol &
S o
}/ B
=
5 1
Peak RT
# Compound Area (min)
1 Ethanol 1117 1.036
2 n-Propanol 2502 1.700
* Correlation: 0.99999 Ethanol 0.101 g/100mL
Area Ratio
1- ;
0.8 -
0.6 -
0.4 -
0.2 -
Oij T T ¥ I
[ Amount Ratio
" Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio : )
11.000
0.8~
0.4 -
0.2~ :
o 0.5 Amount Ratio

Data File:

C:\HPCHEM\1\DATA\150331CM\SIG10018.D
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/31/2015 12:10:39 PM Sample Name: 15024-3
Instrument: HSGC#1 Operator: Christie Mitchell-Mata
Column: DB-ALC1 Location: Vial 19

Method: C:\HPCHEM\1\METHODS\SIMALC1l.M
Sample Info:

—t N [N) D [$2] [e)] ~
H o o S [« (@] @] o o
. o o o o S S =} =] >
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| Q
[
<
e 1.700 - n-Propanal ©o
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37
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Peak RT
# Compound Area (min)
1 Ethanol 1106 1.036
2 n-Propanol 2478 1.700
"Correlation: 0.99999 Ethanol 0.101 g/100mL
" Area Ratio
1.2~
1=
0.8 -
0.6
0.4
0.2
0. ?82 | |
0 Amount Ratio
~ Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8 -
0.6~ :
0.4 - !
02" §
0 | 1.000 ‘gv“
: e R
0 B 0.5 Amount Ratig
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/31/2015 12:13:52 PM Sample Name: 15024-4
Instrument: HSGCH#1 Operator: Christie Mitchell-Mata
Column: DB-ALCL Location: Vial 20

Method: C:\HPCHEM\1\METHODS\SIMALC1l.M
Sample Info:

—a [y%] [&] S (4] D ~!
(@] (=] =} o [« (=] [« o
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o
4 S
A 5 1.700 - n-Propanol o
e S]
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Peak RT
# Compound Area (min)
1 Ethanol 1107 1.036
2 n-Propanol 2473 1.700
Correlation: 0.99999 Ethanol 0.101 g/100mL
Area Ratio : s
1.2
1 ]
0.8
0.6 -
0.4 -
0.2~
0o [ ‘ ‘ i
o Amount Ratio
Correlation: 1.00000 N n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8 -
0.6 -
04 -
0.2~ :
E 1.000:
S S — ]
0 05 Amount Ratio %V*
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Inj. Date:
Instrument:
Column:
"Method:
Sample Info:

Washington State Patrol Toxicology Laboratory
2203 Adlrport Way S Seattle, WA 98134

3/31/2015 12:17:06 PM Sample Name: 15024-5
HSGC#1 Operator: Christie Mitchell-Mata
DB-ALC1 Location: Vial 21

C:\HPCHEM\1\METHODS\SIMALCLl .M

- N w »H (913 2] ~
=} o o =} Q [&] =} T
o o o o o =1 =1 o >
o - T R S Lo - b L e Lo e T ]
o
Q
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" __1.036 - Ethanol 2
[ @
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]
R 1.701 - n-Propanol =
, ‘( E—— B
3
3 e e e —_
Peak RT
# Compound Area (min)
1 Ethanol 1100 1.036
2 n-Propanol 2466 1.701
“Correlation: 0.99899 } Ethanol 0.101 g/100mL
Area Ratio : ;
1.2-
1-
0.8 2
08 10446 -
0.4 Pre
0.2 :
0 ' 38?77 ‘ |
0 B _Amount Ratio
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio ‘/
1.000 3
0.8 1
0.6 -
0.4 -
0.2~ :
0 0.5 Amount Ratio

Data File: C:

Page 1 of 1 CX/‘
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/31/2015 12:20:18 PM Sample Name: 0.10 CTRL
Instrument: HSGCH1 Operator: Christie Mitchell-Mata
Column: DB-ALC1 Location: vial 22

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024

N N w B (&) [¢2] ~
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Peak RT
# Compound Area (min)
1 Ethanol 1120 1.036
2 n-Propanol 2529 1.701
“Correlation: 0.99993 Ethanol 0.100 g/100mL
Area Ratio -
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042,/;
04 | 38?18 | | |
0 -~ Amount Ratio
" Correlation: 1.00000 ) n-Propanol 0.012 g/100mL
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0 0.5 Amount Ratio <8_\/\
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/31/2015 12:23:32 PM Sample Name: NEG CTRL
Instrument: HSGCH#1 Operator: Christie Mitchell-Mata
Column: DB-ALCL Location: Vial 23

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024
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Peak RT
# Compound Area (min)
1 Ethanol 0 0.000
2 n-Propanol 2544 1.700
Correlation: 0.98999 T Ethanol 0.000 g/100mL
Area Ratio | ’
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06 -
0.4 -
0.2-
0- R . !
o AmountRaﬁq
Correlation: 1.00000 n-Propanocl 0.012 g/100mL
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Sequence: C:\HPCHEM\1\SEQUENCE\RFESS.

Sequence Parameters:
Operator:
Data File Naming:
Signal 1 Prefix:
Counter:
Signal 2 Prefix:
Counter:
Data Directory:
Data Subdirectory:
Part of Methods to run:
Barcode Reader:

Shutdown Cmd/Macro:

Sequence Comment:

S

Rebecca Flaherty
Prefix/Counter

SIGL

0001

SIG2

0001

C:\HPCHEM\ 1\DATA\

150331RF

According to Runtime Checklist

not used

none

Ethanol Calibrator 1, E0315-01 - Exp. 09/13/2015
Ethanol Calibrator 2, E0315-02 - Exp. 09/13/2015
Ethanol Calibrator 3, E0315-03 - Exp. 09/13/2015

CTRL1 (0.04g/100mL), Lot # FN0OS011301
CTRL2 (0.10g/100mL), Lot # FN08051301
CTRL3 (0.20g/100mL), Lot # FN03211401

1

Exp. 05/2018
Exp. 10/2018
Exp. 06/2019

Internal Standard Lot#P0115 - Exp. 04/27/2015

Calibration vials 1-8 filed with 15023.

Sequence Table (Front Injector):
Method and Injection Info Part:

Line Location SampleName

1 vial 1 BLANK

2 Vial 2 0.07% CAL 1
3 vial 3 0.158 CAL 2
4 Vial 4 0.316 CAL 3
5 Vvial 5 NEG CTRL

6 Vial 6 0.04 CTRL

7 Vial 7 0.10 CTRL

8 Vial 8 0.20 CTRL

9 Vvial 3 NEG CTRL

10 vial 10 15023-1
11 vial 11 15023-2
12 Vvial 12 15023-3
13 vial 13 15023-4
14 Vial 14 15023-5
15 Vvial 15 0.10 CTRL
16 Vial 16 NEG CTRL
17 vial 17 15024-1
18 Vvial 18 15024-2
19 vial 19 15024-3
20 Vial 20 15024-4
21 Vial 21 15024-5
22 Vvial 22 0.10 CTRL
23 Vvial 23 NEG CTRL

HSGC#1 3/31/2015 10:42:38 AM Rebecca

Method Inj SampleType InjVolume DataFile
SIMALC1 1 Sample
SIMALC1I 1 Calib
SIMALC1 1 Calib
SIMALC1 1 Calib
SIMALC1 1 Ctrl Samp
SIMALC1I 1 Ctrl Samp
SIMALC1 1 Ctrl Samp
SIMALC1 1 Ctrl Samp
SIMALC1 1 Ctrl Samp
SIMALCL 1 Sample
SIMALCL 1 Sample
SIMALC1L 1 Sample
SIMALClL 1 Sample
SIMALC1 1 Sample
SIMALC1I 1 Ctrl Samp
SIMALCLT 1 Ctrl Samp
SIMALCL 1 Sample
SIMALC1l 1 Sample
SIMALC1L 1 Sample
SIMALC1L 1 Sample
SIMALClL 1 Sample
SIMALC1I 1 Ctrl Samp
SIMALC1 1 . Ctrl Samp
Flaherty
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Sequence: C:\HPCHEM\1\SEQUENCE\RFESS.S

Calibration Part:

Line Location SampleName Method CallLev Update RF Update RT Interval
2 Vial 2 0.079 CAaL 1 SIMALCL 1 Replace Replace
3 Vial 3 0.158 CAL 2 SIMALCL 2 Replace Replace
4 Vial 4 0.316 CAL 3 SIMALCL 3 Replace Replace

Sequence Table (Back Injector):

No entries - empty table!

150624
v{\Nw\\’b\‘f

SGCH#L 3/31/2015 10:42:38 AM Rebecca Flaherty Page 2 of 2



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/31/2015 10:07:16 AM Sample Name: 15024-1
Instrument: HSGCH#1 Operator: Rebecca Flaherty
Column: DB-ALC1L Location: Vvial 17

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info:

— N w B [83] )] ~
o o Q (= Q Q o o
o o =] S o &) ) o >
o . T T e ] PRI M [ S S
n
Q
>
| t> g
W
‘ «
B D — __1.035 - Ethanol %
v D
| Q
Q
oy
~
1.699 - n-Propanol 32
3
=
Peak RT
# Compound Area (min)
1 Ethanol 1124 1.035
2 n-Propanol 2515 1.699
Correlation: 0.99999 Ethanol 0.101 g/100mL
Area Ratio
1.2~
14
0.8
0.6
047"~
02-
O 7 T T T !
o Amount Ratio
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio | -
?1‘000 e $
0.8 - ;
0.6 - :
0.4 - i §
0.2~ D
o 0.5  _ Amount Ratio

Data File: C:\HPCHEM\1\DATA\150331RF\SIG10017.D Page 1 of 1



Washington State Patrol Toxicology Laboratory

2203 Airport Way S Seattle,

WA 98134

Inj. Date:

Instrument: HSGCH#1
Column: DB-ALC1
Method:

Sample Info:

3/31/2015 10:10:29 AM

Sample Name:
Operator:

15024-2
Rebecca Flaherty

Location: Vial 18

C:\HPCHEM\ 1\METHODS\ SIMALCL .M

- N (€3] P [6)] [¢2] ~
o (=} &} [} [=] o o ©
o S S S S S S S pd
o . . T I - T T T T S
! mn
g
P
L 2
[@)
w
«
[ B S 1.035 - Ethanol Q
8 3
| :
! - - 1.699 - n Propano!\(2
-
31
SN
Peak RT
i Compound Area (min)
1 Ethanol 1181 1.035
2 n-Propanol 2616 1.699
Correlation: 0.99999 Ethanol 0.102 g/100mL
Area Ratio
12
1 -
0.8~
0.6-
0.4
0.2~
O_‘ T T I
0 - Amount Ratio
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8 -
0.6
0.4
0.2 - §
o
o 0.5 Amount Ratio

Data File:

C:\HPCHEM\1\DATA\150331RF\SIG10018.D
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date:
Instrument:
Column:
Method:
Sample Info:

3/31/2015 10:13:42 AM Sample Name: 15024-3
HSGC#1 Operator: Rebecca Flaherty
DR-ALC1 Location: Vial 19

C:\HPCHEM\ 1\METHODS\ SIMALCL .M

- N w £ o [e)] ~!
o o &) =] o &) =] o
: o S o e =] =] S S x>
‘o i b T e T e T e e e T e T e T e T
: il
g
>
S &
<
w
«
o e — __1.035 - Ethanol P
Q
Q
2
e . ©
I 1.700 - n-Propanol O
'3
[ I - -
Peak RT
# Compound Area (min)
1 Ethanol 1141 1.035
2 n-Propanol 2527 1.700
Correlation: 0.99999 Ethanol 0.102 g/100mL
Area Ratio -
1.2
1 V:
0.8 -
06
0.4-
02
0 : . ( : S
o .. Amount Ratio
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratic -
11.000
08~ :
0.6 |
0.4 - i
0.2 - i N
o
0 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150331RF\SIG10019.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/31/2015 10:16:55 AM Sample Name: 15024-4
Instrument: HSGCH#1 Operator: Rebecca Flaherty
Column: DB-ALC1 Location: Vvial 20

Method: C:\HPCHEM\1\METHODS\SIMALCl.M
Sample Info:

- N W > 19,1 <D ~{
o o [} o o [ o ©
[ o S S [= =3 [ o >
o L Coee o T T T e T e T e e T L
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I
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a
l &
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I m—— __1.035 - Ethanol §
2
| @
| o)
i [
8
1.699 - n-Propanol E?
3
pon
Peak RT
# Compound Area (min)
1 Ethanol 1105 1.035
2 n-Propanol 2476 1.699
Correlation: 0 B Ethanol 0.101 g/100mL
Area Ratio
1.2
1
0.8+
0.6
0.4~
0.2 - :
O E T j 8'[392 T T I
0 Amount Ratig
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio
11.000
0.8 - ;
0.6 ' §
0.4- ;
0.2 : &r
: 000!
0~ S — 1 ;
0 05 Amount Ratio
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 3/31/2015 10:20:11 AM Sample Name: 15024-5
Instrument: HSGCH#1 Operator: Rebecca Flaherty
Column: DB-ALCI Location: Vvial 21
Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info:
N N w o (%)) [o)] ~
o Q Q Q Q o Q ©
o o S o o o o o >
‘o N P Lo o T PN R S SRR | ‘ N
il
Q
>
5 3
w
o
R R m— - _____1.035- Ethanol %
. @
f Q
Q
Q
N
-~ 1.699 - n-Propanol E?
2
s |
Peak RT
# Compound Area (min)
1 Ethanol 1112 1.035
2 n-Propanol 2491 1.699
" Correlation: 0.99999 Ethanol 0.101 g/100mL
Area Ratio :
12 -
=
0.8 -
06-
0.4 -
0.2 -
0- . . : y :
0 o Amounngﬁq
~ Correlation: 1.00000 ' n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8 -
0.6 -
0.4
0.2 E
0 | 1000
e ——
0 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150331RF\SIG10021.D
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 3/31/2015 10:23:22 AM Sample Name: 0.10 CTRL
Instrument: HSGC#H#1 Operator: Rebecca Flaherty
Column: DB-ALC1 Location: Vvial 22
Method: C:\HPCHEM\1l\METHODS\SIMALC1.M
Sample Info: 15024
- N w H o [#2] ~
= o o o [} Q o ©
o (=} o o =} =} (=} o >
o . L. oI P S T . . R ST W
I
g
-
S g
| (9]
‘ K
o T _1.035 - Ethanol Y
4]
Q
o
(]
N
: KL,M__ 1.699 - n-Propanol g
e &
5 1 .
Peak RT
# Compound Area (min)
1 Ethanol 1119 1.035
2 n-Propanol 2517 1.699
* Correlation: 0.99998 Ethanol 0.100 g/100mL
Area Ratio 4
124
1
0.8 -
0.6 -
04 -
0.2~ :
O 7; e — T E é3'I364’ T T ‘
0 _____Amount Ratig
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8 ~
06 -
0.4 -
0.2~ :
: 1.000
o |
0 0.5 Amount Ratio

Data File:

C:\HPCHEM\1\DATA\150331RF\SIG10022.D Page 1 of 1



Washington State Patrol Toxicology Laboratory .

2203 Alrport Way S Seattle,

WA 98134

j. Date: 3/31/2015 10:26:36 AM
‘nstrument: HSGCH1
Column: DB-ALCL

Operator:
Location: vial 23

Method: C:\HPCHEM\1\METHODS\SIMALCL1.M

Sample Info: 15024

Sample Name: NEG CTRL
Rebecca Flaherty

- N BN [$2] [e)] ~
o S o (o] @] [} °
o =] S S S =] S >
o . I . T PP T L L
‘ i i
| 9
>
. o]
w
1 @
oy Y
I Bl
0
Q
i o
i S
| N
E “}» B — 1.700 - n—Propanolj2
P -
RT
# Compound (min)
1 Ethanol 0.000
2 n-Propanol 1.700
Correlation: 0.99999 Ethanol 0.000 g/100mL
Area Ratio
1.2 -
T
0.8~
0.6~
0.4~
0.2 -
0
0.
" Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio -
11.000
0.8~
0.6 -
0.4 -
0.2 !
0- ‘ 1@00% ‘
S0 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150331RF\SIG10023.D
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Sequence:

Sequerice Parameters:
Operator:

Data File Naming:
Signal 1 Prefix:
Counter:
Prefix:
Counter:
Data Directory:

Sigral 2

Data Subdirectory:
Part of Methods to run:

Barcode Reader:

C: \HPCHEM\1\SEQUENCE\CJEXTST1.S

Chris Johnston

Prefix/Counter
SIGL

0001

SIG2

0001

C:\HPCHEM\ 1\DATA\

150406CT
According to Runtime Checklist

not used

Shutdown Cmd/Macro: none

Sequence Comment:
Ethanol Calibrator 1, E0315-01 - Exp. 09/13/2015
Ethanol Calibrator 2, E0315-02 - Exp. 09/13/2015
Ethanol Calibrator 3, E0315-03 - Exp..09/13/2015
CTRL1 (0.04g/100mL), Lot # FN05011301 - Exp. 05/2018
CTRL2 (0.10g/100mL), Lot # FN08051301 - Exp. 10/2018
CTRL3 (O.20g/lOOmL), Lot # FN03211401 - Exp. 06/2019
Internal Standard Lot#P0315 - Exp. 06/25/2015

Calibration vials 1-9 filed with 15023.

Sequence Table (Front Injector):

Method and Injection Info Part:

Line Location SampleName

1 Vial 1 BLANK

2 Vial 2 CAL 1 (0.079)
3 Vvial 3 CAL 2 (0.158)
4 Vial 4 CAL 3 (0.316)
5 Vvial 5 NEG CTRL -~ CJ
6 Vial 6 - 0.04 CTRL - CJ
7 Vial 7 0.10 CTRL -~ CJ
8 Vial 8 0.20 CTRL - CJ
9 Vial 9 NEG CTRL - CJ
10 vial 10 ESS 15023 #1
11 vial 11 ESS 15023 #2
12 -vial 12 ESS 15023 #3
13 Vvial 13 ESS 15023 #4
14 Vvial 14 ESS 15023 #5
15 vial 15 0.10 CTRL - CJ
16 Vial 16 NEG CTRL - CJ
17 Vial 17 ESS 15024 #1
18 Vial 18 ESS 15024 #2
19 vial 18 ESS 15024 #3
20 Vial 20 ESS 15024 #4
21 Vial 21 ESS 15024 #5
22 vVvial 22 0.10 CTRL - CJ
23 Vial 23 NEG CTRL - CJ

Calibration Part:

Method Inj SampleType InjVolume DataFile
SIMALC1 1 Sample
SIMALC1 1 Calib
SIMALC1 1 Calib
SIMALC1 1 Calib
SIMALC1 1 Ctrl Samp
SIMALC1 1 Ctrl Samp
SIMALC1 1 Ctrl Samp
SIMALCL 1 Ctrl Samp
SIMALC1 1 Ctrl Samp
SIMALC1 1 Sample
SIMALC1l 1 Sample
SIMALC1 1 Sample
SIMALC1 1 Sample
SIMALC1 1 Sample
SIMALCL 1  Ctrl Samp
SIMALC1 1 Ctrl Samp
SIMALC1 1 Sample
SIMALC1 1 Sample
SIMALC1I 1 Sample
SIMALC1 1 Sample
SIMALCl 1 Sample
SIMALC1 1 Ctrl Samp
SIMALCl1 1 Ctrl Samp

ISGC#1 4/6/2015 5:36:35 PM Chris Johnston

aﬁxw‘mh s

Fes

15094
7ﬁﬁuhah7

‘|
U
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Sequence: C:\HPCHEM\1\SEQUENCE\CJEXTSTL1.S

Line Location SampleName Method CallLev Update RF Update RT Interval
2 Vvial 2 CAL 1 (0:079) SIMALCL 1 Replace Replace
3 vial 3 CAL 2 (0.158) SIMALCL1 2 Replace Replace
4 Vial 4 CAL 3 (0.31s6) SIMALCL 3 Replace Replace

Sequence Table (Back Injector):

No entries - empty table!

15024

.df\,‘\mslss

y
J
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 4/6/2015 6:41:09 PM Sample Name: ESS 15024 #1

Instrument: HSGCH#1 Operator: Chris Johnston
Column: DB-ALC1 Location: Vial 17

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info:
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‘nq_::;A —— 1.700 - n-Propanol ES
37|
=
Peak RT
# Compound Area (min)
1 © Ethanol 1113 1.036
2 n-Propanol 2424 1.700
Correlation: 1.00000 1 Ethanol 0.101 g/100mL
Area Ratio
1.25 =
1 -
0.75
0.5
0.25-
o j M T T T T l
0 ) Amount Ratio
Correlation: 1.00000 j n-Propanol 0.012 g/100mL
Area Ratio - Py
11.000 2
0.8 ;
0.6 -
0.4~
0.2 i
: 1.000 ;
0 , A
0. 05 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150406CJ\SIG10017.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 4/6/2015 6:44:23 PM Sample Name: ESS 15024 #2
Instrument: HSGCH#1 Operator: Chris Johnston
Column: DB-ALC1 Location: Vial 18

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info:
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;/1 >>>>>> 1.701 - n-Propanol o
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‘ Peak RT
# Compound Area (min)
1 Ethanol 1108 1.036
2 n-Propanol 2418 1.701
" Correlation: 1.00000 Ethanol 0.100 g/100mL
Area Ratio -
. : : .
¢ .. AmountRatio
" Correlation: 1.00000 i n-Propanol . 0.012 g/100mL
Area Ratio -
11.000
0.8 -
06 .
04 |
02
0.
0.

Data File: C:\HPCHEM\1\DATA\150406CJ\SIG10018.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 4/6/2015 6:47:37 PM Sample Name: ESS 15024 #3
Instrument: HSGC#1 Operator: Chris Johnston
Column: DB-ALCL Location: Vial 19

Method: C:\HPCHEM\1l\METHODS\SIMALC1l.M
Sample Info:

— N W B (o] <D ~
Q Q Q Q Q Q Q ©
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Peak RT
# Compound Area (min)
1 Ethanol 1071 1.036
2 n-Propanol 2329 1.701
Correiation: 1.00000 I Ethanol 0.101 g/100mL
Area Ratio .- :
1.25-4 1
14
0.75
0.5
0.25 -
Oﬂ’ T 7 T 1
o Amount Ratio
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 4/6/2015 6:50:50 PM Sample Name: ESS 15024 #4
Instrument: HSGCH#1 Operator: Chris Johnston
Column: DB-ALCL Location: Vial 20

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info:
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@
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Peak RT
# Compound Area (min)
1 . Ethanol 1161 1.037
2 n-Propanol 2475 1.701
Correlation: 1.00000 Ethanol 0.103 g/100mL
Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio
11.000
0.8 -
0.6 -
0.4~
02-: ;
1) 1.000!
O o
0. 0.5 Amount Ratio

Data File: C:\HPCHEM\1\DATA\150406CJ\SIG10020.D Page 1 of 1



Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date:
Instrument:
Column:
Method:

C:\HPCHEM\ 1\METHODS\SIMALC1 .M

Sample Info:

4/6/2015 6:54:04 PM Sample Name:
HSGC#1 Operator:
DB-ALC1

BESS 15024 #5
Chris Johnston
Location: Vial 21
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; kwwiﬁ:::, 1.700 - n-Propanol .E
| R 1/..,,
2
o I -
Peak RT
# Compound Area (min)
1 Ethanol 1119 1.036
2 n-Propanol 2441 1.700
Correlation: 1.00000 Ethanol 0.101 g/100mL

AmounfRaﬁo

Correlation: 1.00000

Area Ratio 1

0.8~
0.6

11,000

n-Propanol

0.4-

02@' ;
0- e . L?OO;
0 0.5 Amount Ratio

0.012 g/100mL

Data File:

C:\HPCHEM\1\DATA\150406CJ\SIG10021.D
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 4/6/2015 6:57:15 P Sample Name: 0.10 CTRL - CJ
Instrument: HSGCH#1 : Operator: Chris Johnston
Column: DB-ALCL Location: Vial 22
Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024
i (o} o o o o o °
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# Compound Area (min)
1 Ethanol 1125 1.036
2 n-Propanol 2448 1.700
Correlation: 1.00000 Ethanol 0.101 g/100mL
Area Ratio -
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O T T T T ‘
O .. Amount Ratio
- Correlation: 1.00000 n-Propanol 0.012 g/100mL
Area Ratio
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Data File: C:\HPCHEM\1\DATA\150406CJ\SIG10022.D Page 1 of 1



Washington State Patrol Toxicology Laboratory

2203 Alrport Way S Seattle,

WA S8134

te: 4/6/2015 7:00:29 PM

Inj. Da Sample Name: NEG CTRL - CJ
Instrument: HSGCH1 Operator: Chris Johnston
Column: DB-ALC1L Location: vial 23
Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info: 15024
—_ 1] w B (9] [o2] ~
: o [=] (@] [ o [@] (=} o
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# Compound Area (min)
1 Ethanol - 0 0.000
2 n-Propanol 2470 1.700
~ Correlafion: 1.00000 Ethanol 0.000 g/100mL

Area Ratio
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0.75 -
0.5
0.25 -

0

i T T T T

. Amount Ratig
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T T T T T T T

i
.05 Amount Ratio

n-Propanol

Data File: C:\HPCHEM\1\DATA\150406CJ\SIG10023.D

0.012 g/100mL

__
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Sequence:lC:\HPCHEM\l\SEQUENCE\AL-ESSl.S

z
Sequence Parameters:

Operator: asa louis
Data File Naming: Prefix/Counter
Signal 1 Prefix: SIGL

‘ Counter: 0001
Sigrnal 2 Prefix: SIG2

Counter: 0001

Data, Directory: C: \HPCHEM\1\DATA\
Datg Subdirectory: 150410A1

k
Parti of Methods to run: According to Runtime Checklist
Bardode Reader: not used
Shuﬁdown Cmd/Macro: none

B
i
Seq@ence Comment :
cal 1 0.079 g/1l00mL e0315-01 exp 09/13/2015
cal 2 0.158 g/100mL e0315-02 exp 09/13/2015
cal 3 0.316 g/100mL e0315-03 exp 09/13/2015
0.,04 control fn05011301 exp 05/2018
0,10 control fn08051301 exp 10/2018
0.20 control fn03211401 exp 06/2019
istd p0315exp 06/25/2015

calibration in file 15023

Sequence Table (Front Injector):

Methbd and Injection Info Part:

LinéjLocation SampleName Method Inj SampleType InjVolume DataFile
Mmoo mnmommmn R == Em=a== === mEmoammemema= 1 Do oo
1, Vvial 1  blank SIMALC1 1  Sample
2 vial 2 0.079 cal 1 SIMALCL 1 Calib
3 Vvial 3 0.158 cal 2 SIMALCL 1 Calib
4. Vial 4 0.316 cal 3 SIMALCL 1 Calib
Sjgvial 5 neg control - al SIMALCL 1 Ctrl Samp
GJ}Vial 6 0.04 ctxrl al SIMALC1 1 Ctrl Samp
74 vial 7 0.10 ctrl al SIMALC1 1 Ctrl Samp
8 vial 8 0.20 ctrl al SIMALC1 1  Ctrl Samp
9 | vial 9 neg control - al SIMALCL 1 Ctrl Samp
10 vial 10 15023 #1 SIMALC1I 1 Sample
11 vial 11 15023 #2 SIMALC1 1 Sample z 5
12 . Vial 12 15023 #3 SIMALC1 1  Sample 039 4
13 Vvial 13 15023 #4 SIMALCL 1  Sample lue
14 vial 14 15023 #5 SIMALC1 1  Sample '&mﬁ““
15 Vvial 15 0.10 ctrl al SIMALCL 1 Ctrl Samp
16 vial 16 neg control - al SIMALC1I 1 Ctrl Samp
17 vial 17 15024 $#1 SIMALCL 1 Sample
18 vVvial 18 15024 #2 SIMALCl 1 Sample
19 Vial 19 15024 #3 SIMALCL 1 'Sample
20 Vial 20 15024 #4 SIMALC1L 1 Sample
21:-Vial 21 15024 #5 SIMALCL 1 Sample
22 ., vial 22 0.10 ctrl al SIMALC1 1 Ctrl Samp
23‘ vial 23 neg control - al SIMALClL 1 Ctrl Samp aﬁuf

Calibration Part:
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Sequence: C:\HPCHEM\1\SEQUENCE\AL-ESS1.S

LinéfLocation SampleName Method CalLev Update RF Update RT Interval
t
2 Vial 2 0.079 cal 1 SIMALCL 1 Replace Replace
3. vial 3 0.158 cal 2 SIMALCL 2 Replace Replace
41 vial 4 0.316 cal 3 SIMALCL 3 Replace Replace

SequeACe Table (Back Injector):

No entries - empty table!

150624
if-\w{ﬁl‘{

1O

; so41° 4

(D
A/L
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Washington State Patrol Toxicology Laboratory

2203 Airport Way S Seattle, WA 98134
Inj. Date: 4/10/2015 8:26:49 AM Sample Name: 15024 #1
Instrument: HSGCH#L Operator: asa louis
Column: DB-ALC1 Location: Vial 17
Method: C:\HPCHEM\1l\METHODS\SIMALC1.M

Sample Info:
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Peak RT
# Compound Area (min)
1 Ethanol 1105 1.036
2 n-Propanol 2399 1.700
" "Correlation: 0.99999 Ethanol 0.100 g/100mL
Area Ratio J
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1
0.75 .
05
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O y; ¥ T ¥ I
o Amount Ratio,
» - Correlation: 1.00000 T n-Propanol 0.012 g/100mL
Area Ratio - ;
11,000
0.8 ¢
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0.2 :
. 1.000:
0~ — I —
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Data File

:j: C:\HPCHEM\1\DATA\150410A1\SIG10017.D
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 4/10/2015 8:30:02 AM Sample Name: 15024 #2

Instrument: HSGC#1 Operator: asa louils
Column: DB-ALCL Location: Vial 18
Method: C:\HPCHEM\1\METHODS\SIMALCl.M

Sample Info:
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1 Ethanol 1105 1.036
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04
02 | ;
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Inj. Date: 4/10/2015 8:33:16 AM Sample Name:
Instrument: HSGCH#1 Operator:
Column: DB-ALC1
Method: C: \HPCHEM\ 1\METHODS\SIMALC1 .M

Washington State Patrol Toxicology Laboratory

2203 Airport Way S Seattle,

WA 98134

15024 #3
asa louis
Location: Vial 19

Sample Info:
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Data File: C:\HPCHEM\1\DATA\150410A1

\SIG10019.D
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Washington State Patrol Toxicology Laboratory
2203 Alrport Way S Seattle, WA 98134

Inj. Date: 4/10/2015 8:36:29 AM Sample Name: 15024 #4
Instrument: HSGCH#1 Operator: asa louis
Column: DB-ALC1 Location: Vvial 20

Method: C:\HPCHEM\1\METHODS\SIMALC1.M
Sample Info:
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 4/10/2015 8:39:43 AM Sample Name: 15024 #5
Instrument: HSGCH#1 Operator: asa louis
Column: DB-ALC1 Location: vial 21

Method: C:\HPCHEM\1\METHODS\SIMALCL.M
Sample Info:
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Washington State Patrol Toxicology Laboratory
2203 Adirport Way S Seattle, WA 98134

Inj. Date: 4/10/2015 8:42:55 AM Sample Name: 0.10 ctrl al
Instrument: HSGC#1 Operator: asa louils
Colunn: DB-ALC1 Location: vial 22

Methéd: C:\HPCHEM\ 1\METHODS\SIMALCL .M
Sample Info: ess 15024
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Washington State Patrol Toxicology Laboratory
2203 Airport Way S Seattle, WA 98134

Inj. Date: 4/10/2015 8:46:09 AM Sample Name: neg control - al
Instrument: HSGCH#1 Operator: asa louis
Column: DB-ALC1 Location: Vvial 23

Method: C:\HPCHEM\1\METHODS\SIMALC1l.M
Sample Info: ess 15024
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